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NCMDR Weekly Update

.	الإشعارات	المظللة	بالأصفر	تشير	الى	سحب	او	إتلاف	جهاز	طبي	•

الموزعين	في	هذا	التقرير	قد	يختلفون	عن	الممثلين/الممثلين	القانونين	•	

.الموزعين	الذين	تتعاملون	معهم/القانونين

في	الجهة	اليسرى	من	التقرير	تشير	إلى	ان	اشعار	(#)	هذه	العلامة		•

.(ECRI)انذار	السلامة	من	منظمة	

.	لمعرفة	الطراز	او	الارقام	التسلسلية	افتح	الروابط	او	المرفقات	•

WU1925Report Reference Number: WU1925:للتقرير المرجعي الرقم

عزيزي،

يقوم	المركز	الوطني	لبلاغات	الأجهزة	والمنتجات	الطبية

بإرسال	تقرير	اسبوعي	عن	آخر	اشعارات	إنذارات	السلامة

الاستدعاءات	للأجهزة	والمستلزمات	الطبية	المنشورة	على/	

موقع	الهيئة	العامة	للغذاء	والدواء

Dear,
NCMDR team send a weekly update every week 
containing the latest Field Safety Corrective 
Action/Recalls of medical devices/products on 
SFDA website. 

* Role of NCMDR officer:

• 	Disseminate and share the information with other 
Departments within healthcare facility and Ensuring 
that the healthcare facility is free of any affected 
device/product.
• 	Communicate with NCMDR Team and Authorized 
Representative of the manufacturer if there is any 
affected device/product.

Hospital name:

Date:

Hospital affected by any medical device/product in this 
report: Yes
              No

•	 The yellow highlights Indicates that medical devices 
subject to removal and/ or destroyed action.
•	 NCMDR Team Recommend ensuring the listed Authorized 
representative/Distributer in this report as they may differ 
from the Authorized representative/Distributer you are 
dealing with
•	 The sign (#) on the left side of the FSN's indicates that the 
source of this FSN is ECRI.
•	 Open the links or attachments to find the affected product 
identifier, models, serial numbers or codes.

:مسؤولية	ضابط	الاتصال*	

الأقسام	المختلفة	داخل	المنشأة	الصحية/	التعميم	على	الإدارات		•

مستلزم	طبي	متأثر	بأي	من/والتأكد	من	خلوها	من	أي	جهاز

.إشعارات	إنذارات	السلامة

التواصل	مع	المركز	الوطني	لبلاغات	الأجهزة	والمنتجات	•

الطبية	ومع	الممثل	القانوني	للمصنع	في	حالة	وجود

.مستلزم	طبي	متأثر	بأي	من	إشعارات	إنذارات	السلامة/جهاز

18-Jun-19

نأمل الرد على تقرير المركز الوطني لبلاغات الاجهزة و* 

.المنتجات الطبية في حالتي التأثر أو عدم التأثر

* Kindly respond to the NCMDR weekly report in 
both cases either you are affected or not affected.
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Dear, 
NCMDR team is pleased to inform you that        new FSCA/recalls for medical devices and 
products posted on                         for the period of                           to                                In order 
to view more details, click the links or attachments 

 

SFDA website

الدواء و للغذاء العامة الهيئة موقع

32

18-Jun-19NCMDR Weekly Update

10-Jun-1916-Jun-19

32

10-Jun-19 16-Jun-19

MedicalDevice Manufacturer Authorized Representative 

/Distributer 

Affected Yes/NoLink

Anaesthetic and respiratory devices

Intensive Care 

Ventilators

elisa 300, elisa 

500, elisa 600, 

elisa 800 und 

elisa 800VIT

Lowenstein Medical 

GmbH &Co.KG

Bio Standards https://ncmdr.sfda.gov.s

a/Secure/CA/CaViewRec

all.aspx?caid=6&rid=14

408

Dental devices

Healing 

Abutment CC RP 

Ø3.6x5mm

Nobel Biocare 

Services AB

Medical Regulations Gate https://ncmdr.sfda.gov.s

a/Secure/CA/CaViewRec

Diagnostic and therapeutic radiation devices

Artis Zee and 

Artis Q 

systems              .

SIEMENS Siemens Medical Solutions https://ncmdr.sfda.gov.s

a/Secure/CA/CaViewRec

BrightView SPECT, 

BrightView X and 

BrightView 

XCT        ,

Philips Healthcare Philips Healthcare Saudi Arabia 

Ltd.

https://ncmdr.sfda.gov.s

a/Secure/CA/CaViewRec

all.aspx?caid=4&rid=14

CyberKnife M6 

and CyberKnife 

VSI Secondary 

Collimation 

Subsystem    .

Accuray Inc Gulf Medical Co. https://ncmdr.sfda.gov.s

a/Secure/CA/CaViewRec

all.aspx?caid=10&rid=1

4403

Page 2 of 5

https://www.sfda.gov.sa/ar/medicaldevices/Pages/weeklyAlert.aspx
https://www.sfda.gov.sa/ar/medicaldevices/Pages/weeklyAlert.aspx
https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=6&rid=14408
https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=6&rid=14409
https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=14416
https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=14425
https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=10&rid=14403


MedicalDevice Manufacturer Authorized Representative 

/Distributer 

Affected Yes/NoLink

FCR Capsula X 

and Carbon X 

Computed 

Radiography 

Cassette Readers

FUJIFILM Medical 

Systems

FAROUK, MAAMOUN TAMER & 

COMPANY

#

InterStim Therapy 

Programmer 

Compatibility

Medtronic SA Medtronic Saudi Arabia https://ncmdr.sfda.gov.s

a/Secure/CA/CaViewRec

Revolution CT 

scan     ,

GE Healthcare GE Healthcare https://ncmdr.sfda.gov.s

Electro mechanical medical devices

Advanced 

Perfusion System 

1        ,

Terumo Medical Corp.. Al-Jeel Medical & Trading Co. 

LTD

https://ncmdr.sfda.gov.s

a/Secure/CA/CaViewRec

BIOSAFE MD-

smart

Cryotherm GmbH & 

Co

N/A https://ncmdr.sfda.gov.s

C-10 Probetesters  ES Medical AB N/A#

OMNIBotics 

iBlock Cutting 

Guide    ,

OMNIlife science N/A https://ncmdr.sfda.gov.s

a/Secure/CA/CaViewRec

Prometra II 

Programmable 

Pump    .

Flowonix Medical N/A#

Simple Locking 

lntramedullary 

(SLIM) System 

(SLM-HND100)

Pega Medical… Tina Medix Technologies Int. Co. https://ncmdr.sfda.gov.s

a/Secure/CA/CaViewRec

all.aspx?caid=6&rid=14

Therapy chair 

ZeroG with

models TCZ-LUX 

and TCZ-EX

	Novak M d.o.o. Salehiya Trading Est. https://ncmdr.sfda.gov.s

a/Secure/CA/CaViewRec

all.aspx?caid=8&rid=14

Ultra-Drive 

Hose/Drape 

Assemblies and 

Ultra-Drive 

Irrigation Tubing 

Assemblies

Zimmer, INC…. Medical Regulations Gate#

In vitro diagnostic devices

Alinity ci‐series 

System Control 

Module      ,

Abbott Medical supplies & Services 

Co.Ltd Mediserv

https://ncmdr.sfda.gov.s

a/Secure/CA/CaViewRec

MRSASelect II Bio-Rad Laboratories IncAl-Jeel Medical & Trading Co. LTDhttps://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=8&rid=14419
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https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=6&rid=14418
https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=14423
https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=2&rid=14420
https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=6&rid=14411
https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=2&rid=14413
https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=6&rid=14410
https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=8&rid=14426
https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=14422
https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=8&rid=14419



[High Priority ] - A32866 : Fujifilm—FCR Capsula X and Carbon X Computed Radiography Cassette Readers: Cybersecurity Vulnerabilities May Result in
Denial-of-Service Condition, Potentially Causing Image Loss or Device Unavailability�


[High Priority ] - A32866 : Fujifilm—FCR Capsula X and Carbon X Computed Radiography Cassette
Readers: Cybersecurity Vulnerabilities May Result in Denial-of-Service Condition, Potentially
Causing Image Loss or Device Unavailability�
Medical Device Ongoing Action
Published: Thursday, June 13, 2019


UMDNS Terms:
•  Cassettes, Radiography [20787]


Product Identifier:
[Capital Equipment]


Product FUJIFILM Corp
Model


Computed Radiography Cassette Readers CR-IR 357 FCR Carbon X, CR-IR 357 FCR XC-2, CR-IR 357 FCR Capsula X


Geographic Regions: �(Impact in specific regions has not been identified or ruled out at the time of this posting), Worldwide


Manufacturer(s): FUJIFILM Corp  7-3, Akasaka 9-chome, Minato-ku, Tokyo 107-0052, Japan


Suggested Distribution: Clinical/Biomedical Engineering, Information Technology


Problem:
�In an April 23, 2019, Medical Advisory, the U.S. Industrial Control Systems Cyber Emergency Response Team (ICS-CERT) states that the above
cassette readers may be affected by uncontrolled resource consumption and improper access control cybersecurity vulnerabilities. Successful exploitation
of these vulnerabilities may result in a denial-of-service condition in affected cassette reader units, causing potential image loss or device unavailability.
Attackers may gain unauthorized access to the underlying operating system, allowing arbitrary code execution. No known public exploits specifically
target these vulnerabilities. The manufacturer has not confirmed the information provided in the source material.


Action Needed:
�Identify any affected cassette readers in your inventory. If you have affected cassette readers, verify that you have reviewed the April 23, 2019, ICS-
CERT Medical Advisory . Fujifilm states that the CR-IR 357 system can be configured with Secure Host functionality. This configuration of the software
instructs CR-IR 357 to ignore all network traffic other than from the IP address of the Fujifilm image acquisition console. However, this configuration
prevents more than one image acquisition console to share the CR-IR 357 Reader Unit. If the user has not implemented Reader Unit sharing, they may
contact Fujifilm to request that Secure Host functionality be enabled. If the user has implemented Reader Unit sharing, they should contact Fujifilm by
telephone at (888) FUJI-MED (385-4633). Users outside the U.S. should contact their Fujifilm representative. Fujifilm recommends that the first line of
defense should be a compensating control of securing the user’s network. Measures should be taken to ensure only authorized devices and personnel have
access to the network. Public or guest networks should be segmented, or users should use a VLAN to segregate public traffic from the private network.
Administrative and technical controls should also be implemented.
NCCIC recommends users take defensive measures to minimize the risk of exploitation of these vulnerabilities. Specifically, users should:


● Minimize network exposure for all medical devices and/or systems, and ensure that they are not accessible from the Internet.
● Locate medical systems and networks and remote devices behind firewalls, and isolate them from the business network.
● Restrict system access to only authorized personnel and follow a least privilege approach.
● Apply defense-in-depth strategies.
● Disable unnecessary accounts and services.
● Where additional information is needed, refer to existing cybersecurity in medical device guidance issued by the FDA at the following 


location .
 
NCCIC reminds organizations to perform proper impact analysis and risk assessment prior to deploying defensive measures. NCCIC also provides a
section for control systems security recommended practices on the ICS-CERT website . Several recommended practices are available for reading and
download, including Improving Industrial Control Systems Cybersecurity with Defense-in-Depth Strategies . Additional mitigation guidance and
recommended practices are available on the ICS-CERT website  in the Technical Information Paper, ICS-TIP-12-146-01B--Targeted Cyber Intrusion
Detection and Mitigation Strategies . Organizations observing any suspected malicious activity should follow their established internal procedures and
report their findings to NCCIC for tracking and correlation against other incidents.For Further Information:
NCCIC
Tel.: (888) 282-0870
E-mail: NCCICCUSTOMERSERVICE@hq.dhs.gov
Website: Click here
Fujifilm
Website: Click here


References:
● United States. Department of Homeland Security. Industrial Control Systems Cyber Emergency Response Team. Medical Advisory.


Fujifilm FCR Capsula X/Carbon X [online]. 2019 Apr 23 [cited 2019 Jun 13]. Available from Internet: Click here .


Comments:


● �This alert is a living document and may be updated when ECRI Institute receives additional information.


Source(s):
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https://ics-cert.us-cert.gov/advisories/ICSMA-19-113-01

https://ics-cert.us-cert.gov/advisories/ICSMA-19-113-01

https://ics-cert.us-cert.gov/advisories/ICSMA-19-113-01

https://www.fda.gov/MedicalDevices/DigitalHealth/ucm373213.htm

https://ics-cert.us-cert.gov/

https://ics-cert.us-cert.gov/

https://ics-cert.us-cert.gov/sites/default/files/recommended_practices/NCCIC_ICS-CERT_Defense_in_Depth_2016_S508C.pdf

https://ics-cert.us-cert.gov/sites/default/files/recommended_practices/NCCIC_ICS-CERT_Defense_in_Depth_2016_S508C.pdf

https://ics-cert.us-cert.gov/

https://ics-cert.us-cert.gov/

https://ics-cert.us-cert.gov/tips/ICS-TIP-12-146-01B

https://ics-cert.us-cert.gov/tips/ICS-TIP-12-146-01B

https://ics-cert.us-cert.gov/tips/ICS-TIP-12-146-01B

mailto:NCCICCUSTOMERSERVICE@hq.dhs.gov

https://www.us-cert.gov/nccic

https://www.fujifilm.com/contact/

https://ics-cert.us-cert.gov/advisories/ICSMA-19-113-01

https://ics-cert.us-cert.gov/advisories/ICSMA-19-113-01





● 2019 Jun 13. ICS-CERT Advisory Download
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http://www.ecri.org/sites/alertscontent/Lists/SourceDocuments/Attachments/194608/20190423FujifilmFCRCapsulaXICSCert.pdf



(A32866 ) Fujifilm-FCR Capsula X and Carbon X Computed Radiography Cassette Readers.pdf




[High Priority ] - A32844 : ES Medical/Optima Scandinavia—C-10 Probetesters: �Failure to Follow Manufacturer Recommendations for Use May Lead to
Microbial Growth in Final Rinse Water


[High Priority ] - A32844 : ES Medical/Optima Scandinavia—C-10 Probetesters: �Failure to Follow
Manufacturer Recommendations for Use May Lead to Microbial Growth in Final Rinse Water
Medical Device Ongoing Action
Published: Wednesday, June 12, 2019


UMDNS Terms:
•  Disinfectors, Liquid Germicide, Transesophageal Echocardiography Probe [26654]
•  Testers, Leakage Current, Ultrasonic Transducer Probe/Lead [34511]


Product Identifier:
[Capital Equipment]


Product ES Medical AB
Model Model No. Serial No.


Tester/Disinfectors C-10 Probetester T80002 1708001 to 1801014


Product Optima Scandanavia AB
Model Model No. Serial No.


Tester/Disinfectors C-10 Probetester T80002 0710003 to 1705001


Geographic Regions: �(Impact in additional regions has not been identified or ruled out at the time of this posting), U.K.


Manufacturer(s): ES Medical ABLastbilsgatan 9, SE-754 54 Uppsala, Sweden
Optima Scandanavia AB Gunstagatan 16, 753 24 Uppsala, Sweden


Suggested Distribution: Clinical/Biomedical Engineering, Infection Control, Central Sterilization Reprocessing, Materials Management


Problem:
�In a May 27, 2019, Field Safety Notice letter posted by the U.K. Medicines and Healthcare Products Regulatory Agency (MHRA), ES Medical states
that it has received one report of elevated microbiological values found in the final rinse water of the above tester/disinfectors. ES Medical also states that
the device had been left with stagnant water inside, which may promote the growth of microorganisms. ES Medical further states that it believes the
problem is the result of failure to follow the manufacturer recommendations listed in the user manual and during product training. ES Medical states that
there are no hazards or risks to patients if the instructions in the manual are followed. The manufacturer has not confirmed the information in the source
material.


Action Needed:
�Identify any affected tester/disinfectors in your inventory. If you have affected devices, verify that you have received the May 27, 2019, Field Safety
Notice letter and Extract from the Manual from ES Medical. If microorganisms occur in the final rinse water of affected devices, disinfect the rinse water
part of the device. Inform all relevant personnel at your facility of the information in the letter, and forward a copy of the letter to any facility to which
you have further distributed affected product.
For Further Information:
Erik Gripenberg, ES Medical sales manager
E-mail: erik@esmedical.se
Sören Apell, ES Medical quality assurance manager
E-mail: soren@esmedical.se
Website: Click here


�References:
● Great Britain. Medicines and Healthcare Products Regulatory Agency. ES-Medical: C-10 Probetester [online]. London: Department of


Health; 2019 Jun 10 [cited 2019 Jun 11]. (Field safety notice; reference no. 2019/006/003/291/008). Available from Internet: Click here .


Comments:


● ��This alert is a living document and may be updated when ECRI Institute receives additional information.


Source(s):


● 2019 Jun 11. MHRA FSN. 2019/006/003/291/008 Download
● 2019 Jun 11. MHRA FSN. Download
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mailto:erik@esmedical.se

mailto:soren@esmedical.se

https://www.esmedical.se/kontakt?lang=en

https://www.gov.uk/drug-device-alerts/field-safety-notice-03-to-07-june-2019?utm_source=d8647239-40c1-4ba3-ba91-e18cf422898c&amp;utm_medium=email&amp;utm_campaign=govuk-notifications&amp;utm_content=immediate

https://www.gov.uk/drug-device-alerts/field-safety-notice-03-to-07-june-2019?utm_source=d8647239-40c1-4ba3-ba91-e18cf422898c&amp;utm_medium=email&amp;utm_campaign=govuk-notifications&amp;utm_content=immediate

http://www.ecri.org/sites/alertscontent/Lists/SourceDocuments/Attachments/194329/20190610MHRACoverPage.pdf

http://www.ecri.org/sites/alertscontent/Lists/SourceDocuments/Attachments/194330/20190527ESMedicalProbetesterMHRA.pdf



(A32844) ES Medical- Optima Scandinavia-C-10 Probetesters.pdf




[High Priority ] - A32813 : Flowonix—Prometra Programmable Pumps: May Shut Down Unexpectedly under Certain Programming Conditions


[High Priority ] - A32813 : Flowonix—Prometra Programmable Pumps: May Shut Down Unexpectedly
under Certain Programming Conditions
Medical Device Ongoing Action
Published: Tuesday, June 11, 2019
Last Updated: Wednesday, June 12, 2019


UMDNS Terms:
•  Infusion Pumps, Analgesic, Implantable, Intrathecal [27893]


Product Identifier:
[Capital Equipment]


Product
Flowonix Medical
Inc
Model


Catalog No. Software Version Serial No.


Pump Systems Prometra Clinician
(Touchscreen)
Programmers


12828 2.00.29 A15E0017, A15E0023, A15E0032,
A15H0003, A15H0007, A15H0031,
A15H0038, A15H0039, A15H0054,
A15H0067, A15I0005, A15I0015,
A15I0019, A15I0020, A15I0039,
A15I0043, A15I0046, A15I0049,
A15I0058, A15I0062, A15I0067,
A15I0068, A15I0070, A15I0072,
A15I0073, A15I0075, A15I0089,
A15I0139, A15I0140, A15J0002,
A15J0004, A15J0006, A15J0010,
A15J0011, A15J0017, A15J0019,
A15J0035, A15J0038, A15J0047,
A15J0050, A15J0051, A15K0018,
A15K0036, A15K0042, A15K0045,
A15K0046, A15K0053, A15K0055,
A15L0003, A15L0029, A15L0067,
A15L0068, A15L0069, A15L0070,
A16B0002, A16B0003, A16B0008,
A16C0006, A16C0011, A16C0012,
A16C0017, A16C0024, A16C0028,
A16C0030, A16C0038, A16C0041,
A16C0044, A16C0060, A16C0063,
A16C0072, A16D0004, A16D0013,
A16D0015, A16D0018, A16D0026,
A16D0032, A16D0033, A16D0036,
A16D0037, A16D0039, A16D0040,
A16D0042, A16D0046, A16D0047,
A16D0049, A16D0051, A16D0058,
A16D0073, A16D0074, A17C0011,
A17D0009, A17D0010, A17E0003,
A17E0008, A17E0009, A17F0001,
A17F0003, A17F0004, A17F0005,
RA17A0002, RA17A0004,
RA17A0005, RA17A0011,
RA17A0035, RA17A0041,
RA17B0003, RA17B0004,
RA17B0007, RA17C0001,
RA17C0005, RA17C0006,
RA17C0007, RA17C0025,
RA17C0028, RA17C0038,
RA17C0039, RA17C0041,
RA17F0006, RA17F0007,
RA17F0008, RA17F0009,
RA17F0011, RA17F0012,
RA17F0018, RA17F0024,
RA17F0025, RA17F0028,
RA17F0030, RA17F0032,
RA17F0033, RA17F0037,
RA17F0038, RA17F0039,
RA17F0041, RA17F0042,
RA17F0043, RA17G0005,
RA17G0006, RA17G0016,
RA17G0017, RA17I0001, RA17I0002,
RA17I0003, RA17I0004, RA17I0005,
RA17I0007, RA17I0008, RA17I0010,
RA17I0012, RA17I0021, RA17I0024,
RA17J0003, RA17J0004, RA17J0005,
RA17J0008, RA17J0011, RA17J0016,
RA17K0002, RA17K0008,
RA17K0009, RA17L0001,
RA17L0002, RA17L0003,
RA17L0004, RA17L0008,
RA17L0009, RA17L0010,
RA17L0012, RA17L0014,
RA17L0022, RA18B0001,
RA18B0002, RA18B0004,
RA18B0006, RA18B0007,
RA18B0008, RA18B0009,
RA18B0012, RA18B0014,
RA18B0016, RA18B0018,
RA18B0020, RA18B0023,
RA18B0026, RA18B0027,
RA18B0030, RA18B0033,
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RA18B0036, RA18B0037,
RA18B0040, RA18B0042,
RA18B0047, RA18B0053,
RA18B0055, RA18C0003,
RA18D0002, RA18D0003,
RA18D0006, RA18D0007,
RA18D0010, RA18D0022,
RA18D0024, RA18D0026,
RA18D0028, RA18D0033,
RA18D0039, RA18D0040,
RA18D0041, RA18D0043,
RA18D0045, RA18D0046,
RA18D0047, RA18D0048,
RA18D0052, RA18D0053,
RA18G0004, RA18G0005,
RA18G0006, RA18G0007,
RA18G0010, RA18G0011,
RA18G0012, RA18G0017,
RA18G0021, RA18G0022,
RA18G0023, RA18G0025,
RA18G0026, RA18G0027,
RA18G0031, RA18G0032,
RA18G0033, RA18G0040,
RA18G0042, RA18G0043,
RA18G0044, RA18G0045,
RA18G0050, RA18G0055,
RA18G0056, RA18G0058,
RA18G0062, RA18G0064,
RA18G0065, RA18G0068,
RA18G0074, RA18G0079,
RA18G0080, RA18J0001, RA18J0002,
RA18J0003, RA18J0004, RA18J0009,
RA18J0011, RA18J0012, RA18J0013,
RA18J0014, RA18J0015, RA18J0016,
RA18J0019, RA18J0021, RA18J0022,
RA18J0023, RA18J0025, RA18J0030,
RA18J0031, RA18J0034, RA18J0038,
RA18J0039, RA18J0040, RA18J0041,
RA18J0046, RA18J0048, RA18J0053,
RA18J0063, RA18J0064, RA18J0068,
RA18J0070, RA18J0071, RA18J0073,
RA18J0074, RA18J0077, RA18J0078,
RA18J0081, RA18J050, RA18K0003,
RA18K0004, RA18K0007,
RA18K0008, RA18K001,
RA18K0010, RA18L0001,
RA18L0002, RA18L0004,
RA18L0007, RA18L0010, RA18L019,
RA18L020, RA18L021, RA18L022,
RA18L023, RA18L024, RA18L027,
RA18L028, RA18L029, RA18L030,
RA18L031, RA18L032, RA18L033,
RA18L034, RA18L036, RA18L051,
RA18L052, RA18L053, RA18L054,
RA18L055, RA18L056, RA18L057


Prometra (Grand Prime)
Programmers


13828 2.00.29 D18L0003, D18L0004, D18L0005,
D18L0006, D18L0007, D18L0008,
D18L0009, D18L0010, D18L0011,
D18L0012, D18L0013, D18L0014,
D18L0015, D18L0016, D18L0017,
D18L0018, D18L0019, D18L0020,
D18L0021, D18L0022, D18L0023,
D18L0024, D18L0025, D18L0026,
D18L0027, D18L0028, D18L0029,
D18L0030, D18L0031, D18L0032,
D18L0033, D18L0034, D18L0035,
D18L0036, D18L0037, D18L0038,
D18L0039, D18L0040, D18L0041,
D18L0042
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Prometra Programmable
Pumps


11827 Not listed 10AX4A03, 10AX4A04, 10AX4A06,
10AX4A10, 10AX4A12, 10AX4A14,
10AX4A21, 10AX4A22, 10AX4A23,
10AX4A28, 10AX4A30, 10AX4A36,
10AX4A37, 10AX4A39, 10AX4A42,
10AX4A48, 10AX4A51, 10AX4A73,
10AX4A74, 10AX4A76, 10AX4A81,
10AX4A83, 10AX4A85, 10AX4A87,
10AX4A88, 10AX4A89, 10AX4A93,
10AX4A95, 10AX4A96, 10AX4A98,
10AX4B06, 10AX4B08, 10AX4B09,
10AX4B16, 10AX4B17, 10AX4B26,
10AX4B27, 10AX4B29, 10AX4B53,
10AX4B78, 10AX4B79, 10AX4B80,
10AX4B81, 10AX4B82, 10AX4B84,
10AX4B85, 10AX4B86, 10AX4B88,
10AX4B90, 10AX4B91, 10AX4B92,
10AX4B94, 10AX4B96, 10AX4B97,
10AZ4A08, 10AZ4A10, 10AZ4A12,
10AZ4A14, 10AZ4A15, 10AZ4A18,
10AZ4A19, 10AZ4A22, 10AZ4A24,
10AZ4A31, 10AZ4A33, 10AZ4A43,
10AZ4A54, 10AZ4A57, 10AZ4A59,
10AZ4A61, 10AZ4A65, 10AZ4A70,
10AZ4A73, 10BY4A25, 10BY4A26,
10BY4A27, 10BY4A30, 10BY4A31,
10BY4A32, 10BY4A33, 10BY4A34,
10BY4A35, 10BY4A36, 10BY4A37,
10BY4A38, 10BY4A39, 10BY4A40,
10BY4A41, 10BY4A42, 10BY4A44,
10BY4A45, 10BY4A46, 10BY4A47,
10BY4A48, 10BY4A49, 10BY4A50,
10BY4A51, 10BY4A52, 10BY4A53,
10BY4A54, 10BY4A55, 10BY4A56,
10BY4A57, 10BY4A58, 10BY4A59,
10BY4A60, 10BZ4A24, 10BZ4A26,
10BZ4A32, 10BZ4A46, 10BZ4A70,
10BZ4A71, 10CZ4A02, 10CZ4A03,
10CZ4A04, 10DX4A03, 10DX4A07,
10DX4A09, 10DX4A10, 10DX4A13,
10DX4A21, 10DX4A24, 10DX4A32,
10DX4A33, 10DX4A34, 10DX4A41,
10DX4A44, 10DX4A48, 10DX4A52,
10DX4A60, 10DX4A62, 10DX4A65,
10DX4A67, 10DX4A71, 10DX4A74,
10DX4A79, 10DX4A82, 10DX4A85,
10DX4A89, 10DX4A95, 10DX4A96,
10DX4A98, 10DX4A99, 10DX4B02,
10DX4B03, 10DX4B07, 10DX4B15,
10DX4B17, 10DX4B21, 10DX4B25,
10DX4B26, 10EY4A01, 10EY4A02,
10EY4A03, 10EY4A04, 10EY4A05,
10EY4A08, 10EY4A11, 10EY4A13,
10EY4A14, 10EY4A15, 10EY4A16,
10EY4A17, 10EY4A21, 10EY4A22,
10EY4A24, 10EY4A25, 10EY4A26,
10EY4A27, 10EY4A28, 10EY4A29,
10EY4A31, 10EY4A33, 10EY4A35,
10EY4A36, 10EY4A37, 10EY4A38,
10EY4A40, 10EY4A41, 10EY4A43,
10EY4A44, 10EY4A45, 10EY4A46,
10EY4A47, 10EY4A48, 10EY4A51,
10EY4A52, 10EY4A53, 10EY4A54,
10EY4A55, 10EY4A56, 10EY4A58,
10EY4A59, 10EY4A60, 10EY4A61,
10EY4A62, 10EY4A63, 10EY4A64,
10EY4A65, 10EY4A66, 10EY4A67,
10EY4A69, 10EY4A70, 10EY4A72,
10EY4A73, 10EY4A74, 10EY4A75,
10EY4A76, 10EY4A81, 10EY4A82,
10EY4A83, 10EY4A87, 10EY4A88,
10EY4A89, 10EY4A90, 10EY4A92,
10EY4A93, 10EY4A94, 10EY4A95,
10EY4A96, 10EY4A97, 10EY4A98,
10EY4A99, 10GX4A03, 10GX4A04,
10GX4A08, 10GX4A09, 10GX4A10,
10GX4A12, 10GX4A14, 10GX4A15,
10GX4A16, 10GX4A19, 10GX4A21,
10GX4A30, 10GX4A31, 10GX4A32,
10GX4A33, 10GX4A34, 10GX4A37,
10GX4A38, 10GX4A39, 10GX4A40,
10GX4A44, 10GX4A45, 10GX4A46,
10GX4A47, 10GX4A48, 10GX4A57,
10GX4A62, 10GX4A65, 10GX4A67,
10GX4A69, 10GX4A70, 10GX4A71,
10GX4A72, 10GX4A73, 10GX4A74,
10GX4A76, 10GX4A81, 10GX4A82,
10GX4A83, 10GX4A84, 10GX4A85,
10GX4A86, 10GX4A87, 10GX4A88,
10GX4A89, 10GX4A92, 10GX4A94,
10GX4A96, 10GX4A97, 10GX4A98,
10GX4A99, 10GX4B02, 10GX4B03,
10GX4B04, 10GX4B05, 10GX4B06,
10GX4B07, 10GX4B08, 10GX4B09,
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10GX4B10, 10GX4B11, 10GX4B12,
10GX4B13, 10GX4B14, 10GX4B15,
10GX4B16, 10GX4B21, 10GX4B22,
10GX4B25, 10GY4A02, 10GY4A03,
10GY4A05, 10GY4A06, 10GY4A11,
10GY4A12, 10GY4A13, 10GY4A14,
10GY4A15, 10GY4A16, 10GY4A18,
10GY4A19, 10GY4A20, 10GY4A21,
10GY4A22, 10GY4A23, 10GY4A25,
10GY4A26, 10GY4A27, 10GY4A28,
10GY4A30, 10GY4A31, 10GY4A32,
10GY4A34, 10GY4A35, 10GY4A36,
10GY4A39, 10GY4A40, 10GY4A41,
10GY4A42, 10GY4A44, 10GY4A45,
10GY4A47, 10GY4A49, 10GY4A50,
10GY4A51, 10GY4A52, 10GY4A53,
10GY4A54, 10GY4A55, 10GY4A56,
10GY4A57, 10GY4A58, 10GY4A59,
10GY4A60, 10GY4A61, 10GY4A63,
10GY4A64, 10GY4A65, 10GY4A66,
10GY4A67, 10GY4A70, 10GY4A71,
10GY4A72, 10GY4A73, 10GY4A74,
10HW4A29, 10HW4A31, 10HW4A45,
10HW4A57, 10HY4A77, 10HY4A78,
10HY4A79, 10HY4A80, 10HY4A81,
10HY4A82, 10HY4A83, 10HY4A84,
10HY4A85, 10HY4A87, 10HY4A90,
10HY4A91, 10HY4A92, 10HY4A95,
10HY4A97, 10HY4A98, 10HY4B01,
10HY4B02, 10HY4B03, 10HY4B05,
10HY4B07, 10HY4B08, 10HY4B10,
10HY4B12, 10HY4B16, 10HY4B17,
10HY4B18, 10HY4B19, 10HY4B20,
10HY4B22, 10HY4B23, 10HY4B24,
10HY4B26, 10HY4B27, 10HY4B28,
10HY4B29, 10HY4B30, 10HY4B33,
10HY4B34, 10HY4B35, 10HY4B36,
10HY4B37, 10HY4B40, 10HY4B41,
10HY4B42, 10HY4B43, 10HY4B44,
10HY4B45, 10HY4B48, 10HY4B49,
10HY4B50, 10HY4B51, 10HY4B53,
10HY4B54, 10HY4B55, 10HY4B56,
10HY4B62, 10HY4B63, 10HY4B65,
10HY4B66, 10HY4B69, 10HY4B70,
10HY4B74, 10HY4B76, 10HY4B78,
10HY4B79, 10HY4B80, 10HY4B81,
10HY4B83, 10HY4B84, 10HY4B85,
10HY4B86, 10HY4B90, 10HY4B91,
10HY4B96, 10HY4B97, 10HY4B99,
10HY4C01, 10HY4C02, 10HY4C03,
10HY4C04, 10HY4C06, 10HY4C07,
10HY4C08, 10HY4C09, 10HY4C11,
10HY4C12, 10HY4C13, 10HY4C15,
10HY4C16, 10HY4C17, 10HY4C18,
10HY4C19, 10HY4C20, 10HY4C22,
10HY4C23, 10HY4C26, 10HY4C27,
10HY4C28, 10HY4C29, 10HY4C30,
10HY4C32, 10HY4C34, 10HY4C35,
10HY4C36, 10HY4C37, 10HY4C39,
10HY4C40, 10HY4C41, 10HY4C42,
10HY4C46, 10HY4C47, 10IY2A05,
10IY2A26, 10IY4A01, 10IY4A02,
10IY4A03, 10IY4A04, 10IY4A05,
10IY4A09, 10IY4A11, 10IY4A13,
10IY4A15, 10IY4A17, 10IY4A19,
10IY4A25, 10IY4A26, 10IY4A27,
10IY4A28, 10IY4A29, 10IY4A31,
10IY4A33, 10IY4A37, 10IY4A38,
10IY4A41, 10IY4A43, 10IY4A44,
10IY4A46, 10IY4A50, 10IY4A51,
10IY4A52, 10IY4A54, 10IY4A56,
10IY4A58, 10IY4A59, 10IY4A60,
10IY4A61, 10IY4A62, 10JW4A01,
10JW4A02, 10JW4A03, 10JW4A04,
10JW4A05, 10JW4A06, 10JW4A07,
10JW4A08, 10JW4A09, 10JW4A10,
10JW4A11, 10JW4A12, 10JW4A13,
10JW4A14, 10JW4A16, 10JW4A17,
10JW4A18, 10JW4A19, 10JW4A20,
10JW4A21, 10JW4A22, 10JW4A24,
10JW4A25, 10JW4A26, 10JW4A27,
10JW4A28, 10JW4A29, 10JW4A30,
10JW4A31, 10JW4A32, 10JW4A33,
10JW4A34, 10JW4A35, 10JW4A36,
10JW4A37, 10JW4A38, 10JW4A39,
10JW4A40, 10JW4A41, 10JW4A42,
10JW4A43, 10JW4A44, 10JW4A45,
10JW4A46, 10JW4A47, 10JW4A48,
10JY4A01, 10JY4A03, 10JY4A06,
10JY4A07, 10JY4A09, 10JY4A10,
10JY4A15, 10JY4A16, 10JY4A18,
10JY4A20, 10JY4A21, 10JY4A25,
10JY4A28, 10JY4A29, 10KV4A01,
10KW4A01, 10KW4A02, 10KW4A03,
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10KW4A04, 10KW4A05, 10KW4A06,
10KW4A07, 10KW4A08, 10KW4A09,
10KW4A10, 10KW4A101,
10KW4A103, 10KW4A104,
10KW4A105, 10KW4A106,
10KW4A108, 10KW4A109,
10KW4A11, 10KW4A110,
10KW4A111, 10KW4A113,
10KW4A116, 10KW4A117,
10KW4A119, 10KW4A12,
10KW4A120, 10KW4A121,
10KW4A122, 10KW4A123,
10KW4A125, 10KW4A13,
10KW4A14, 10KW4A15, 10KW4A16,
10KW4A17, 10KW4A18, 10KW4A19,
10KW4A20, 10KW4A21, 10KW4A23,
10KW4A24, 10KW4A26, 10KW4A27,
10KW4A29, 10KW4A30, 10KW4A31,
10KW4A32, 10KW4A35, 10KW4A38,
10KW4A39, 10KW4A40, 10KW4A41,
10KW4A42, 10KW4A43, 10KW4A44,
10KW4A45, 10KW4A46, 10KW4A47,
10KW4A48, 10KW4A49, 10KW4A50,
10KW4A51, 10KW4A52, 10KW4A53,
10KW4A54, 10KW4A55, 10KW4A56,
10KW4A57, 10KW4A58, 10KW4A59,
10KW4A60, 10KW4A61, 10KW4A63,
10KW4A64, 10KW4A65, 10KW4A66,
10KW4A67, 10KW4A68, 10KW4A70,
10KW4A71, 10KW4A72, 10KW4A73,
10KW4A74, 10KW4A75, 10KW4A76,
10KW4A77, 10KW4A78, 10KW4A80,
10KW4A81, 10KW4A83, 10KW4A84,
10KW4A85, 10KW4A86, 10KW4A87,
10KW4A88, 10KW4A89, 10KW4A90,
10KW4A91, 10KW4A92, 10KW4A93,
10KW4A94, 10KW4A95, 10KW4A96,
10KW4A98, 10KW4A99, 10KX4A01,
10KX4A02, 10KX4A04, 10KX4A05,
10KX4A06, 10KX4A07, 10KX4A08,
10KX4A09, 10KX4A10, 10KX4A11,
10KX4A12, 10KX4A13, 10KX4A14,
10KX4A15, 10KX4A16, 10KX4A17,
10KX4A18, 10KX4A19, 10KX4A20,
10KX4A21, 10KX4A22, 10KX4A25,
10KX4A26, 10KX4A27, 10KX4A29,
10KX4A30, 10KX4A32, 10KX4A39,
10KX4A40, 10KX4A41, 10KX4A42,
10KX4A43, 10KX4A44, 10KX4A46,
10KX4A4710KX4A48, 10KX4A49,
10KX4A50, 10KX4A52, 10KX4A56,
10KX4A57, 10KX4A58, 10KX4A59,
10KX4A60, 10KX4A62, 10KX4A63,
10KX4A64, 10KX4A65, 10KX4A66,
10KX4A67, 10KX4A68, 10KX4A69,
10KX4A70, 10KX4A71, 10KX4A72,
10KX4A73, 10KX4A74, 10KX4A76,
10KX4A77, 10KX4A78, 10KX4A79,
10KX4A80, 10KX4A81, 10KX4A82,
10KX4A85, 10KY4A02, 10KY4A03,
10KY4A04, 10KY4A06, 10KY4A07,
10KY4A10, 10KY4A11, 10KY4A12,
10KY4A13, 10KY4A15, 10KY4A17,
10KY4A18, 10KY4A20, 10KY4A21,
10KY4A25, 10KY4A26, 10KY4A27,
10KY4A30, 10KY4A31, 10KY4A33,
10KY4A35, 10KY4A36, 10KY4A37,
10KY4A39, 10KY4A40, 10KY4A41,
10KY4A43, 10KY4A44, 10KY4A45,
10KY4A47, 10KY4A50, 10KY4A51,
10KY4A60, 10KY4A61, 10KY4A62,
10KY4A63, 10KY4A64, 10KY4A65,
10KY4A67, 10KY4A68, 10KY4A69,
10KY4A71, 10KY4A72, 10KY4A75,
10KY4A78, 10KY4A79, 10KY4A82,
10KY4A84, 10KY4A86, 10KY4A87,
10KY4A90, 10KY4A91, 10KY4A92,
10KY4A93, 10KY4A94, 10KY4A97,
10KY4A99


Prometra II
Programmable Pumps


13827 Not listed 10AA4A01X, 10AA4A02X,
10AA4A03X, 10AA4A04X,
10AA4A05X, 10AA4A06X,
10AA4A07X, 10AA4A08X,
10AA4A09X, 10AA4A10X,
10AA4A11X, 10AA4A12X,
10AA4A13X, 10AA4A14X,
10AA4A15X, 10AA4A16X,
10AA4A17X, 10AA4A18X,
10AA4A19X, 10AA4A20X,
10AA4A32X, 10AA4A33X,
10AA4A34X, 10AA4A35X,
10AA4A36X, 10AA4A37X,
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10AA4A38X, 10AA4A39X,
10AA4A40X, 10AA4A41X,
10AA4A42X, 10AA4A43X,
10AA4A44X, 10AA4A45X,
10AA4A46X, 10AA4A47X,
10AA4A48X, 10AA4A49X,
10AA4A50X, 10AA4A51X,
10AA4A52X, 10AA4A53X,
10AA4A54X, 10AA4A55X,
10AA4A56X, 10AA4A57X,
10AA4A58X, 10AA4A59X,
10AA4A60X, 10AA4A61X,
10AA4A62X, 10AA4A63X,
10AA4A64X, 10AA4A65X,
10AA4A66X, 10AA4A67X,
10AA4A68X, 10AA4A69X,
10AA4A70X, 10AA4A71X,
10AA4A72X, 10AA4A73X,
10AA4A74X, 10AA4A75X,
10AA4A76X, 10AA4A77X,
10AA4A78X, 10AA4A79X,
10AA4A80X, 10AA4A81X,
10AA4A82X, 10AA4A83X,
10AA4A84X, 10AA4A85X,
10AA4A86X, 10AA4A87X,
10AA4A88X, 10AA4A90X,
10AB4A01X, 10AB4A02X,
10AB4A03X, 10AB4A04X,
10AB4A05X, 10AB4A06X,
10AB4A07X, 10AB4A08X,
10AB4A09X, 10AB4A10X,
10AB4A11X, 10AB4A12X,
10AB4A13X, 10AB4A14X,
10AB4A15X, 10AB4A16X,
10AB4A17X, 10AB4A19X,
10AB4A20X, 10AB4A21X,
10AB4A22X, 10AB4A24X,
10AB4A25X, 10AB4A26X,
10AB4A27X, 10AB4A28X,
10AB4A29X, 10AB4A30X,
10AB4A31X, 10AB4A32X,
10AB4A33X, 10AB4A34X,
10AB4A35X, 10AB4A36X,
10AB4A37X, 10AB4A38X,
10AB4A39X, 10AB4A40X,
10AB4A41X, 10AB4A42X,
10AB4A43X, 10AB4A44X,
10AB4A45X, 10AB4A46X,
10AB4A47X, 10AB4A48X,
10AB4A49X, 10AB4A50X,
10AB4A51X, 10AB4A53X,
10AB4A54X, 10AB4A55X,
10AB4A57X, 10AB4A58X,
10AB4A59X, 10AB4A60X,
10AB4A61X, 10AB4A63X,
10AB4A65X, 10AB4A66X,
10AB4A67X, 10AB4A69X,
10AB4A70X, 10AB4A71X,
10AB4A73X, 10AB4A74X,
10AB4A77X, 10AB4A78X,
10AB4A79X, 10AB4A80X,
10AB4A81X, 10AB4A83X,
10AB4A86X, 10AB4A87X,
10AB4A88X, 10AB4A89X,
10AB4A91X, 10AB4A92X,
10AB4A95X, 10AB4A96X,
10AB4A97X, 10AB4A98X,
10AB4A99X, 10AB4B01X,
10AB4B02X, 10AB4B03X,
10AB4B04X, 10AB4B05X,
10AB4B06X, 10AB4B07X,
10AB4B08X, 10AB4B09X,
10AB4B10X, 10AB4B11X,
10AB4B12X, 10AB4B13X,
10AB4B14X, 10AB4B15X,
10AB4B16X, 10AB4B17X,
10AB4B19X, 10AB4B20X,
10AB4B21X, 10AB4B22X,
10AB4B23X, 10AB4B24X,
10AB4B25X, 10AB4B26X,
10AB4B27X, 10AB4B29X,
10AB4B30X, 10AB4B31X,
10AB4B33X, 10AB4B34X,
10AB4B35X, 10AB4B36X,
10AB4B37X, 10AB4B38X,
10AB4B39X, 10AB4B40X,
10AB4B41X, 10AB4B42X,
10AB4B43X, 10AB4B44X,
10AB4B45X, 10AB4B46X,
10AB4B47X, 10AB4B48X,
10AB4B49X, 10AB4B50X,
10AB4B51X, 10AC4A01X,
10AC4A02X, 10AC4A03X,
10AC4A04X, 10AC4A05X,
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10AC4A09X, 10AC4A13X,
10AC4A15X, 10AC4A16X,
10AC4A19X, 10AC4A20X,
10AC4A23X, 10AC4A24X,
10AC4A25X, 10AC4A26X,
10AC4A28X, 10AC4A29X,
10AC4A30X, 10AC4A31X,
10AC4A32X, 10AC4A35X,
10AC4A36X, 10AC4A37X,
10AC4A38X, 10AC4A39X,
10AC4A40X, 10AC4A41X,
10AC4A43X, 10AC4A44X,
10AC4A45X, 10AC4A46X,
10AC4A48X, 10AC4A50X,
10AC4A51X, 10AC4A52X,
10AC4A53X, 10AC4A56X,
10AC4A57X, 10AC4A58X,
10AC4A61X, 10AC4A62X,
10AC4A65X, 10AC4A66X,
10AC4A70X, 10AC4A71X,
10AC4A72X, 10AC4A78X,
10AC4A79X, 10AC4A80X,
10AC4A81X, 10AC4A82X,
10AC4A83X, 10AC4A85X,
10AC4A86X, 10AC4A88X,
10AC4A89X, 10AC4A90X,
10AC4A94X, 10AC4A97X,
10AC4A98X, 10AC4A99X,
10AC4B02X, 10AC4B03X,
10AC4B05X, 10AC4B07X,
10AC4B08X, 10AC4B11X,
10AC4B17X, 10AC4B18X,
10AC4B19X, 10AC4B22X,
10AC4B23X, 10AC4B24X,
10AC4B28X, 10AC4B29X,
10AC4B31X, 10AC4B32X,
10AC4B34X, 10AC4B35X,
10AC4B37X, 10AC4B38X,
10AC4B39X, 10AC4B40X,
10AC4B42X, 10AC4B44X,
10AC4B45X, 10AC4B48X,
10AC4B49X, 10AC4B50X,
10AC4B51X, 10AC4B52X,
10AC4B53X, 10AC4B54X,
10AC4B55X, 10AC4B56X,
10AC4B57X, 10AC4B59X,
10AC4B60X, 10AC4B62X,
10AC4B63X, 10AC4B64X,
10AC4B66X, 10AC4B68X,
10AC4B70X, 10AC4B71X,
10AC4B73X, 10AC4B74X,
10AC4B75X, 10AC4B76X,
10AC4B77X, 10AC4B78X,
10AC4B79X, 10AC4B80X,
10AC4B81X, 10AC4B82X,
10AC4B84X, 10AC4B85X,
10AC4B86X, 10AC4B87X,
10AC4B88X, 10AC4B89X,
10AC4B90X, 10AC4B91X,
10AC4B92X, 10AC4B93X,
10AC4B94X, 10AC4B95X,
10AC4B96X, 10AC4B97X,
10AC4B98X, 10AC4B99X,
10AC4C01X, 10AC4C02X,
10AC4C03X, 10AC4C06X,
10AC4C07X, 10AC4C08X,
10AC4C10X, 10AC4C11X,
10AC4C12X, 10AC4C13X,
10AC4C14X, 10AC4C15X,
10AC4C16X, 10AC4C17X,
10AC4C21X, 10AC4C23X,
10AC4C24X, 10AC4C26X,
10AC4C27X, 10AC4C28X,
10AC4C29X, 10AC4C30X,
10AC4C32X, 10AC4C33X,
10AC4C34X, 10AC4C36X,
10AC4C37X, 10AC4C38X,
10AC4C39X, 10AC4C40X,
10AC4C41X, 10AC4C42X,
10AC4C43X, 10AC4C44X,
10AC4C45X, 10AC4C46X,
10AC4C47X, 10AC4C48X,
10AC4C50X, 10AC4C51X,
10AC4C52X, 10AD4A00X,
10AD4A01X, 10AD4A02X,
10AD4A03X, 10AD4A04X,
10AD4A05X, 10AD4A06X,
10AD4A07X, 10AD4A09X,
10AD4A10X, 10AD4A11X,
10AD4A12X, 10AD4A13X,
10AD4A14X, 10AD4A15X,
10AD4A16X, 10AD4A17X,
10AD4A19X, 10AD4A20X,
10AD4A21X, 10AD4A22X,
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10AD4A23X, 10AD4A24X,
10AD4A25X, 10AD4A26X,
10AD4A27X, 10AD4A28X,
10AD4A29X, 10AD4A30X,
10AD4A31X, 10AD4A32X,
10AD4A33X, 10AD4A34X,
10AD4A35X, 10AD4A36X,
10AD4A37X, 10AD4A38X,
10AD4A40X, 10AD4A41X,
10AD4A42X, 10AD4A43X,
10AD4A44X, 10AD4A45X,
10AD4A47X, 10AD4A48X,
10AD4A49X, 10AD4A50X,
10AD4A51X, 10AD4A52X,
10AD4A53X, 10AD4A54X,
10AD4A55X, 10AD4A56X,
10AD4A57X, 10AD4A58X,
10AD4A59X, 10AD4A60X,
10AD4A61X, 10AD4A62X,
10AD4A63X, 10AD4A64X,
10AD4A65X, 10AD4A66X,
10AD4A68X, 10AD4A69X,
10AD4A70X, 10AD4A71X,
10AD4A72X, 10AD4A73X,
10AD4A74X, 10AD4A75X,
10AD4A76X, 10AD4A77X,
10AD4A78X, 10AD4A79X,
10AD4A80X, 10AD4A81X,
10AD4A82X, 10AD4A83X,
10AD4A84X, 10AD4A85X,
10AD4A86X, 10AD4A87X,
10AD4A88X, 10AD4A89X,
10AD4A90X, 10AD4A91X,
10AD4A92X, 10AD4A93X,
10AD4A94X, 10AD4A95X,
10AD4A96X, 10AD4A98X,
10AD4A99X, 10AD4B01X,
10AD4B02X, 10AD4B03X,
10AD4B04X, 10AD4B05X,
10AD4B06X, 10AD4B07X,
10AD4B08X, 10AD4B11X,
10AD4B12X, 10AD4B13X,
10AD4B14X, 10AD4B17X,
10AD4B18X, 10AD4B19X,
10AD4B20X, 10AD4B21X,
10AD4B23X, 10AZ4A07X,
10AZ4A08X, 10AZ4A23X,
10AZ4A34X, 10AZ4A36X,
10AZ4A41X, 10AZ4A42X,
10AZ4A48X, 10AZ4A50X,
10AZ4A52X, 10AZ4A69X,
10BA4A26X, 10BA4A27X,
10BA4A28X, 10BA4A29X,
10BA4A30X, 10BA4A31X,
10BA4A32X, 10BA4A33X,
10BA4A34X, 10BA4A35X,
10BA4A36X, 10BA4A38X,
10BA4A39X, 10BA4A40X,
10BA4A41X, 10BA4A43X,
10BA4A44X, 10BA4A47X,
10BA4A48X, 10BA4A49X,
10BA4A50X, 10BA4A51X,
10BA4A52X, 10BA4A53X,
10BA4A54X, 10BA4A55X,
10BA4A56X, 10BA4A57X,
10BA4A58X, 10BA4A60X,
10BA4A61X, 10BA4A62X,
10BA4A63X, 10BA4A64X,
10BA4A65X, 10BA4A66X,
10BA4A67X, 10BA4A68X,
10BA4A69X, 10BA4A70X,
10BA4A71X, 10BA4A72X,
10BA4A73X, 10BA4A74X,
10BA4A75X, 10BA4A76X,
10BA4A77X, 10BA4A78X,
10BA4A79X, 10BA4A80X,
10BA4A81X, 10BA4A82X,
10BA4A83X, 10BA4A84X,
10BA4A85X, 10BB4A01X,
10BB4A02X, 10BB4A03X,
10BB4A04X, 10BB4A05X,
10BB4A06X, 10BB4A07X,
10BB4A08X, 10BB4A09X,
10BB4A10X, 10BB4A11X,
10BB4A12X, 10BB4A13X,
10BB4A14X, 10BB4A15X,
10BB4A16X, 10BB4A17X,
10BB4A18X, 10BB4A19X,
10BB4A20X, 10BB4A21X,
10BB4A22X, 10BB4A23X,
10BB4A24X, 10BB4A25X,
10BB4A26X, 10BB4A27X,
10BB4A28X, 10BB4A29X,
10BB4A30X, 10BB4A31X,
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10BB4A32X, 10BB4A33X,
10BB4A34X, 10BB4A35X,
10BB4A36X, 10BB4A37X,
10BB4A38X, 10BB4A39X,
10BB4A40X, 10BB4A41X,
10BB4A42X, 10BB4A43X,
10BB4A44X, 10BB4A45X,
10BB4A46X, 10BB4A48X,
10BB4A49X, 10BB4A51X,
10BB4A52X, 10BB4A53X,
10BB4A54X, 10BB4A55X,
10BB4A56X, 10BB4A57X,
10BB4A58X, 10BB4A59X,
10BB4A60X, 10BB4A61X,
10BB4A62X, 10BB4A63X,
10BB4A64X, 10BB4A65X,
10BB4A67X, 10BB4A68X,
10BB4A69X, 10BB4A70X,
10BB4A71X, 10BB4A72X,
10BB4A73X, 10BC4A01X,
10BC4A02X, 10BC4A03X,
10BC4A04X, 10BC4A05X,
10BC4A06X, 10BC4A07X,
10BC4A08X, 10BC4A09X,
10BC4A10X, 10BC4A11X,
10BC4A12X, 10BC4A13X,
10BC4A15X, 10BC4A16X,
10BC4A17X, 10BC4A19X,
10BC4A20X, 10BC4A21X,
10BC4A22X, 10BC4A23X,
10BC4A24X, 10BC4A26X,
10BC4A27X, 10BC4A29X,
10BC4A30X, 10BC4A31X,
10BC4A32X, 10BC4A33X,
10BC4A34X, 10BC4A35X,
10BC4A36X, 10BC4A37X,
10BC4A38X, 10BC4A39X,
10BC4A40X, 10BC4A41X,
10BC4A42X, 10BC4A43X,
10BC4A44X, 10BC4A45X,
10BC4A46X, 10BC4A47X,
10BC4A48X, 10BC4A49X,
10BC4A50X, 10BC4A51X,
10BC4A52X, 10BC4A53X,
10BC4A55X, 10BC4A56X,
10BC4A57X, 10BC4A58X,
10BC4A59X, 10BC4A60X,
10BC4A61X, 10BC4A62X,
10BC4A63X, 10BC4A64X,
10BC4A65X, 10BC4A66X,
10BC4A67X, 10BC4A68X,
10BC4A69X, 10BC4A70X,
10BC4A71X, 10BC4A72X,
10BC4A73X, 10BC4A74X,
10BC4A75X, 10BC4A76X,
10BC4A78X, 10BC4A79X,
10BC4A80X, 10BC4A81X,
10BC4A82X, 10BC4A83X,
10BC4A84X, 10BC4A86X,
10BC4A87X, 10BC4A88X,
10BC4A89X, 10BC4A90X,
10BC4A92X, 10BC4A94X,
10BC4A96X, 10BC4A97X,
10BC4A98X, 10BC4A99X,
10BC4B01X, 10BC4B02X,
10BC4B04X, 10BC4B05X,
10BC4B06X, 10BC4B07X,
10BC4B08X, 10BC4B09X,
10BC4B22X, 10BC4B24X,
10BC4B25X, 10BC4B26X,
10BC4B27X, 10BC4B28X,
10BC4B29X, 10BC4B30X,
10BC4B31X, 10BC4B32X,
10BC4B33X, 10BC4B34X,
10BC4B35X, 10BC4B36X,
10BC4B37X, 10BC4B38X,
10BC4B39X, 10BC4B40X,
10BC4B41X, 10BC4B42X,
10BC4B43X, 10BC4B44X,
10BC4B46X, 10BC4B52X,
10BC4B53X, 10BC4B55X,
10BC4B56X, 10BC4B57X,
10BC4B58X, 10BC4B59X,
10BC4B60X, 10BC4B61X,
10BC4B62X, 10BC4B63X,
10BC4B64X, 10BC4B65X,
10BC4B66X, 10BC4B67X,
10BC4B68X, 10BC4B69X,
10BC4B70X, 10BC4B71X,
10BC4B72X, 10BC4B73X,
10BC4B74X, 10BC4B75X,
10BC4B76X, 10BC4B77X,
10BC4B78X, 10BC4B79X,
10BC4B80X, 10BC4B81X,
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10BC4B82X, 10BC4B83X,
10BC4B84X, 10BC4B85X,
10BC4B86X, 10BC4B87X,
10BC4B88X, 10BC4B89X,
10BC4B90X, 10BC4B91X,
10BC4B92X, 10BC4B93X,
10BC4B94X, 10BC4B95X,
10BC4B96X, 10BC4B97X,
10BC4B98X, 10BC4B99X,
10BC4C01X, 10BC4C02X,
10BC4C03X, 10BC4C04X,
10BC4C05X, 10BC4C06X,
10BC4C07X, 10BC4C08X,
10BC4C09X, 10BC4C10X,
10BC4C11X, 10BC4C12X,
10BC4C13X, 10BC4C14X,
10BC4C15X, 10BC4C16X,
10BC4C17X, 10BC4C18X,
10BC4C19X, 10BC4C20X,
10BC4C21X, 10BC4C22X,
10BC4C23X, 10BC4C25X,
10BC4C26X, 10BC4C27X,
10BC4C28X, 10BC4C29X,
10BC4C30X, 10BC4C31X,
10BC4C32X, 10BC4C33X,
10BC4C34X, 10BC4C35X,
10BC4C36X, 10BC4C38X,
10BC4C39X, 10BC4C40X,
10BC4C41X, 10BC4C42X,
10BC4C43X, 10BC4C44X,
10BC4C46X, 10BC4C47X,
10BC4C48X, 10BC4C49X,
10BC4C50X, 10BC4C51X,
10BC4C52X, 10BC4C53X,
10BC4C54X, 10BC4C55X,
10BC4C57X, 10BC4C58X,
10BC4C59X, 10BC4C60X,
10BC4C61X, 10BC4C62X,
10BC4C63X, 10BC4C64X,
10BC4C65X, 10BC4C66X,
10BC4C67X, 10BC4C68X,
10BC4C69X, 10BC4C70X,
10BC4C71X, 10BC4C72X,
10BC4C73X, 10BC4C74X,
10BC4C75X, 10BC4C76X,
10BC4C77X, 10BC4C78X,
10BC4C79X, 10BC4C80X,
10BC4C81X, 10BC4C82X,
10BC4C83X, 10BC4C84X,
10BC4C85X, 10BC4C86X,
10BC4C87X, 10BC4C88X,
10BC4C89X, 10BC4C90X,
10BC4C91X, 10BC4C92X,
10BC4C93X, 10BC4C94X,
10BC4C95X, 10BC4C96X,
10BC4C97X, 10BD4A00X,
10BD4A01X, 10BD4A02X,
10BD4A03X, 10BD4A04X,
10BD4A05X, 10BD4A06X,
10BD4A07X, 10BD4A08X,
10BD4A09X, 10BD4A10X,
10BD4A11X, 10BD4A12X,
10BD4A13X, 10BD4A14X,
10BD4A15X, 10BD4A16X,
10BD4A17X, 10BD4A18X,
10BD4A19X, 10BD4A20X,
10BD4A21X, 10BD4A22X,
10BD4A23X, 10BD4A24X,
10BD4A25X, 10BD4A26X,
10BD4A27X, 10BD4A28X,
10BD4A29X, 10BD4A30X,
10BD4A31X, 10BD4A32X,
10BD4A33X, 10BD4A34X,
10BD4A35X, 10BD4A36X,
10BD4A37X, 10BD4A38X,
10BD4A39X, 10BD4A40X,
10BD4A41X, 10BD4A42X,
10BD4A43X, 10BD4A45X,
10BD4A46X, 10BD4A47X,
10BD4A48X, 10BD4A49X,
10BD4A51X, 10BD4A52X,
10BD4A53X, 10BD4A54X,
10BD4A55X, 10BD4A56X,
10BD4A57X, 10BD4A58X,
10BD4A59X, 10BD4A60X,
10BD4A61X, 10BD4A62X,
10BD4A63X, 10BD4A73X,
10BD4A75X, 10BD4A78X,
10BD4A84X, 10BD4A87X,
10BD4A88X, 10BD4A89X,
10BD4A91X, 10BD4A92X,
10BD4A93X, 10BD4A94X,
10BD4A96X, 10BD4A98X,
10BD4A99X, 10BD4B00X,
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10BD4B01X, 10BD4B02X,
10BD4B03X, 10BD4B05X,
10BD4B06X, 10BD4B07X,
10BZ4A09X, 10BZ4A11X,
10BZ4A12X, 10BZ4A14X,
10BZ4A16X, 10BZ4A173X,
10BZ4A17X, 10BZ4A18X,
10BZ4A25X, 10BZ4A30X,
10BZ4A36X, 10BZ4A37X,
10BZ4A39X, 10BZ4A41X,
10BZ4A44X, 10BZ4A53X,
10BZ4A55X, 10BZ4A59X,
10BZ4A60X, 10BZ4A61X,
10BZ4A64X, 10BZ4A65X,
10BZ4A66X, 10BZ4A73X,
10BZ4A74X, 10BZ4A75X,
10CA4A01X, 10CA4A02X,
10CA4A03X, 10CA4A04X,
10CA4A05X, 10CA4A07X,
10CA4A08X, 10CA4A09X,
10CA4A10X, 10CA4A11X,
10CA4A12X, 10CA4A13X,
10CA4A14X, 10CA4A16X,
10CA4A17X, 10CA4A18X,
10CA4A19X, 10CA4A21X,
10CA4A23X, 10CA4A25X,
10CA4A26X, 10CA4A27X,
10CA4A28X, 10CA4A30X,
10CA4A32X, 10CA4A34X,
10CA4A35X, 10CA4A36X,
10CA4A38X, 10CA4A39X,
10CA4A42X, 10CA4A43X,
10CA4A44X, 10CA4A45X,
10CA4A46X, 10CA4A48X,
10CA4A49X, 10CA4A50X,
10CA4A51X, 10CA4A52X,
10CA4A53X, 10CA4A54X,
10CA4A55X, 10CA4A56X,
10CA4A57X, 10CA4A58X,
10CA4A59X, 10CA4A60X,
10CA4A61X, 10CA4A62X,
10CA4A63X, 10CA4A64X,
10CA4A65X, 10CA4A66X,
10CA4A67X, 10CA4A68X,
10CA4A69X, 10CA4A70X,
10CA4A71X, 10CA4A72X,
10CA4A73X, 10CA4A74X,
10CA4A75X, 10CA4A76X,
10CA4A77X, 10CA4A78X,
10CA4A79X, 10CA4A80X,
10CA4A81X, 10CA4A82X,
10CA4A83X, 10CA4A84X,
10CA4A85X, 10CA4A86X,
10CA4A87X, 10CA4A88X,
10CA4A89X, 10CA4A90X,
10CA4A91X, 10CA4A92X,
10CA4A93X, 10CA4A94X,
10CA4A95X, 10CA4A96X,
10CA4A97X, 10CA4A98X,
10CA4A99X, 10CA4B15X,
10CB4A01X, 10CB4A02X,
10CB4A03X, 10CB4A06X,
10CB4A07X, 10CB4A08X,
10CB4A09X, 10CB4A10X,
10CB4A11X, 10CB4A12X,
10CB4A13X, 10CB4A14X,
10CB4A16X, 10CB4A17X,
10CB4A18X, 10CB4A19X,
10CB4A20X, 10CB4A21X,
10CB4A22X, 10CB4A23X,
10CB4A24X, 10CB4A25X,
10CB4A26X, 10CB4A27X,
10CB4A28X, 10CB4A29X,
10CB4A30X, 10CB4A31X,
10CB4A32X, 10CB4A33X,
10CB4A35X, 10CB4A36X,
10CB4A37X, 10CB4A38X,
10CB4A39X, 10CB4A40X,
10CB4A41X, 10CB4A42X,
10CB4A43X, 10CB4A44X,
10CB4A45X, 10CB4A46X,
10CB4A47X, 10CB4A48X,
10CB4A49X, 10CB4A50X,
10CB4A51X, 10CB4A52X,
10CB4A53X, 10CB4A54X,
10CB4A55X, 10CB4A56X,
10CB4A57X, 10CB4A58X,
10CB4A59X, 10CB4A60X,
10CB4A61X, 10CB4A62X,
10CB4A63X, 10CB4A64X,
10CB4A65X, 10CB4A66X,
10CB4A67X, 10CB4A68X,
10CB4A69X, 10CB4A70X,
10CB4A71X, 10CB4A72X,
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10CB4A73X, 10CB4A74X,
10CB4A75X, 10CB4A76X,
10CB4A77X, 10CB4A78X,
10CB4A79X, 10CB4A80X,
10CB4A81X, 10CB4A82X,
10CB4A83X, 10CB4A84X,
10CB4A85X, 10CB4B27X,
10CB4B28X, 10CB4B29X,
10CB4B31X, 10CB4B32X,
10CB4B33X, 10CB4B34X,
10CB4B35X, 10CB4B36X,
10CB4B37X, 10CB4B38X,
10CB4B39X, 10CB4B40X,
10CB4B41X, 10CB4B42X,
10CB4B43X, 10CB4B44X,
10CB4B46X, 10CB4B47X,
10CB4B48X, 10CB4B49X,
10CB4B50X, 10CB4B51X,
10CB4B52X, 10CB4B53X,
10CB4B54X, 10CB4B55X,
10CB4B56X, 10CB4B57X,
10CB4B58X, 10CB4B59X,
10CB4B60X, 10CB4B61X,
10CB4B62X, 10CB4B64X,
10CB4B65X, 10CB4B66X,
10CB4B67X, 10CB4B68X,
10CB4B69X, 10CB4B70X,
10CB4B71X, 10CB4B72X,
10CB4B73X, 10CB4B74X,
10CB4B75X, 10CB4B76X,
10CC4A01X, 10CC4A03X,
10CC4A04X, 10CC4A05X,
10CC4A06X, 10CC4A07X,
10CC4A08X, 10CC4A09X,
10CC4A10X, 10CC4A11X,
10CC4A13X, 10CC4A14X,
10CC4A15X, 10CC4A16X,
10CC4A17X, 10CC4A18X,
10CC4A19X, 10CC4A20X,
10CC4A21X, 10CC4A22X,
10CC4A23X, 10CC4A24X,
10CC4A25X, 10CC4A26X,
10CC4A27X, 10CC4A28X,
10CC4A29X, 10CC4A30X,
10CC4A31X, 10CC4A32X,
10CC4A33X, 10CC4A34X,
10CC4A35X, 10CC4A36X,
10CC4A37X, 10CC4A38X,
10CC4A39X, 10CC4A40X,
10CC4A41X, 10CC4A42X,
10CC4A43X, 10CC4A44X,
10CC4A45X, 10CC4A46X,
10CC4A47X, 10CC4A48X,
10CC4A49X, 10CC4A50X,
10CC4A51X, 10CC4A52X,
10CC4A53X, 10CC4A54X,
10CC4A55X, 10CC4A56X,
10CC4A57X, 10CC4A58X,
10CC4A59X, 10CC4A60X,
10CC4A61X, 10CC4A62X,
10CC4A63X, 10CC4A65X,
10CC4A66X, 10CC4A67X,
10CC4A68X, 10CC4A69X,
10CC4A70X, 10CC4A71X,
10CC4A72X, 10CC4A73X,
10CC4A74X, 10CC4A75X,
10CC4A76X, 10CC4A77X,
10CC4A78X, 10CC4A79X,
10CC4A80X, 10CC4A81X,
10CC4A82X, 10CC4A83X,
10CC4A84X, 10CC4A85X,
10CC4A86X, 10CC4A87X,
10CC4A88X, 10CC4A89X,
10CC4A90X, 10CC4A91X,
10CC4A92X, 10CC4A93X,
10CC4A94X, 10CC4A95X,
10CC4A96X, 10CC4A97X,
10CC4A98X, 10CC4A99X,
10CC4B01X, 10CC4B02X,
10CC4B03X, 10CC4B04X,
10CC4B05X, 10CC4B06X,
10CC4B07X, 10CC4B08X,
10CC4B09X, 10CC4B10X,
10CC4B11X, 10CC4B12X,
10CC4B13X, 10CC4B14X,
10CC4B15X, 10CC4B16X,
10CC4B17X, 10CC4B18X,
10CC4B19X, 10CC4B20X,
10CC4B21X, 10CC4B22X,
10CC4B23X, 10CC4B24X,
10CC4B25X, 10CC4B26X,
10CC4B27X, 10CC4B28X,
10CC4B29X, 10CC4B30X,
10CC4B31X, 10CC4B32X,
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10CC4B33X, 10CC4B34X,
10CC4B35X, 10CC4B36X,
10CC4B37X, 10CC4B38X,
10CC4B39X, 10CC4B40X,
10CC4B41X, 10CC4B42X,
10CC4B43X, 10CC4B44X,
10CC4B45X, 10CC4B46X,
10CC4B47X, 10CC4B48X,
10CC4B49X, 10CC4B50X,
10CC4B51X, 10CC4B52X,
10CC4B53X, 10CC4B54X,
10CC4B55X, 10CC4B56X,
10CC4B57X, 10CC4B58X,
10CC4B59X, 10CC4B60X,
10CC4B61X, 10CC4B62X,
10CC4B63X, 10CC4B64X,
10CC4B65X, 10CC4B66X,
10CC4B67X, 10CC4B68X,
10CC4B69X, 10CC4B70X,
10CC4B71X, 10CC4B72X,
10CC4B73X, 10CC4B74X,
10CC4B75X, 10CC4B76X,
10CC4B77X, 10CC4B78X,
10CC4B79X, 10CC4B80X,
10CC4B81X, 10CC4B82X,
10CC4B83X, 10CC4B84X,
10CC4B86X, 10CC4B87X,
10CC4B88X, 10CC4B89X,
10CC4B90X, 10CC4B92X,
10CC4B93X, 10CC4B94X,
10CC4B95X, 10CC4B96X,
10CC4B97X, 10CC4B98X,
10CC4B99X, 10CC4C01X,
10CC4C02X, 10CC4C03X,
10CC4C04X, 10CC4C05X,
10CC4C06X, 10CC4C07X,
10CC4C08X, 10CC4C09X,
10CC4C10X, 10CC4C11X,
10CC4C12X, 10CC4C13X,
10CC4C14X, 10CC4C15X,
10CC4C16X, 10CC4C17X,
10CC4C18X, 10CC4C19X,
10CC4C20X, 10CC4C21X,
10CC4C22X, 10CC4C23X,
10CC4C24X, 10CC4C25X,
10CC4C37X, 10CC4C38X,
10CC4C39X, 10CC4C40X,
10CC4C41X, 10CC4C42X,
10CC4C43X, 10CC4C44X,
10CC4C45X, 10CC4C46X,
10CC4C47X, 10CC4C48X,
10CC4C49X, 10CC4C50X,
10CC4C51X, 10CC4C52X,
10CZ4A76X, 10CZ4A77X,
10CZ4A78X, 10CZ4A79X,
10CZ4A80X, 10CZ4A81X,
10CZ4A82X, 10CZ4A83X,
10CZ4A84X, 10CZ4A85X,
10CZ4A86X, 10CZ4A87X,
10CZ4A88X, 10CZ4A89X,
10CZ4A90X, 10CZ4A91X,
10CZ4A92X, 10CZ4A93X,
10CZ4A94X, 10CZ4A95X,
10CZ4A96X, 10CZ4A97X,
10CZ4A98X, 10CZ4A99X,
10CZ4B01X, 10CZ4B02X,
10CZ4B03X, 10CZ4B04X,
10CZ4B05X, 10CZ4B06X,
10CZ4B07X, 10CZ4B08X,
10CZ4B09X, 10CZ4B10X,
10CZ4B11X, 10CZ4B12X,
10CZ4B13X, 10CZ4B14X,
10CZ4B15X, 10CZ4B16X,
10CZ4B17X, 10CZ4B18X,
10CZ4B19X, 10CZ4B20X,
10CZ4B21X, 10CZ4B22X,
10CZ4B23X, 10CZ4B24X,
10CZ4B25X, 10CZ4B26X,
10CZ4B27X, 10CZ4B28X,
10CZ4B29X, 10CZ4B30X,
10CZ4B31X, 10CZ4B32X,
10CZ4B33X, 10CZ4B34X,
10CZ4B35X, 10CZ4B36X,
10CZ4B57X, 10DA4A01X,
10DA4A02X, 10DA4A03X,
10DA4A04X, 10DA4A05X,
10DA4A06X, 10DA4A07X,
10DA4A08X, 10DA4A09X,
10DA4A11X, 10DA4A12X,
10DA4A13X, 10DA4A14X,
10DA4A15X, 10DA4A16X,
10DA4A17X, 10DA4A18X,
10DA4A19X, 10DA4A20X,
10DA4A21X, 10DA4A22X,
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10DA4A23X, 10DA4A24X,
10DA4A25X, 10DA4A26X,
10DA4A27X, 10DA4A28X,
10DA4A29X, 10DA4A30X,
10DA4A31X, 10DA4A32X,
10DA4A33X, 10DA4A34X,
10DA4A35X, 10DA4A36X,
10DA4A37X, 10DA4A38X,
10DA4A39X, 10DA4A40X,
10DA4A41X, 10DA4A42X,
10DA4A43X, 10DA4A44X,
10DA4A45X, 10DA4A46X,
10DA4A47X, 10DA4A48X,
10DA4A49X, 10DA4A50X,
10DA4A51X, 10DA4A52X,
10DA4A53X, 10DA4A54X,
10DA4A55X, 10DA4A56X,
10DA4A57X, 10DA4A58X,
10DA4A59X, 10DA4A60X,
10DA4A61X, 10DA4A62X,
10DA4A63X, 10DA4A64X,
10DA4A65X, 10DA4A66X,
10DA4A67X, 10DA4A68X,
10DA4A69X, 10DA4A70X,
10DA4A71X, 10DA4A72X,
10DA4A73X, 10DA4A74X,
10DA4A75X, 10DB4A02X,
10DB4A03X, 10DB4A04X,
10DB4A05X, 10DB4A06X,
10DB4A12X, 10DB4A13X,
10DB4A14X, 10DB4A17X,
10DB4A18X, 10DB4A19X,
10DB4A20X, 10DB4A21X,
10DB4A23X, 10DB4A24X,
10DB4A25X, 10DB4A26X,
10DB4A27X, 10DB4A28X,
10DB4A32X, 10DB4A35X,
10DB4A36X, 10DB4A37X,
10DB4A38X, 10DB4A41X,
10DB4A42X, 10DB4A43X,
10DB4A44X, 10DB4A45X,
10DB4A46X, 10DB4A47X,
10DB4A48X, 10DB4A49X,
10DB4A50X, 10DB4A51X,
10DB4A52X, 10DB4A53X,
10DB4A54X, 10DB4A55X,
10DC4A01X, 10DC4A02X,
10DC4A03X, 10DC4A04X,
10DC4A05X, 10DC4A06X,
10DC4A07X, 10DC4A08X,
10DC4A09X, 10DC4A10X,
10DC4A11X, 10DC4A12X,
10DC4A13X, 10DC4A14X,
10DC4A15X, 10DC4A16X,
10DC4A17X, 10DC4A18X,
10DC4A19X, 10DC4A20X,
10DC4A21X, 10DC4A22X,
10DC4A23X, 10DC4A24X,
10DC4A25X, 10DC4A26X,
10DC4A27X, 10DC4A28X,
10DC4A29X, 10DC4A30X,
10DC4A31X, 10DC4A32X,
10DC4A33X, 10DC4A34X,
10DC4A35X, 10DC4A36X,
10DC4A37X, 10DC4A38X,
10DC4A39X, 10DC4A40X,
10DC4A41X, 10DC4A42X,
10DC4A43X, 10DC4A44X,
10DC4A45X, 10DC4A46X,
10DC4A47X, 10DC4A48X,
10DC4A49X, 10DC4A50X,
10DC4A51X, 10DC4A52X,
10DC4A53X, 10DC4A54X,
10DC4A55X, 10DC4A56X,
10DC4A57X, 10DC4A58X,
10DC4A59X, 10DC4A60X,
10DC4A61X, 10DC4A62X,
10DC4A63X, 10DC4A64X,
10DC4A65X, 10DC4A66X,
10DC4A67X, 10DC4A68X,
10DC4A69X, 10DC4A70X,
10DC4A71X, 10DC4A72X,
10DC4A73X, 10DC4A74X,
10DC4A75X, 10DC4A76X,
10DC4A77X, 10DC4A78X,
10DC4A79X, 10DC4A80X,
10DC4A81X, 10DC4A82X,
10DC4A83X, 10DC4A84X,
10DC4A85X, 10DC4A86X,
10DC4A87X, 10DC4A88X,
10DC4A89X, 10DC4A90X,
10DC4A91X, 10DC4A92X,
10DC4A93X, 10DC4A94X,
10DC4A95X, 10DC4A96X,
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10DC4A97X, 10DC4A98X,
10DC4A99X, 10DC4B01X,
10DC4B02X, 10DC4B03X,
10DC4B04X, 10DC4B05X,
10DC4B06X, 10DC4B07X,
10DC4B08X, 10DC4B09X,
10DC4B10X, 10DC4B11X,
10DC4B12X, 10DC4B13X,
10DC4B14X, 10DC4B15X,
10DC4B16X, 10DC4B17X,
10DC4B18X, 10DC4B19X,
10DC4B20X, 10DC4B21X,
10DC4B22X, 10DC4B23X,
10DC4B24X, 10DC4B25X,
10DC4B26X, 10DC4B27X,
10DC4B28X, 10DC4B29X,
10DC4B30X, 10DC4B31X,
10DC4B32X, 10DC4B33X,
10DC4B34X, 10DC4B35X,
10DC4B36X, 10DC4B37X,
10DC4B38X, 10DC4B39X,
10DC4B40X, 10DC4B41X,
10DC4B42X, 10DC4B43X,
10DC4B44X, 10DC4B45X,
10DC4B46X, 10DC4B47X,
10DC4B48X, 10DC4B49X,
10DC4B50X, 10DC4B51X,
10DC4B52X, 10DC4B53X,
10DC4B54X, 10DC4B55X,
10DC4B56X, 10DC4B57X,
10DC4B58X, 10DC4B59X,
10DC4B60X, 10DC4B61X,
10DC4B62X, 10DC4B63X,
10DC4B64X, 10DC4B65X,
10DC4B66X, 10DC4B67X,
10DC4B68X, 10DC4B69X,
10DC4B70X, 10DC4B71X,
10DC4B72X, 10DC4B73X,
10DC4B74X, 10DC4B75X,
10DC4B76X, 10DC4B77X,
10DC4B78X, 10DC4B79X,
10DC4B80X, 10DC4B81X,
10DC4B82X, 10DC4B83X,
10DC4B84X, 10DC4B85X,
10DC4B86X, 10DC4B87X,
10DC4B88X, 10DC4B89X,
10DC4B90X, 10DC4B91X,
10DC4B92X, 10DC4B93X,
10DC4B94X, 10DC4B95X,
10DC4B96X, 10DC4B97X,
10DC4B98X, 10DC4B99X,
10DC4C01X, 10DC4C02X,
10DC4C03X, 10DC4C04X,
10DC4C05X, 10DC4C06X,
10DC4C07X, 10DC4C08X,
10DC4C09X, 10DC4C10X,
10DC4C11X, 10DC4C12X,
10DC4C13X, 10DC4C14X,
10DC4C15X, 10DC4C16X,
10DC4C17X, 10DC4C18X,
10DC4C19X, 10DC4C21X,
10DC4C22X, 10DC4C23X,
10DC4C24X, 10DC4C25X,
10DC4C26X, 10DC4C27X,
10DC4C28X, 10DC4C29X,
10DC4C30X, 10DC4C31X,
10DC4C32X, 10DC4C33X,
10DC4C34X, 10DC4C35X,
10DC4C36X, 10DC4C37X,
10DC4C38X, 10DC4C39X,
10DC4C40X, 10DC4C41X,
10DC4C42X, 10DC4C43X,
10DC4C44X, 10DC4C45X,
10DC4C46X, 10DC4C47X,
10DC4C48X, 10DC4C49X,
10DC4C50X, 10DC4C51X,
10DC4C52X, 10DZ4A01X,
10DZ4A03X, 10DZ4A04X,
10DZ4A05X, 10DZ4A06X,
10DZ4A07X, 10DZ4A08X,
10DZ4A10X, 10DZ4A11X,
10DZ4A12X, 10DZ4A14X,
10DZ4A15X, 10DZ4A16X,
10DZ4A17X, 10DZ4A18X,
10DZ4A19X, 10DZ4A20X,
10DZ4A21X, 10DZ4A22X,
10DZ4A23X, 10DZ4A24X,
10DZ4A25X, 10DZ4A26X,
10DZ4A27X, 10DZ4A28X,
10DZ4A29X, 10DZ4A30X,
10DZ4A31X, 10DZ4A32X,
10DZ4A33X, 10DZ4A34X,
10DZ4A35X, 10DZ4A36X,
10DZ4A37X, 10DZ4A38X,
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10DZ4A39X, 10DZ4A40X,
10DZ4A42X, 10DZ4A43X,
10DZ4A44X, 10DZ4A45X,
10DZ4A47X, 10DZ4A48X,
10DZ4A49X, 10DZ4A50X,
10DZ4A51X, 10DZ4A52X,
10DZ4A53X, 10DZ4A54X,
10DZ4A55X, 10DZ4A56X,
10DZ4A57X, 10DZ4A58X,
10DZ4A59X, 10DZ4A60X,
10DZ4A61X, 10DZ4A62X,
10DZ4A63X, 10DZ4A64X,
10DZ4A65X, 10DZ4A66X,
10DZ4A67X, 10DZ4A68X,
10DZ4A69X, 10DZ4A70X,
10DZ4A71X, 10DZ4A72X,
10DZ4A73X, 10DZ4A75X,
10DZ4A76X, 10DZ4A77X,
10DZ4A78X, 10DZ4A79X,
10DZ4A80X, 10DZ4A81X,
10DZ4A82X, 10DZ4A83X,
10DZ4A84X, 10DZ4A85X,
10DZ4A86X, 10DZ4A87X,
10DZ4A88X, 10DZ4A89X,
10DZ4A90X, 10DZ4A91X,
10DZ4A92X, 10DZ4A93X,
10DZ4A94X, 10DZ4A96X,
10DZ4A97X, 10DZ4A98X,
10DZ4B01X, 10DZ4B02X,
10DZ4B03X, 10DZ4B04X,
10DZ4B05X, 10DZ4B06X,
10DZ4B07X, 10DZ4B08X,
10DZ4B10X, 10DZ4B11X,
10DZ4B12X, 10DZ4B13X,
10DZ4B14X, 10DZ4B15X,
10DZ4B16X, 10DZ4B18X,
10DZ4B19X, 10DZ4B20X,
10DZ4B21X, 10DZ4B22X,
10DZ4B23X, 10DZ4B24X,
10DZ4B25X, 10DZ4B26X,
10DZ4B28X, 10DZ4B29X,
10DZ4B30X, 10DZ4B31X,
10DZ4B32X, 10DZ4B33X,
10DZ4B34X, 10DZ4B35X,
10DZ4B36X, 10DZ4B37X,
10DZ4B38X, 10DZ4B39X,
10DZ4B40X, 10DZ4B41X,
10DZ4B42X, 10DZ4B43X,
10DZ4B44X, 10DZ4B45X,
10DZ4B46X, 10DZ4B48X,
10DZ4B49X, 10DZ4B50X,
10DZ4B51X, 10DZ4B52X,
10DZ4B53X, 10DZ4B54X,
10DZ4B55X, 10DZ4B56X,
10DZ4B57X, 10DZ4B58X,
10DZ4B59X, 10DZ4B60X,
10DZ4B61X, 10EA4A01X,
10EA4A02X, 10EA4A03X,
10EA4A04X, 10EA4A05X,
10EA4A06X, 10EA4A07X,
10EA4A08X, 10EA4A09X,
10EA4A10X, 10EA4A11X,
10EA4A12X, 10EA4A13X,
10EA4A14X, 10EA4A15X,
10EA4A16X, 10EA4A18X,
10EA4A19X, 10EA4A20X,
10EA4A21X, 10EA4A22X,
10EA4A23X, 10EA4A24X,
10EA4A25X, 10EA4A26X,
10EA4A27X, 10EA4A28X,
10EA4A29X, 10EA4A30X,
10EA4A31X, 10EA4A32X,
10EA4A33X, 10EA4A34X,
10EA4A35X, 10EA4A36X,
10EA4A37X, 10EA4A38X,
10EA4A39X, 10EA4A40X,
10EA4A41X, 10EA4A42X,
10EA4A43X, 10EA4A44X,
10EA4A45X, 10EA4A46X,
10EA4A47X, 10EA4A48X,
10EA4A49X, 10EA4A50X,
10EA4A51X, 10EA4A52X,
10EA4A53X, 10EA4A54X,
10EA4A55X, 10EA4A56X,
10EA4A58X, 10EA4A59X,
10EA4A60X, 10EA4A61X,
10EA4A62X, 10EA4A63X,
10EA4A64X, 10EA4A65X,
10EA4A66X, 10EA4A67X,
10EA4A68X, 10EA4A69X,
10EA4A70X, 10EA4A71X,
10EA4A72X, 10EA4A73X,
10EA4A74X, 10EA4A75X,
10EA4A76X, 10EA4A77X,
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10EA4A78X, 10EB4A01X,
10EB4A02X, 10EB4A03X,
10EB4A04X, 10EB4A05X,
10EB4A06X, 10EB4A07X,
10EB4A08X, 10EB4A09X,
10EB4A10X, 10EB4A12X,
10EB4A13X, 10EB4A14X,
10EB4A17X, 10EB4A18X,
10EB4A19X, 10EB4A20X,
10EB4A21X, 10EB4A22X,
10EB4A23X, 10EB4A24X,
10EB4A25X, 10EB4A26X,
10EB4A27X, 10EB4A28X,
10EB4A29X, 10EB4A30X,
10EB4A31X, 10EB4A33X,
10EB4A34X, 10EB4A35X,
10EB4A36X, 10EB4A39X,
10EB4A40X, 10EB4A41X,
10EB4A42X, 10EB4A43X,
10EB4A44X, 10EB4A45X,
10EB4A46X, 10EB4A47X,
10EB4A48X, 10EB4A49X,
10EB4A63X, 10EB4A64X,
10EB4A65X, 10EB4A66X,
10EB4A67X, 10EB4A68X,
10EB4A69X, 10EB4A70X,
10EB4A71X, 10EB4A72X,
10EB4A73X, 10EB4A74X,
10EB4A75X, 10EB4A76X,
10EB4A77X, 10EB4A78X,
10EB4A79X, 10EB4A80X,
10EB4A81X, 10EB4A82X,
10EB4A84X, 10EB4A85X,
10EB4A86X, 10EB4A88X,
10EB4A89X, 10EB4A91X,
10EB4A92X, 10EB4A93X,
10EB4A94X, 10EB4A95X,
10EB4A96X, 10EB4A99X,
10EB4B01X, 10EB4B02X,
10EB4B04X, 10EB4B05X,
10EB4B06X, 10EB4B07X,
10EB4B08X, 10EB4B09X,
10EB4B10X, 10EB4B11X,
10EB4B12X, 10EB4B13X,
10EB4B14X, 10EB4B15X,
10EB4B17X, 10EB4B18X,
10EB4B19X, 10EB4B20X,
10EB4B21X, 10EB4B22X,
10EB4B23X, 10EB4B24X,
10EB4B25X, 10EB4B26X,
10EB4B27X, 10EB4B28X,
10EB4B30X, 10EB4B32X,
10EB4B33X, 10EB4B34X,
10EB4B35X, 10EB4B36X,
10EB4B37X, 10EB4B38X,
10EB4B39X, 10EB4B40X,
10EB4B42X, 10EB4B43X,
10EB4B44X, 10EB4B45X,
10EB4B46X, 10EB4B47X,
10EB4B48X, 10EB4B50X,
10EC4A01X, 10EC4A02X,
10EC4A03X, 10EC4A04X,
10EC4A05X, 10EC4A06X,
10EC4A07X, 10EC4A08X,
10EC4A09X, 10EC4A10X,
10EC4A11X, 10EC4A12X,
10EC4A13X, 10EC4A14X,
10EC4A15X, 10EC4A16X,
10EC4A17X, 10EC4A18X,
10EC4A19X, 10EC4A20X,
10EC4A21X, 10EC4A22X,
10EC4A23X, 10EC4A24X,
10EC4A25X, 10EC4A26X,
10EC4A27X, 10EC4A29X,
10EC4A30X, 10EC4A31X,
10EC4A32X, 10EC4A33X,
10EC4A34X, 10EC4A35X,
10EC4A36X, 10EC4A37X,
10EC4A38X, 10EC4A39X,
10EC4A40X, 10EC4A41X,
10EC4A42X, 10EC4A43X,
10EC4A44X, 10EC4A45X,
10EC4A46X, 10EC4A47X,
10EC4A48X, 10EC4A49X,
10EC4A50X, 10EC4A51X,
10EC4A52X, 10EC4A53X,
10EC4A54X, 10EC4A55X,
10EC4A56X, 10EC4A57X,
10EC4A58X, 10EC4A59X,
10EC4A60X, 10EC4A61X,
10EC4A62X, 10EC4A63X,
10EC4A64X, 10EC4A65X,
10EC4A67X, 10EC4A68X,
10EC4A69X, 10EC4A70X,
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10EC4A71X, 10EC4A72X,
10EC4A73X, 10EC4A74X,
10EC4A75X, 10EC4A76X,
10EC4A77X, 10EC4A78X,
10EC4A79X, 10EC4A80X,
10EC4A81X, 10EC4A82X,
10EC4A83X, 10EC4A84X,
10EC4A85X, 10EC4A86X,
10EC4A87X, 10EC4A88X,
10EC4A89X, 10EC4A90X,
10EC4A91X, 10EC4A92X,
10EC4A93X, 10EC4A94X,
10EC4A95X, 10EC4A96X,
10EC4A97X, 10EC4A98X,
10EC4A99X, 10EC4B01X,
10EZ4A01X, 10EZ4A02X,
10EZ4A03X, 10EZ4A04X,
10EZ4A05X, 10EZ4A06X,
10EZ4A07X, 10EZ4A08X,
10EZ4A09X, 10EZ4A10X,
10EZ4A11X, 10EZ4A12X,
10EZ4A13X, 10EZ4A16X,
10EZ4A17X, 10EZ4A18X,
10EZ4A19X, 10EZ4A20X,
10EZ4A21X, 10EZ4A22X,
10EZ4A23X, 10EZ4A24X,
10EZ4A25X, 10EZ4A26X,
10EZ4A27X, 10EZ4A28X,
10EZ4A29X, 10EZ4A30X,
10EZ4A31X, 10EZ4A32X,
10EZ4A33X, 10EZ4A34X,
10EZ4A35X, 10EZ4A36X,
10EZ4A37X, 10EZ4A38X,
10EZ4A39X, 10EZ4A40X,
10EZ4A41X, 10EZ4A42X,
10EZ4A43X, 10EZ4A44X,
10EZ4A45X, 10EZ4A46X,
10EZ4A47X, 10EZ4A48X,
10EZ4A49X, 10EZ4A50X,
10EZ4A51X, 10EZ4A52X,
10EZ4A53X, 10EZ4A55X,
10EZ4A56X, 10EZ4A57X,
10EZ4A58X, 10EZ4A59X,
10EZ4A60X, 10EZ4Z74X,
10FA4A31X, 10FA4A32X,
10FA4A33X, 10FA4A34X,
10FA4A35X, 10FA4A36X,
10FA4A37X, 10FA4A38X,
10FA4A39X, 10FA4A40X,
10FA4A41X, 10FA4A42X,
10FA4A43X, 10FA4A44X,
10FA4A45X, 10FA4A46X,
10FA4A47X, 10FA4A48X,
10FA4A49X, 10FA4A50X,
10FA4A51X, 10FA4A52X,
10FA4A53X, 10FA4A54X,
10FA4A55X, 10FA4A56X,
10FA4A57X, 10FA4A58X,
10FA4A59X, 10FA4A61X,
10FA4A62X, 10FA4A63X,
10FA4A64X, 10FA4A65X,
10FA4A66X, 10FA4A67X,
10FA4A68X, 10FA4A69X,
10FA4A70X, 10FA4A71X,
10FA4A72X, 10FA4A73X,
10FA4A74X, 10FA4A75X,
10FA4A76X, 10FA4A77X,
10FA4A78X, 10FA4A79X,
10FA4A80X, 10FA4A81X,
10FA4A82X, 10FA4A83X,
10FA4A84X, 10FA4A85X,
10FA4A86X, 10FA4A87X,
10FA4A88X, 10FA4A89X,
10FA4A90X, 10FA4A91X,
10FA4A92X, 10FA4A93X,
10FA4A94X, 10FA4A95X,
10FA4A96X, 10FA4A97X,
10FA4A98X, 10FA4A99X,
10FA4B01X, 10FA4B02X,
10FA4B03X, 10FA4B05X,
10FA4B06X, 10FA4B07X,
10FA4B08X, 10FA4B09X,
10FA4B10X, 10FA4B11X,
10FB4A01X, 10FB4A02X,
10FB4A03X, 10FB4A04X,
10FB4A06X, 10FB4A07X,
10FB4A08X, 10FB4A09X,
10FB4A12X, 10FB4A13X,
10FB4A14X, 10FB4A16X,
10FB4A17X, 10FB4A18X,
10FB4A19X, 10FB4A20X,
10FB4A21X, 10FB4A22X,
10FB4A23X, 10FB4A25X,
10FB4A26X, 10FB4A27X,
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10FB4A28X, 10FB4A29X,
10FB4A32X, 10FB4A33X,
10FB4A34X, 10FB4A35X,
10FB4A38X, 10FB4A41X,
10FB4A42X, 10FB4A43X,
10FB4A44X, 10FB4A45X,
10FB4A46X, 10FB4A47X,
10FB4A48X, 10FB4A49X,
10FB4A51X, 10FB4A52X,
10FB4A53X, 10FB4A54X,
10FB4A55X, 10FB4A56X,
10FB4A59X, 10FB4A60X,
10FB4A61X, 10FB4A62X,
10FB4A63X, 10FB4A64X,
10FB4A65X, 10FB4A66X,
10FB4A71X, 10FB4A72X,
10FB4A73X, 10FB4A74X,
10FB4A75X, 10FB4A76X,
10FB4A78X, 10FB4A79X,
10FB4A80X, 10FB4A81X,
10FB4A82X, 10FB4A83X,
10FB4A84X, 10FB4A86X,
10FB4A87X, 10FB4A88X,
10FB4A89X, 10FB4A90X,
10FB4A91X, 10FB4A93X,
10FB4A94X, 10FB4A95X,
10FB4A96X, 10FB4A98X,
10FB4A99X, 10FB4B01X,
10FB4B02X, 10FB4B03X,
10FB4B04X, 10FB4B05X,
10FB4B06X, 10FB4B07X,
10FB4B08X, 10FB4B09X,
10FB4B10X, 10FB4B11X,
10FB4B12X, 10FB4B13X,
10FB4B14X, 10FB4B15X,
10FB4B16X, 10FB4B17X,
10FB4B18X, 10FB4B19X,
10FB4B20X, 10FB4B21X,
10FB4B22X, 10FB4B23X,
10FB4B24X, 10FB4B25X,
10FB4B26X, 10FB4B27X,
10FB4B28X, 10FB4B29X,
10FB4B30X, 10FB4B31X,
10FB4B32X, 10FB4B33X,
10FB4B34X, 10FB4B35X,
10FB4B37X, 10FB4B38X,
10FB4B39X, 10FB4B40X,
10FB4B41X, 10FB4B42X,
10FB4B43X, 10FB4B44X,
10FB4B45X, 10FB4B46X,
10FB4B47X, 10FB4B48X,
10FB4B49X, 10FB4B50X,
10FB4B51X, 10FB4B52X,
10FB4B53X, 10FB4B54X,
10FB4B55X, 10FB4B56X,
10FB4B57X, 10FB4B58X,
10FB4B59X, 10FB4B60X,
10FB4B61X, 10FB4B62X,
10FB4B63X, 10FB4B64X,
10FB4B65X, 10FB4B66X,
10FB4B67X, 10FB4B68X,
10FB4B69X, 10FB4B70X,
10FB4B71X, 10FB4B72X,
10FB4B73X, 10FB4B74X,
10FB4B75X, 10FB4B76X,
10FB4B77X, 10FB4B78X,
10FB4B79X, 10FB4B80X,
10FB4B82X, 10FB4B83X,
10FB4B84X, 10FB4B85X,
10FB4B86X, 10FB4B87X,
10FB4B88X, 10FB4B89X,
10FB4B90X, 10FB4B91X,
10FB4B92X, 10FB4B93X,
10FB4B94X, 10FB4B95X,
10FB4B96X, 10FB4B97X,
10FB4B98X, 10FB4B99X,
10FB4C01X, 10FB4C02X,
10FC4A00X, 10FC4A01X,
10FC4A02X, 10FC4A03X,
10FC4A04X, 10FC4A05X,
10FC4A06X, 10FC4A07X,
10FC4A08X, 10FC4A09X,
10FC4A11X, 10FC4A12X,
10FC4A14X, 10FC4A15X,
10FC4A16X, 10FC4A18X,
10FC4A19X, 10FC4A20X,
10FC4A21X, 10FC4A22X,
10FC4A23X, 10FC4A24X,
10FC4A25X, 10FC4A26X,
10FC4A27X, 10FC4A28X,
10FC4A29X, 10FC4A30X,
10FC4A31X, 10FC4A33X,
10FC4A34X, 10FC4A35X,
10FC4A36X, 10FC4A37X,
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10FC4A38X, 10FC4A39X,
10FC4A40X, 10FC4A41X,
10FC4A42X, 10FC4A43X,
10FC4A44X, 10FC4A45X,
10FC4A46X, 10FC4A47X,
10FC4A48X, 10FC4A49X,
10FC4A50X, 10FC4A51X,
10FC4A52X, 10FC4A53X,
10FC4A54X, 10FC4A55X,
10FC4A56X, 10FC4A57X,
10FC4A58X, 10FC4A59X,
10FC4A60X, 10FC4A61X,
10FC4A62X, 10FC4A63X,
10FC4A64X, 10FC4A65X,
10FC4A66X, 10FC4A67X,
10FC4A68X, 10FC4A69X,
10FC4A70X, 10FC4A71X,
10FC4A72X, 10FC4A73X,
10FC4A74X, 10FC4A75X,
10FC4A76X, 10FC4A78X,
10FC4A79X, 10FC4A80X,
10FC4A81X, 10FC4A82X,
10FC4A83X, 10FC4A84X,
10FC4A85X, 10FC4A86X,
10FC4A87X, 10FC4A88X,
10FC4A89X, 10FC4A90X,
10FC4A91X, 10FC4A92X,
10FC4A93X, 10FC4A94X,
10FC4A95X, 10FC4A96X,
10FC4A97X, 10FC4A98X,
10FC4A99X, 10FZ4A01X,
10FZ4A02X, 10FZ4A03X,
10FZ4A04X, 10FZ4A05X,
10FZ4A06X, 10FZ4A07X,
10FZ4A08X, 10FZ4A09X,
10FZ4A10X, 10FZ4A11X,
10FZ4A12X, 10FZ4A13X,
10FZ4A15X, 10FZ4A17X,
10FZ4A18X, 10FZ4A19X,
10FZ4A20X, 10FZ4A21X,
10FZ4A22X, 10FZ4A23X,
10FZ4A24X, 10FZ4A25X,
10FZ4A26X, 10FZ4A27X,
10FZ4A28X, 10FZ4A29X,
10FZ4A30X, 10FZ4A31X,
10FZ4A32X, 10FZ4A33X,
10FZ4A34X, 10FZ4A35X,
10FZ4A36X, 10FZ4A37X,
10FZ4A38X, 10FZ4A39X,
10FZ4A40X, 10FZ5A13X,
10GA4A01X, 10GA4A02X,
10GA4A03X, 10GA4A04X,
10GA4A05X, 10GA4A06X,
10GA4A07X, 10GA4A08X,
10GA4A09X, 10GA4A10X,
10GA4A11X, 10GA4A12X,
10GA4A13X, 10GA4A14X,
10GA4A15X, 10GA4A16X,
10GA4A18X, 10GA4A20X,
10GA4A21X, 10GA4A23X,
10GA4A24X, 10GA4A26X,
10GA4A27X, 10GA4A28X,
10GA4A29X, 10GA4A32X,
10GA4A33X, 10GA4A34X,
10GA4A35X, 10GA4A36X,
10GA4A37X, 10GA4A39X,
10GA4A40X, 10GA4A41X,
10GA4A43X, 10GA4A44X,
10GA4A46X, 10GA4A47X,
10GA4A48X, 10GA4A50X,
10GA4A51X, 10GA4A52X,
10GA4A53X, 10GA4A54X,
10GA4A55X, 10GA4A56X,
10GA4A60X, 10GA4A61X,
10GA4A62X, 10GA4A63X,
10GA4A64X, 10GA4A65X,
10GA4A66X, 10GA4A67X,
10GA4A68X, 10GA4A70X,
10GA4A71X, 10GA4A72X,
10GA4A73X, 10GA4A74X,
10GA4A75X, 10GB4A01X,
10GB4A02X, 10GB4A03X,
10GB4A04X, 10GB4A05X,
10GB4A07X, 10GB4A08X,
10GB4A10X, 10GB4A11X,
10GB4A13X, 10GB4A14X,
10GB4A15X, 10GB4A17X,
10GB4A18X, 10GB4A19X,
10GB4A20X, 10GB4A21X,
10GB4A22X, 10GB4A23X,
10GB4A24X, 10GB4A27X,
10GB4A28X, 10GB4A29X,
10GB4A30X, 10GB4A44X,
10GB4A45X, 10GB4A46X,
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10GB4A47X, 10GB4A48X,
10GB4A49X, 10GB4A51X,
10GB4A52X, 10GB4A53X,
10GB4A54X, 10GB4A55X,
10GB4A56X, 10GB4A57X,
10GB4A60X, 10GB4A61X,
10GB4A62X, 10GB4A63X,
10GB4A64X, 10GB4A65X,
10GB4A66X, 10GB4A67X,
10GB4A68X, 10GB4A69X,
10GB4A70X, 10GB4A71X,
10GB4A72X, 10GB4A73X,
10GB4A74X, 10GB4A75X,
10GB4A76X, 10GB4A78X,
10GB4A79X, 10GB4A80X,
10GB4A81X, 10GB4A82X,
10GB4A83X, 10GB4A84X,
10GB4A85X, 10GB4A86X,
10GB4A87X, 10GB4A88X,
10GB4A89X, 10GB4A90X,
10GB4A91X, 10GB4A92X,
10GB4A93X, 10GB4A94X,
10GB4A95X, 10GB4A96X,
10GB4A97X, 10GB4A99X,
10GB4B01X, 10GB4B02X,
10GB4B05X, 10GB4B06X,
10GB4B07X, 10GB4B08X,
10GB4B09X, 10GB4B10X,
10GB4B11X, 10GB4B12X,
10GB4B14X, 10GB4B15X,
10GB4B16X, 10GB4B17X,
10GB4B18X, 10GB4B20X,
10GB4B21X, 10GB4B22X,
10GB4B23X, 10GB4B24X,
10GB4B25X, 10GB4B26X,
10GB4B28X, 10GB4B29X,
10GB4B30X, 10GB4B31X,
10GB4B32X, 10GB4B33X,
10GB4B34X, 10GB4B35X,
10GB4B36X, 10GB4B37X,
10GB4B38X, 10GB4B39X,
10GB4B40X, 10GB4B41X,
10GB4B42X, 10GB4B43X,
10GB4B44X, 10GB4B45X,
10GB4B46X, 10GB4B47X,
10GB4B48X, 10GB4B49X,
10GB4B50X, 10GC4A26X,
10GC4A27X, 10GC4A28X,
10GC4A29X, 10GC4A30X,
10GC4A31X, 10GC4A32X,
10GC4A33X, 10GC4A34X,
10GC4A35X, 10GC4A36X,
10GC4A37X, 10GC4A38X,
10GC4A39X, 10GC4A40X,
10GC4A41X, 10GC4A42X,
10GC4A43X, 10GC4A44X,
10GC4A45X, 10GC4A46X,
10GC4A47X, 10GC4A48X,
10GC4A49X, 10GC4A50X,
10GC4A51X, 10GC4A52X,
10GC4A53X, 10GC4A54X,
10GC4A55X, 10GC4A57X,
10GC4A58X, 10GC4A59X,
10GC4A60X, 10GC4A61X,
10GC4A62X, 10GC4A63X,
10GC4A64X, 10GC4A65X,
10GC4A67X, 10GC4A68X,
10GC4A69X, 10GC4A70X,
10GC4A71X, 10GC4A72X,
10GC4A73X, 10GC4A74X,
10GC4A75X, 10GC4A76X,
10GC4A77X, 10GC4A78X,
10GC4A79X, 10GC4A80X,
10GC4A81X, 10GC4A82X,
10GC4A83X, 10GC4A84X,
10GC4A85X, 10GC4A86X,
10GC4A87X, 10GC4A88X,
10GC4A89X, 10GC4A90X,
10GC4A91X, 10GC4A92X,
10GC4A93X, 10GC4A94X,
10GC4A95X, 10GC4A96X,
10GC4A97X, 10GC4A98X,
10GC4A99X, 10GC4B01X,
10GC4B02X, 10GC4B03X,
10GC4B04X, 10GC4B05X,
10GC4B06X, 10GC4B07X,
10GC4B08X, 10GC4B09X,
10GC4B10X, 10GC4B11X,
10GC4B13X, 10GC4B14X,
10GC4B15X, 10GC4B16X,
10GC4B17X, 10GC4B18X,
10GC4B19X, 10GC4B20X,
10GC4B21X, 10GC4B22X,
10GC4B23X, 10GC4B24X,
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10GC4B25X, 10GC4B26X,
10GZ4A01X, 10GZ4A02X,
10GZ4A03X, 10GZ4A04X,
10GZ4A05X, 10GZ4A06X,
10GZ4A07X, 10GZ4A08X,
10GZ4A09X, 10GZ4A10X,
10GZ4A11X, 10GZ4A12X,
10GZ4A13X, 10GZ4A15X,
10GZ4A16X, 10GZ4A17X,
10GZ4A18X, 10GZ4A19X,
10GZ4A20X, 10GZ4A21X,
10GZ4A22X, 10GZ4A24X,
10GZ4A25X, 10GZ4A26X,
10GZ4A27X, 10GZ4A28X,
10GZ4A29X, 10GZ4A30X,
10GZ4A31X, 10GZ4A32X,
10GZ4A33X, 10GZ4A34X,
10GZ4A35X, 10GZ4A36X,
10GZ4A37X, 10GZ4A38X,
10GZ4A39X, 10GZ4A40X,
10GZ4A41X, 10GZ4A42X,
10GZ4A43X, 10GZ4A44X,
10GZ4A45X, 10GZ4A46X,
10GZ4A47X, 10GZ4A48X,
10GZ4A49X, 10GZ4A50X,
10GZ4A51X, 10GZ4A52X,
10GZ4A53X, 10GZ4A54X,
10GZ4A55X, 10GZ4A56X,
10GZ4A57X, 10GZ4A58X,
10GZ4A59X, 10GZ4A61X,
10GZ4A62X, 10GZ4A63X,
10GZ4A64X, 10GZ4A66X,
10GZ4A68X, 10GZ4A69X,
10GZ4A70X, 10GZ4A71X,
10GZ4A72X, 10GZ4A73X,
10GZ4A74X, 10GZ4A75X,
10GZ4A76X, 10GZ4A77X,
10GZ4A78X, 10GZ4A79X,
10GZ4A80X, 10GZ4A81X,
10GZ4A82X, 10GZ4A83X,
10GZ4A84X, 10GZ4A85X,
10GZ4A86X, 10GZ4A87X,
10GZ4A88X, 10GZ4A89X,
10GZ4A90X, 10GZ4A91X,
10GZ4A92X, 10GZ4A93X,
10GZ4A94X, 10GZ4A95X,
10GZ4A96X, 10GZ4A97X,
10GZ4A98X, 10GZ4A99X,
10GZ4B01X, 10GZ4B03X,
10GZ4B04X, 10GZ4B05X,
10GZ4B06X, 10GZ4B07X,
10GZ4B08X, 10GZ4B09X,
10GZ4B10X, 10GZ4B11X,
10GZ4B12X, 10GZ4B13X,
10GZ4B15X, 10GZ4B16X,
10GZ4B18X, 10GZ4B21X,
10GZ4B22X, 10GZ4B24X,
10GZ4B25X, 10GZ4B26X,
10GZ4B27X, 10GZ4B28X,
10GZ4B30X, 10GZ4B31X,
10GZ4B32X, 10GZ4B33X,
10GZ4B34X, 10GZ4B35X,
10GZ4B36X, 10GZ4B37X,
10GZ4B38X, 10GZ4B39X,
10GZ4B40X, 10GZ4B41X,
10GZ4B42X, 10GZ4B43X,
10GZ4B44X, 10GZ4B45X,
10GZ4B47X, 10GZ4B50X,
10GZ4B51X, 10GZ4B52X,
10GZ4B53X, 10GZ4B54X,
10GZ4B55X, 10GZ4B57X,
10GZ4B58X, 10GZ4B59X,
10GZ4B60X, 10GZ4B61X,
10HA4A01X, 10HA4A02X,
10HA4A04X, 10HA4A05X,
10HA4A06X, 10HA4A07X,
10HA4A09X, 10HA4A10X,
10HA4A11X, 10HA4A12X,
10HA4A13X, 10HA4A14X,
10HA4A15X, 10HA4A16X,
10HA4A18X, 10HA4A19X,
10HA4A20X, 10HA4A21X,
10HA4A22X, 10HA4A23X,
10HA4A25X, 10HA4A26X,
10HA4A27X, 10HA4A28X,
10HA4A29X, 10HA4A30X,
10HA4A31X, 10HA4A32X,
10HA4A33X, 10HA4A34X,
10HA4A35X, 10HA4A36X,
10HA4A37X, 10HA4A38X,
10HA4A39X, 10HA4A40X,
10HA4A41X, 10HA4A42X,
10HA4A43X, 10HA4A44X,
10HA4A45X, 10HA4A46X,
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10HA4A47X, 10HA4A48X,
10HA4A49X, 10HA4A50X,
10HA4A51X, 10HA4A53X,
10HA4A54X, 10HA4A55X,
10HA4A56X, 10HA4A57X,
10HA4A58X, 10HA4A59X,
10HA4A60X, 10HA4A61X,
10HA4A62X, 10HA4A63X,
10HA4A65X, 10HA4A66X,
10HA4A67X, 10HA4A68X,
10HA4A69X, 10HA4A70X,
10HA4A71X, 10HA4A72X,
10HA4A73X, 10HA4A74X,
10HA4A75X, 10HA4A76X,
10HA4A77X, 10HA4A78X,
10HA4A79X, 10HA4A80X,
10HA4A81X, 10HA4A82X,
10HA4A83X, 10HA4A84X,
10HA4A85X, 10HA4A86X,
10HA4A87X, 10HA4A88X,
10HA4A89X, 10HA4A90X,
10HA4A91X, 10HA4A92X,
10HA4A93X, 10HA4A94X,
10HA4A95X, 10HA4A96X,
10HA4A97X, 10HA4A98X,
10HA4A99X, 10HA4B01X,
10HA4B02X, 10HA4B03X,
10HA4B04X, 10HA4B05X,
10HA4B06X, 10HA4B07X,
10HA4B08X, 10HA4B09X,
10HA4B10X, 10HA4B11X,
10HA4B12X, 10HA4B13X,
10HA4B14X, 10HA4B15X,
10HA4B16X, 10HA4B17X,
10HA4B18X, 10HA4B20X,
10HA4B21X, 10HA4B22X,
10HA4B23X, 10HA4B24X,
10HA4B25X, 10HA4B26X,
10HA4B27X, 10HA4B28X,
10HA4B29X, 10HA4B30X,
10HA4B31X, 10HA4B32X,
10HA4B33X, 10HA4B34X,
10HA4B35X, 10HA4B36X,
10HA4B37X, 10HA4B38X,
10HA4B39X, 10HA4B40X,
10HA4B41X, 10HA4B42X,
10HA4B43X, 10HA4B44X,
10HA4B45X, 10HA4B46X,
10HA4B47X, 10HA4B48X,
10HA4B49X, 10HA4B50X,
10HA4B51X, 10HA4B52X,
10HA4B53X, 10HA4B54X,
10HA4B55X, 10HA4B56X,
10HA4B57X, 10HA4B58X,
10HA4B59X, 10HA4B62X,
10HA4B63X, 10HA4B64X,
10HA4B65X, 10HA4B66X,
10HA4B67X, 10HA4B68X,
10HA4B69X, 10HA4B70X,
10HA4B72X, 10HA4B73X,
10HA4B74X, 10HA4B75X,
10HA4B76X, 10HA4B77X,
10HA4B79X, 10HA4B80X,
10HA4B81X, 10HA4B82X,
10HA4B83X, 10HA4B85X,
10HA4B86X, 10HA4B87X,
10HA4B88X, 10HA4B89X,
10HA4B90X, 10HA4B92X,
10HA4B93X, 10HA4B94X,
10HA4B95X, 10HA4B96X,
10HA4B97X, 10HA4B98X,
10HA4C02X, 10HA4C04X,
10HA4C05X, 10HA4C06X,
10HA4C08X, 10HA4C09X,
10HA4C10X, 10HA4C11X,
10HA4C12X, 10HA4C13X,
10HA4C14X, 10HA4C15X,
10HA4C16X, 10HA4C17X,
10HA4C18X, 10HA4C19X,
10HA4C20X, 10HA4C21X,
10HA4C22X, 10HA4C23X,
10HA4C25X, 10HA4C26X,
10HA4C27X, 10HA4C28X,
10HA4C30X, 10HA4C31X,
10HA4C83X, 10HA4C84X,
10HA4C85X, 10HA4C86X,
10HA4C87X, 10HA4C88X,
10HA4C90X, 10HA4C91X,
10HA4C92X, 10HA4C93X,
10HA4C94X, 10HA4C95X,
10HA4C96X, 10HA4C97X,
10HA4C98X, 10HA4C99X,
10HA4D01X, 10HA4D02X,
10HA4D03X, 10HA4D04X,
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10HA4D05X, 10HA4D06X,
10HA4D07X, 10HA4D08X,
10HA4D09X, 10HA4D10X,
10HA4D11X, 10HA4D12X,
10HA4D13X, 10HA4D14X,
10HA4D15X, 10HA4D16X,
10HA4D17X, 10HA4D18X,
10HA4D19X, 10HA4D20X,
10HA4D21X, 10HA4D22X,
10HA4D23X, 10HA4D24X,
10HA4D25X, 10HA4D26X,
10HA4D27X, 10HA4D28X,
10HA4D29X, 10HA4D30X,
10HA4D31X, 10HA4D32X,
10HA4D33X, 10HA4D34X,
10HA4D35X, 10HA4D36X,
10HA4D37X, 10HA4D38X,
10HA4D39X, 10HA4D40X,
10HA4D41X, 10HA4D42X,
10HA4D43X, 10HA4D44X,
10HA4D45X, 10HA4D46X,
10HA4D47X, 10HA4D48X,
10HA4D49X, 10HA4D50X,
10HA4D51X, 10HA4D52X,
10HA4D53X, 10HA4D54X,
10HA4D55X, 10HA4D56X,
10HA4D57X, 10HA4D58X,
10HA4D59X, 10HA4D60X,
10HA4D61X, 10HA4D62X,
10HA4D63X, 10HA4D64X,
10HA4D65X, 10HA4D66X,
10HA4D67X, 10HA4D68X,
10HA4D69X, 10HA4D70X,
10HA4D71X, 10HA4D72X,
10HA4D73X, 10HA4D74X,
10HA4D75X, 10HA4D76X,
10HA4D77X, 10HA4D78X,
10HA4D79X, 10HA4D80X,
10HA4D81X, 10HA4D82X,
10HA4D83X, 10HA4D84X,
10HA4D85X, 10HA4D86X,
10HA4D87X, 10HA4D88X,
10HA4D89X, 10HA4D90X,
10HA4D91X, 10HA4D92X,
10HA4D93X, 10HA4D94X,
10HA4D95X, 10HA4D96X,
10HA4D97X, 10HA4D98X,
10HA4D99X, 10HA4E01X,
10HA4E02X, 10HA4E03X,
10HA4E04X, 10HA4E05X,
10HA4E06X, 10HA4E07X,
10HA4E10X, 10HA4E11X,
10HA4E12X, 10HA4E13X,
10HA4E14X, 10HA4E15X,
10HA4E16X, 10HA4E17X,
10HA4E18X, 10HA4E19X,
10HA4E20X, 10HA4E22X,
10HA4E23X, 10HA4E24X,
10HA4E25X, 10HA4E26X,
10HA4E27X, 10HA4E28X,
10HA4E29X, 10HA4E30X,
10HA4E31X, 10HB4A01X,
10HB4A02X, 10HB4A03X,
10HB4A04X, 10HB4A05X,
10HB4A06X, 10HB4A07X,
10HB4A08X, 10HB4A09X,
10HB4A10X, 10HB4A11X,
10HB4A12X, 10HB4A13X,
10HB4A14X, 10HB4A15X,
10HB4A16X, 10HB4A28X,
10HB4A29X, 10HB4A30X,
10HB4A31X, 10HB4A32X,
10HB4A33X, 10HB4A34X,
10HB4A35X, 10HB4A36X,
10HB4A37X, 10HB4A38X,
10HB4A39X, 10HB4A40X,
10HB4A41X, 10HB4A42X,
10HB4A43X, 10HB4A44X,
10HB4A45X, 10HB4A46X,
10HB4A47X, 10HB4A48X,
10HB4A49X, 10HB4A51X,
10HB4A52X, 10HB4A53X,
10HB4A54X, 10HB4A55X,
10HB4A56X, 10HB4A57X,
10HB4A59X, 10HB4A60X,
10HB4A61X, 10HB4A62X,
10HB4A63X, 10HB4A64X,
10HB4A65X, 10HB4A66X,
10HB4A67X, 10HB4A68X,
10HB4A69X, 10HB4A70X,
10HB4A71X, 10HB4A72X,
10HB4A73X, 10HB4A75X,
10HB4A76X, 10HB4A77X,
10HB4A78X, 10HB4A79X,
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10HB4A80X, 10HB4A81X,
10HB4A82X, 10HB4A84X,
10HB4A85X, 10HB4A86X,
10HB4A87X, 10HB4A88X,
10HB4A89X, 10HB4A91X,
10HB4A92X, 10HB4A93X,
10HB4A95X, 10HB4A96X,
10HB4A97X, 10HB4A98X,
10HB4A99X, 10HB4B01X,
10HB4B02X, 10HB4B03X,
10HB4B04X, 10HB4B05X,
10HB4B06X, 10HB4B07X,
10HB4B08X, 10HB4B09X,
10HB4B10X, 10HB4B11X,
10HB4B13X, 10HB4B14X,
10HB4B15X, 10HB4B16X,
10HB4B17X, 10HB4B18X,
10HB4B19X, 10HB4B21X,
10HB4B22X, 10HB4B23X,
10HB4B24X, 10HB4B25X,
10HB4B26X, 10HB4B27X,
10HB4B28X, 10HB4B30X,
10HB4B32X, 10HB4B33X,
10HB4B34X, 10HB4B36X,
10HB4B37X, 10HB4B38X,
10HB4B42X, 10HB4B43X,
10HB4B45X, 10HB4B46X,
10HB4B47X, 10HB4B49X,
10HB4B50X, 10HB4B51X,
10HB4B53X, 10HB4B54X,
10HB4B55X, 10HB4B56X,
10HB4B57X, 10HB4B58X,
10HB4B59X, 10HB4B60X,
10HB4B61X, 10HB4B62X,
10HB4B63X, 10HB4B64X,
10HB4B65X, 10HB4B66X,
10HB4B67X, 10HB4B68X,
10HB4B69X, 10HB4B70X,
10HB4B71X, 10HB4B72X,
10HB4B73X, 10HB4B74X,
10HB4B75X, 10HB4B76X,
10HB4B77X, 10HB4B78X,
10HB4B79X, 10HB4B80X,
10HB4B81X, 10HB4B82X,
10HB4B83X, 10HB4B84X,
10HB4B85X, 10HB4B86X,
10HB4B87X, 10HB4B88X,
10HB4B89X, 10HB4B91X,
10HB4B93X, 10HB4B94X,
10HB4B95X, 10HB4B96X,
10HB4B97X, 10HB4B98X,
10HB4B99X, 10HB4C01X,
10HB4C02X, 10HB4C03X,
10HB4C04X, 10HB4C05X,
10HB4C06X, 10HB4C07X,
10HB4C08X, 10HB4C09X,
10HB4C10X, 10HB4C11X,
10HB4C12X, 10HB4C13X,
10HB4C15X, 10HB4C16X,
10HB4C17X, 10HB4C18X,
10HB4C19X, 10HB4C20X,
10HB4C21X, 10HB4C22X,
10HB4C23X, 10HB4C24X,
10HB4C25X, 10HB4C26X,
10HB4C27X, 10HB4C28X,
10HB4C29X, 10HB4C30X,
10HB4C31X, 10HB4C32X,
10HB4C33X, 10HB4C34X,
10HB4C35X, 10HB4C36X,
10HB4C37X, 10HB4C38X,
10HB4C39X, 10HB4C40X,
10HB4C41X, 10HB4C42X,
10HB4C43X, 10HB4C44X,
10HB4C45X, 10HB4C46X,
10HB4C47X, 10HB4C48X,
10HB4C49X, 10HB4C50X,
10HB4C51X, 10HB4C52X,
10HC4A00X, 10HC4A01X,
10HC4A02X, 10HC4A03X,
10HC4A04X, 10HC4A05X,
10HC4A06X, 10HC4A07X,
10HC4A08X, 10HC4A09X,
10HC4A10X, 10HC4A12X,
10HC4A13X, 10HC4A14X,
10HC4A15X, 10HC4A16X,
10HC4A17X, 10HC4A18X,
10HC4A19X, 10HC4A20X,
10HC4A21X, 10HC4A22X,
10HC4A23X, 10HC4A24X,
10HC4A25X, 10HC4A26X,
10HC4A27X, 10HC4A28X,
10HC4A29X, 10HC4A30X,
10HC4A31X, 10HC4A32X,
10HC4A33X, 10HC4A34X,
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10HC4A35X, 10HC4A36X,
10HC4A37X, 10HC4A38X,
10HC4A39X, 10HC4A40X,
10HC4A41X, 10HC4A42X,
10HC4A43X, 10HC4A44X,
10HC4A45X, 10HC4A46X,
10HC4A47X, 10HC4A48X,
10HC4A49X, 10HC4A50X,
10HC4A51X, 10HC4A52X,
10HC4A53X, 10HC4A54X,
10HC4A55X, 10HC4A56X,
10HC4A57X, 10HC4A58X,
10HC4A59X, 10HC4A60X,
10HC4A61X, 10HC4A62X,
10HC4A63X, 10HC4A64X,
10HC4A65X, 10HC4A66X,
10HC4A67X, 10HC4A68X,
10HC4A69X, 10HC4A70X,
10HC4A71X, 10HC4A72X,
10HC4A73X, 10HC4A74X,
10HC4A75X, 10HC4A76X,
10HC4A77X, 10HC4A78X,
10HC4A79X, 10HC4A80X,
10HC4A81X, 10HC4A82X,
10HC4A83X, 10HC4A84X,
10HC4A85X, 10HC4A86X,
10HC4A87X, 10HC4A88X,
10HC4A89X, 10HC4A90X,
10HC4A91X, 10HC4A92X,
10HC4A93X, 10HC4A94X,
10HC4A97X, 10HC4A98X,
10HC4A99X, 10HC4B02X,
10HC4B03X, 10HC4B05X,
10HC4B06X, 10HC4B07X,
10HC4B08X, 10HC4B09X,
10HC4B10X, 10HC4B11X,
10HC4B12X, 10HC4B13X,
10HC4B14X, 10HC4B15X,
10HC4B16X, 10HC4B17X,
10HC4B18X, 10HC4B19X,
10HC4B21X, 10HC4B22X,
10HC4B23X, 10HC4B24X,
10HC4B25X, 10HC4B26X,
10HC4B27X, 10HC4B28X,
10HC4B29X, 10HC4B30X,
10HC4B31X, 10HC4B33X,
10HC4B34X, 10HC4B35X,
10HC4B36X, 10HC4B37X,
10HC4B38X, 10HC4B39X,
10HC4B40X, 10HC4B41X,
10HC4B42X, 10HC4B43X,
10HC4B44X, 10HC4B45X,
10HC4B46X, 10HC4B47X,
10HC4B48X, 10HC4B49X,
10HC4B50X, 10HC4B52X,
10HC4B54X, 10HC4B56X,
10HC4B57X, 10HC4B58X,
10HC4B59X, 10HC4B60X,
10HC4B62X, 10HC4B63X,
10HC4B64X, 10HC4B65X,
10HC4B66X, 10HC4B67X,
10HC4B68X, 10HC4B69X,
10HC4B71X, 10HC4B72X,
10HC4B73X, 10HC4B74X,
10HC4B75X, 10HC4B77X,
10HC4B78X, 10HC4B79X,
10HC4B80X, 10HC4B81X,
10HC4B82X, 10HC4B83X,
10HC4B84X, 10HC4B85X,
10HC4B86X, 10HC4B87X,
10HC4B88X, 10HC4B89X,
10HC4B92X, 10HC4B93X,
10HC4B94X, 10HC4B95X,
10HC4B96X, 10HC4B97X,
10HC4B98X, 10HC4B99X,
10HC4C00X, 10HC4C01X,
10HC4C02X, 10HC4C03X,
10HC4C04X, 10HC4C05X,
10HC4C06X, 10HC4C07X,
10HC4C08X, 10HC4C09X,
10HC4C10X, 10HC4C11X,
10HC4C12X, 10HC4C13X,
10HC4C14X, 10HC4C16X,
10HC4C17X, 10HC4C18X,
10HC4C19X, 10HC4C21X,
10HC4C22X, 10HC4C23X,
10HC4C24X, 10HC4C25X,
10HC4C26X, 10HC4C27X,
10HC4C28X, 10HC4C29X,
10HC4C30X, 10HC4C31X,
10HC4C32X, 10HC4C33X,
10HC4C34X, 10HC4C35X,
10HC4C36X, 10HC4C37X,
10HC4C38X, 10HC4C39X,
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10HC4C40X, 10HC4C41X,
10HC4C42X, 10HC4C43X,
10HC4C44X, 10HC4C45X,
10HC4C46X, 10HC4C47X,
10HC4C48X, 10HC4C49X,
10HC4C50X, 10HC4C51X,
10HC4C52X, 10HC4C53X,
10HC4C54X, 10HC4C55X,
10HC4C56X, 10HC4C57X,
10HC4C58X, 10HC4C59X,
10HC4C60X, 10HC4C61X,
10HC4C63X, 10HC4C64X,
10HC4C65X, 10HC4C66X,
10HC4C67X, 10HC4C69X,
10HC4C70X, 10HC4C71X,
10HC4C72X, 10HC4C73X,
10HC4C74X, 10HC4C75X,
10HC4C76X, 10HC4C77X,
10HC4C78X, 10HC4C79X,
10HC4C81X, 10HC4C82X,
10HC4C84X, 10HC4C85X,
10HC4C86X, 10HC4C87X,
10HC4C88X, 10HC4C89X,
10HC4C90X, 10HC4C91X,
10HC4C92X, 10HC4C93X,
10HC4C95X, 10HC4C96X,
10HC4C97X, 10HC4C98X,
10HC4D00X, 10HC4D01X,
10HC4D02X, 10HC4D03X,
10HC4D04X, 10HC4D05X,
10HC4D06X, 10HC4D07X,
10HC4D08X, 10HC4D09X,
10HC4D10X, 10HC4D11X,
10HC4D12X, 10HC4D13X,
10HC4D14X, 10HC4D15X,
10HZ4A02X, 10HZ4A03X,
10HZ4A04X, 10HZ4A05X,
10HZ4A06X, 10HZ4A07X,
10HZ4A08X, 10HZ4A09X,
10HZ4A10X, 10HZ4A11X,
10HZ4A12X, 10HZ4A13X,
10HZ4A14X, 10HZ4A15X,
10HZ4A16X, 10HZ4A17X,
10HZ4A18X, 10HZ4A19X,
10HZ4A20X, 10HZ4A21X,
10HZ4A22X, 10HZ4A23X,
10HZ4A24X, 10HZ4A25X,
10HZ4A26X, 10HZ4A27X,
10HZ4A28X, 10HZ4A30X,
10HZ4A31X, 10HZ4A32X,
10HZ4A33X, 10HZ4A34X,
10HZ4A35X, 10HZ4A36X,
10HZ4A37X, 10HZ4A38X,
10HZ4A39X, 10HZ4A40X,
10HZ4A41X, 10HZ4A42X,
10HZ4A43X, 10HZ4A44X,
10HZ4A45X, 10HZ4A46X,
10HZ4A47X, 10HZ4A48X,
10HZ4A49X, 10HZ4A50X,
10HZ4A52X, 10HZ4A53X,
10HZ4A54X, 10HZ4A55X,
10HZ4A56X, 10HZ4A57X,
10HZ4A58X, 10HZ4A59X,
10HZ4A60X, 10HZ4A61X,
10HZ4A63X, 10HZ4A64X,
10HZ4A65X, 10HZ4A66X,
10HZ4A67X, 10HZ4A68X,
10HZ4A69X, 10HZ4A71X,
10HZ4A72X, 10HZ4A73X,
10HZ4A76X, 10HZ4A77X,
10HZ4A78X, 10HZ4A79X,
10HZ4A80X, 10HZ4A81X,
10HZ4A82X, 10HZ4A83X,
10HZ4A84X, 10HZ4A85X,
10IA4A02X, 10IA4A04X,
10IA4A05X, 10IA4A06X,
10IA4A07X, 10IA4A08X,
10IA4A14X, 10IA4A15X,
10IA4A16X, 10IA4A17X,
10IA4A19X, 10IA4A22X,
10IA4A23X, 10IA4A24X,
10IA4A25X, 10IA4A26X,
10IA4A28X, 10IA4A29X,
10IA4A30X, 10IA4A31X,
10IA4A32X, 10IA4A34X,
10IA4A35X, 10IA4A36X,
10IA4A37X, 10IA4A38X,
10IA4A39X, 10IA4A40X,
10IA4A41X, 10IA4A44X,
10IA4A49X, 10IA4A51X,
10IA4A53X, 10IA4A55X,
10IA4A56X, 10IA4A58X,
10IA4A59X, 10IA4A60X,
10IA4A62X, 10IA4A69X,
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10IA4A70X, 10IA4A72X,
10IA4A73X, 10IA4A74X,
10IA4A75X, 10IA4A76X,
10IA4A77X, 10IA4A78X,
10IA4A80X, 10IA4A81X,
10IA4A83X, 10IA4A84X,
10IA4A85X, 10IA4A87X,
10IA4A88X, 10IA4A90X,
10IA4A93X, 10IA4A94X,
10IA4A95X, 10IA4A96X,
10IA4A98X, 10IA4B02X,
10IA4B05X, 10IA4B06X,
10IA4B07X, 10IA4B08X,
10IA4B09X, 10IA4B10X,
10IA4B11X, 10IA4B16X,
10IA4B18X, 10IA4B19X,
10IA4B20X, 10IA4B23X,
10IA4B24X, 10IA4B27X,
10IA4B28X, 10IA4B29X,
10IA4B30X, 10IA4B32X,
10IA4B34X, 10IA4B35X,
10IA4B36X, 10IA4B37X,
10IA4B38X, 10IA4B39X,
10IA4B40X, 10IA4B41X,
10IA4B42X, 10IA4B43X,
10IA4B44X, 10IA4B45X,
10IA4B46X, 10IA4B47X,
10IA4B48X, 10IA4B49X,
10IA4B50X, 10IA4B51X,
10IA4B52X, 10IA4B53X,
10IA4B54X, 10IA4B56X,
10IA4B57X, 10IA4B58X,
10IA4B60X, 10IA4B61X,
10IA4B62X, 10IA4B63X,
10IA4B64X, 10IA4B65X,
10IA4B66X, 10IA4B67X,
10IA4B68X, 10IA4B69X,
10IA4B70X, 10IA4B71X,
10IA4B72X, 10IA4B73X,
10IA4B74X, 10IA4B75X,
10IA4B76X, 10IB4A31X,
10IB4A32X, 10IB4A33X,
10IB4A34X, 10IB4A35X,
10IB4A36X, 10IB4A38X,
10IB4A39X, 10IB4A40X,
10IB4A41X, 10IB4A42X,
10IB4A43X, 10IB4A58X,
10IB4A59X, 10IB4A60X,
10IB4A61X, 10IB4A62X,
10IB4A63X, 10IB4A64X,
10IB4A65X, 10IB4A66X,
10IB4A67X, 10IB4A68X,
10IB4A69X, 10IB4A70X,
10IB4A71X, 10IB4A72X,
10IB4A73X, 10IB4A74X,
10IB4A75X, 10IB4A76X,
10IB4A77X, 10IB4A79X,
10IB4A80X, 10IB4A81X,
10IB4A82X, 10IB4A83X,
10IB4A84X, 10IB4A86X,
10IB4A87X, 10IB4A88X,
10IB4A89X, 10IB4A90X,
10IB4A91X, 10IB4A92X,
10IB4A93X, 10IB4A94X,
10IB4A95X, 10IB4A96X,
10IB4A97X, 10IB4A98X,
10IB4A99X, 10IB4B01X, 10IB4B02X,
10IB4B03X, 10IB4B04X, 10IB4B05X,
10IB4B06X, 10IB4B07X, 10IB4B08X,
10IB4B09X, 10IB4B11X, 10IB4B12X,
10IB4B13X, 10IB4B14X, 10IB4B15X,
10IB4B16X, 10IB4B17X, 10IB4B18X,
10IB4B19X, 10IB4B20X, 10IB4B21X,
10IB4B22X, 10IB4B23X, 10IB4B24X,
10IB4B25X, 10IB4B27X, 10IB4B28X,
10IB4B29X, 10IB4B30X, 10IB4B31X,
10IB4B32X, 10IB4B33X, 10IB4B34X,
10IB4B35X, 10IB4B36X, 10IB4B37X,
10IB4B38X, 10IB4B39X, 10IB4B40X,
10IB4B41X, 10IB4B42X, 10IB4B43X,
10IB4B44X, 10IB4B45X, 10IB4B46X,
10IB4B47X, 10IB4B48X, 10IB4B50X,
10IB4B51X, 10IB4B52X, 10IB4B54X,
10IB4B55X, 10IB4B56X, 10IB4B57X,
10IB4B58X, 10IB4B59X, 10IB4B60X,
10IB4B61X, 10IB4B62X, 10IB4B64X,
10IB4B65X, 10IB4B66X, 10IB4B67X,
10IB4B68X, 10IB4B69X, 10IB4B70X,
10IB4B71X, 10IB4B72X, 10IB4B73X,
10IB4B74X, 10IB4B75X, 10IB4B76X,
10IB4B77X, 10IB4B78X, 10IB4B79X,
10IB4B80X, 10IB4B81X, 10IB4B82X,
10IB4B84X, 10IB4B85X, 10IB4B86X,
10IB4B88X, 10IB4B89X, 10IB4B90X,
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10IB4B91X, 10IB4B92X, 10IB4B93X,
10IB4B94X, 10IB4B95X, 10IB4B96X,
10IB4B97X, 10IB4B98X, 10IB4B99X,
10IB4C01X, 10IB4C02X, 10IB4C03X,
10IB4C04X, 10IB4C05X, 10IB4C06X,
10IB4C07X, 10IB4C08X, 10IB4C09X,
10IB4C10X, 10IB4C11X, 10IB4C12X,
10IB4C13X, 10IB4C14X, 10IB4C15X,
10IB4C16X, 10IB4C17X, 10IB4C18X,
10IB4C19X, 10IB4C20X, 10IB4C21X,
10IB4C22X, 10IB4C23X, 10IB4C24X,
10IB4C25X, 10IB4C26X, 10IB4C27X,
10IB4C28X, 10IB4C29X, 10IB4C30X,
10IB4C31X, 10IB4C32X, 10IB4C33X,
10IB4C34X, 10IB4C35X, 10IB4C36X,
10IB4C37X, 10IB4C38X, 10IB4C39X,
10IB4C40X, 10IB4C41X, 10IB4C42X,
10IB4C43X, 10IB4C44X, 10IB4C45X,
10IB4C46X, 10IB4C47X, 10IB4C48X,
10IB4C49X, 10IB4C50X, 10IB4C51X,
10IB4C52X, 10IB4C53X, 10IB4C54X,
10IB4C55X, 10IB4C56X, 10IB4C57X,
10IC4A00X, 10IC4A01X,
10IC4A02X, 10IC4A03X,
10IC4A04X, 10IC4A05X,
10IC4A06X, 10IC4A07X,
10IC4A08X, 10IC4A09X,
10IC4A10X, 10IC4A11X,
10IC4A12X, 10IC4A13X,
10IC4A14X, 10IC4A15X,
10IC4A16X, 10IC4A17X,
10IC4A18X, 10IC4A19X,
10IC4A20X, 10IC4A21X,
10IC4A22X, 10IC4A23X,
10IC4A25X, 10IC4A26X,
10IC4A27X, 10IC4A28X,
10IC4A29X, 10IC4A30X,
10IC4A31X, 10IC4A32X,
10IC4A33X, 10IC4A34X,
10IC4A35X, 10IC4A36X,
10IC4A37X, 10IC4A38X,
10IC4A39X, 10IC4A40X,
10IC4A41X, 10IC4A42X,
10IC4A43X, 10IC4A44X,
10IC4A46X, 10IC4A47X,
10IC4A49X, 10IC4A50X,
10IC4A51X, 10IC4A52X,
10IC4A53X, 10IC4A54X,
10IC4A55X, 10IC4A56X,
10IC4A57X, 10IC4A58X,
10IC4A59X, 10IC4A60X,
10IC4A61X, 10IC4A62X,
10IC4A63X, 10IC4A64X,
10IC4A65X, 10IC4A66X,
10IC4A67X, 10IC4A68X,
10IC4A69X, 10IC4A70X,
10IC4A71X, 10IC4A72X,
10IC4A73X, 10IC4A74X,
10IC4A75X, 10IC4A76X,
10IC4A77X, 10IC4A78X,
10IC4A79X, 10IC4A80X,
10IC4A81X, 10IC4A82X,
10IC4A83X, 10IC4A84X,
10IC4A85X, 10IC4A86X,
10IC4A87X, 10IC4A88X,
10IC4A89X, 10IC4A90X,
10IC4A91X, 10IC4A92X,
10IC4A93X, 10IC4A94X,
10IC4A95X, 10IC4A96X,
10IC4A97X, 10IC4A98X,
10IC4A99X, 10IC4B00X, 10IC4B01X,
10IC4B03X, 10IC4B04X, 10IC4B05X,
10IC4B06X, 10IC4B07X, 10IC4B08X,
10IC4B09X, 10IC4B10X, 10IC4B11X,
10IC4B12X, 10IC4B13X, 10IC4B14X,
10IC4B15X, 10IC4B16X, 10IC4B17X,
10IC4B18X, 10IC4B19X, 10IC4B20X,
10IC4B21X, 10IC4B22X, 10IC4B23X,
10IC4B24X, 10IC4B25X, 10IC4B26X,
10IC4B27X, 10IC4B28X, 10IC4B29X,
10IC4B30X, 10IC4B31X, 10IC4B32X,
10IC4B33X, 10IC4B34X, 10IC4B35X,
10IC4B36X, 10IC4B37X, 10IC4B38X,
10IC4B39X, 10IC4B40X, 10IC4B41X,
10IC4B42X, 10IC4B43X, 10IC4B44X,
10IC4B45X, 10IC4B46X, 10IC4B47X,
10IC4B48X, 10IC4B49X, 10IC4B50X,
10IC4B51X, 10IC4B53X, 10IC4B54X,
10IC4B55X, 10IC4B56X, 10IC4B57X,
10IC4B58X, 10IC4B59X, 10IC4B60X,
10IC4B61X, 10IC4B62X, 10IC4B63X,
10IC4B64X, 10IC4B65X, 10IC4B66X,
10IC4B67X, 10IC4B68X, 10IC4B69X,
10IC4B70X, 10IC4B71X, 10IC4B72X,
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10IC4B73X, 10IC4B74X, 10IC4B75X,
10IC4B76X, 10IC4B77X, 10IC4B78X,
10IC4B79X, 10IC4B80X, 10IC4B81X,
10IC4B83X, 10IC4B85X, 10IC4B86X,
10IC4B87X, 10IC4B88X, 10IC4B89X,
10IC4B90X, 10IC4B91X, 10IC4B92X,
10IC4B93X, 10IC4B94X, 10IC4B95X,
10IC4B96X, 10IC4B97X, 10IC4B98X,
10IC4B99X, 10IC4C00X, 10IC4C01X,
10IC4C02X, 10IC4C03X, 10IC4C04X,
10IC4C05X, 10IC4C06X, 10IC4C07X,
10IC4C08X, 10IC4C09X, 10IC4C10X,
10IC4C11X, 10IC4C12X, 10IC4C13X,
10IC4C14X, 10IC4C15X, 10IC4C16X,
10IC4C17X, 10IC4C18X, 10IC4C19X,
10IC4C20X, 10IC4C21X, 10IC4C22X,
10IC4C23X, 10IC4C25X, 10IC4C26X,
10IC4C27X, 10IC4C28X, 10IC4C29X,
10IC4C30X, 10IC4C31X, 10IC4C32X,
10IC4C33X, 10IC4C34X, 10IC4C35X,
10IC4C36X, 10IC4C37X, 10IC4C39X,
10IC4C40X, 10IC4C41X, 10IC4C42X,
10IC4C43X, 10IC4C44X, 10IC4C45X,
10IC4C47X, 10IC4C48X, 10IC4C49X,
10IC4C50X, 10IC4C51X, 10IC4C52X,
10IC4C53X, 10IC4C54X, 10IC4C55X,
10IC4C56X, 10IC4C57X, 10IC4C58X,
10IC4C59X, 10IC4C60X, 10IC4C61X,
10IC4C62X, 10IC4C63X, 10IC4C64X,
10IC4C65X, 10IC4C66X, 10IC4C67X,
10IC4C68X, 10IC4C69X, 10IC4C70X,
10IC4C71X, 10IC4C72X, 10IC4C73X,
10IC4C74X, 10IZ4A31X, 10IZ4A32X,
10IZ4A33X, 10IZ4A34X, 10IZ4A35X,
10IZ4A36X, 10IZ4A37X, 10IZ4A38X,
10IZ4A39X, 10IZ4A40X, 10IZ4A41X,
10IZ4A42X, 10IZ4A43X, 10IZ4A44X,
10IZ4A45X, 10IZ4A46X, 10IZ4A47X,
10IZ4A48X, 10IZ4A49X, 10IZ4A50X,
10IZ4A52X, 10IZ4A53X, 10IZ4A54X,
10IZ4A55X, 10IZ4A56X, 10IZ4A57X,
10IZ4A58X, 10IZ4A59X, 10IZ4A60X,
10IZ4A61X, 10IZ4A62X, 10IZ4A63X,
10IZ4A64X, 10IZ4A65X, 10IZ4A66X,
10IZ4A67X, 10IZ4A68X, 10IZ4A69X,
10IZ4A71X, 10IZ4A72X, 10IZ4A73X,
10IZ4A74X, 10IZ4A75X, 10IZ4A76X,
10IZ4A77X, 10IZ4A78X, 10IZ4A79X,
10IZ4A80X, 10IZ4A81X, 10IZ4A82X,
10IZ4A83X, 10IZ4A84X, 10IZ4A85X,
10IZ4A86X, 10IZ4A87X, 10IZ4A88X,
10IZ4A89X, 10IZ4A91X, 10IZ4A92X,
10IZ4A93X, 10IZ4A94X, 10IZ4A95X,
10IZ4A96X, 10IZ4A97X, 10IZ4A99X,
10IZ4B01X, 10IZ4B02X, 10IZ4B04X,
10IZ4B05X, 10IZ4B06X, 10IZ4B07X,
10IZ4B08X, 10IZ4B09X, 10IZ4B10X,
10IZ4B11X, 10IZ4B12X, 10IZ4B13X,
10IZ4B14X, 10IZ4B15X, 10IZ4B16X,
10IZ4B17X, 10IZ4B18X, 10IZ4B19X,
10IZ4B20X, 10IZ4B21X, 10IZBA19X,
10JA4A01X, 10JA4A02X,
10JA4A03X, 10JA4A04X,
10JA4A05X, 10JA4A06X,
10JA4A07X, 10JA4A08X,
10JA4A09X, 10JA4A10X,
10JA4A11X, 10JA4A12X,
10JA4A13X, 10JA4A14X,
10JA4A15X, 10JA4A16X,
10JA4A17X, 10JA4A19X,
10JA4A21X, 10JA4A22X,
10JA4A23X, 10JA4A24X,
10JA4A25X, 10JA4A26X,
10JA4A27X, 10JA4A28X,
10JA4A29X, 10JA4A30X,
10JA4A31X, 10JA4A32X,
10JA4A33X, 10JA4A34X,
10JA4A35X, 10JA4A36X,
10JA4A37X, 10JA4A38X,
10JA4A39X, 10JA4A40X,
10JA4A41X, 10JA4A42X,
10JA4A43X, 10JA4A44X,
10JA4A45X, 10JA4A46X,
10JA4A47X, 10JA4A48X,
10JA4A49X, 10JA4A50X,
10JA4A51X, 10JA4A52X,
10JA4A53X, 10JA4A54X,
10JA4A55X, 10JA4A56X,
10JA4A57X, 10JA4A58X,
10JA4A59X, 10JA4A60X,
10JA4A61X, 10JA4A62X,
10JA4A63X, 10JA4A64X,
10JA4A65X, 10JA4A66X,
10JA4A67X, 10JA4A69X,
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10JA4A70X, 10JA4A71X,
10JA4A72X, 10JA4A73X,
10JA4A74X, 10JA4A75X,
10JA4A76X, 10JA4A77X,
10JA4A78X, 10JA4A79X,
10JA4A80X, 10JA4A81X,
10JA4A83X, 10JA4A84X,
10JA4A85X, 10JA4A86X,
10JA4A87X, 10JA4A88X,
10JA4A89X, 10JA4A90X,
10JA4A91X, 10JA4A92X,
10JA4A93X, 10JA4A94X,
10JA4A95X, 10JA4A96X,
10JA4A97X, 10JA4A98X,
10JA4A99X, 10JA4B01X,
10JA4B02X, 10JA4B03X,
10JA4B04X, 10JA4B05X,
10JA4B06X, 10JA4B07X,
10JA4B08X, 10JA4B09X,
10JA4B10X, 10JA4B11X,
10JA4B12X, 10JA4B13X,
10JA4B14X, 10JA4B15X,
10JA4B16X, 10JA4B17X,
10JA4B18X, 10JA4B19X,
10JA4B20X, 10JA4B21X,
10JA4B22X, 10JA4B23X,
10JA4B24X, 10JA4B25X,
10JA4B26X, 10JA4B27X,
10JA4B28X, 10JA4B29X,
10JA4B30X, 10JA4B31X,
10JA4B32X, 10JA4B33X,
10JA4B34X, 10JA4B35X,
10JA4B36X, 10JA4B37X,
10JA4B38X, 10JA4B39X,
10JA4B40X, 10JA4B41X,
10JA4B42X, 10JA4B43X,
10JA4B44X, 10JA4B45X,
10JA4B46X, 10JA4B47X,
10JA4B48X, 10JA4B49X,
10JA4B50X, 10JA4B51X,
10JA4B52X, 10JA4B53X,
10JA4B54X, 10JA4B55X,
10JA4B56X, 10JA4B57X,
10JA4B58X, 10JA4B59X,
10JA4B60X, 10JA4B61X,
10JB4A01X, 10JB4A02X,
10JB4A03X, 10JB4A04X,
10JB4A05X, 10JB4A06X,
10JB4A07X, 10JB4A08X,
10JB4A09X, 10JB4A10X,
10JB4A23X, 10JB4A24X,
10JB4A25X, 10JB4A26X,
10JB4A27X, 10JB4A29X,
10JB4A30X, 10JB4A31X,
10JB4A32X, 10JB4A33X,
10JB4A34X, 10JB4A35X,
10JB4A36X, 10JB4A37X,
10JB4A38X, 10JB4A39X,
10JB4A40X, 10JB4A41X,
10JB4A42X, 10JB4A43X,
10JB4A44X, 10JB4A45X,
10JB4A46X, 10JB4A47X,
10JB4A48X, 10JB4A49X,
10JB4A50X, 10JB4A51X,
10JB4A52X, 10JB4A53X,
10JB4A54X, 10JB4A55X,
10JB4A56X, 10JB4A58X,
10JB4A59X, 10JB4A60X,
10JB4A61X, 10JB4A62X,
10JB4A63X, 10JB4A64X,
10JB4A65X, 10JB4A66X,
10JB4A67X, 10JB4A68X,
10JB4A69X, 10JB4A72X,
10JB4A73X, 10JB4A74X,
10JB4A75X, 10JB4A76X,
10JB4A77X, 10JB4A78X,
10JB4A79X, 10JB4A80X,
10JB4A81X, 10JB4A82X,
10JB4A83X, 10JB4A84X,
10JB4A85X, 10JB4A86X,
10JB4A87X, 10JB4A88X,
10JB4A89X, 10JB4A91X,
10JB4A92X, 10JB4A93X,
10JB4A94X, 10JB4A95X,
10JB4A96X, 10JB4A97X,
10JB4A98X, 10JB4A99X,
10JB4B01X, 10JB4B02X,
10JB4B03X, 10JB4B04X,
10JB4B05X, 10JB4B06X,
10JB4B07X, 10JB4B08X,
10JB4B09X, 10JB4B10X,
10JB4B11X, 10JB4B12X,
10JB4B13X, 10JB4B14X,
10JB4B15X, 10JB4B16X,
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10JB4B17X, 10JB4B18X,
10JB4B19X, 10JB4B20X,
10JB4B21X, 10JB4B22X,
10JB4B23X, 10JB4B24X,
10JB4B25X, 10JB4B26X,
10JB4B27X, 10JB4B28X,
10JB4B29X, 10JB4B30X,
10JB4B31X, 10JB4B32X,
10JB4B33X, 10JB4B34X,
10JB4B35X, 10JB4B36X,
10JB4B37X, 10JB4B38X,
10JB4B39X, 10JB4B40X,
10JB4B41X, 10JB4B42X,
10JB4B43X, 10JB4B44X,
10JB4B45X, 10JB4B46X,
10JB4B47X, 10JB4B48X,
10JB4B49X, 10JB4B50X,
10JB4B51X, 10JB4B52X,
10JB4B54X, 10JB4B55X,
10JB4B56X, 10JB4B57X,
10JB4B58X, 10JB4B59X,
10JB4B60X, 10JB4B61X,
10JB4B62X, 10JB4B63X,
10JB4B64X, 10JB4B65X,
10JB4B66X, 10JB4B67X,
10JB4B68X, 10JB4B69X,
10JB4B70X, 10JB4B71X,
10JB4B72X, 10JB4B73X,
10JB4B74X, 10JB4B76X,
10JB4B77X, 10JB4B78X,
10JB4B79X, 10JB4B80X,
10JB4B81X, 10JB4B82X,
10JB4B83X, 10JB4B84X,
10JB4B85X, 10JB4B86X,
10JB4B87X, 10JB4B88X,
10JB4B90X, 10JB4B91X,
10JB4B92X, 10JB4B93X,
10JB4B94X, 10JB4B95X,
10JB4B96X, 10JB4B97X,
10JB4B98X, 10JB4B99X,
10JB4C03X, 10JB4C04X,
10JB4C06X, 10JB4C07X,
10JB4C08X, 10JB4C09X,
10JB4C10X, 10JB4C11X,
10JB4C12X, 10JB4C13X,
10JB4C14X, 10JB4C15X,
10JB4C16X, 10JB4C17X,
10JB4C18X, 10JB4C19X,
10JB4C20X, 10JB4C21X,
10JB4C22X, 10JB4C23X,
10JB4C24X, 10JB4C25X,
10JB4C26X, 10JB4C27X,
10JB4C28X, 10JB4C29X,
10JB4C30X, 10JB4C31X,
10JB4C32X, 10JB4C33X,
10JB4C34X, 10JB4C35X,
10JB4C36X, 10JB4C37X,
10JB4C38X, 10JB4C39X,
10JB4C40X, 10JB4C41X,
10JB4C42X, 10JB4C43X,
10JB4C44X, 10JB4C45X,
10JB4C46X, 10JB4C47X,
10JB4C48X, 10JB4C49X,
10JB4C50X, 10JB4C51X,
10JB4C52X, 10JB4C53X,
10JB4C54X, 10JB4C55X,
10JB4C56X, 10JB4C57X,
10JB4C58X, 10JB4C59X,
10JB4C61X, 10JB4C62X,
10JB4C63X, 10JB4C64X,
10JB4C65X, 10JB4C66X,
10JB4C67X, 10JB4C68X,
10JB4C69X, 10JB4C70X,
10JB4C71X, 10JB4C72X,
10JB4C73X, 10JB4C75X,
10JB4C76X, 10JB4C77X,
10JB4C78X, 10JB4C79X,
10JB4C80X, 10JB4C81X,
10JB4C82X, 10JB4C84X,
10JB4C85X, 10JB4C86X,
10JB4C87X, 10JB4C88X,
10JB4C89X, 10JB4C90X,
10JB4C91X, 10JB4C92X,
10JB4C93X, 10JB4C94X,
10JB4C95X, 10JB4C96X,
10JB4C97X, 10JB4C98X,
10JB4D01X, 10JB4D02X,
10JB4D04X, 10JB4D05X,
10JB4D06X, 10JB4D07X,
10JB4D08X, 10JB4D09X,
10JB4D10X, 10JB4D11X,
10JB4D12X, 10JB4D13X,
10JB4D14X, 10JB4D15X,
10JB4D16X, 10JB4D17X,
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10JB4D18X, 10JB4D19X,
10JB4D20X, 10JB4D21X,
10JB4D22X, 10JB4D23X,
10JB4D24X, 10JB4D25X,
10JB4D26X, 10JB4D27X,
10JB4D28X, 10JB4D29X,
10JB4D30X, 10JB4D31X,
10JB4D32X, 10JB4D33X,
10JB4D34X, 10JB4D35X,
10JB4D36X, 10JB4D37X,
10JB4D38X, 10JB4D39X,
10JB4D40X, 10JB4D41X,
10JB4D42X, 10JB4D43X,
10JB4D44X, 10JB4D45X,
10JB4D46X, 10JB4D47X,
10JB4D48X, 10JB4D49X,
10JB4D50X, 10JB4D51X,
10JB4D52X, 10JB4D53X,
10JB4D54X, 10JB4D55X,
10JB4D56X, 10JB4D57X,
10JB4D58X, 10JB4D59X,
10JB4D60X, 10JB4D61X,
10JB4D62X, 10JB4D63X,
10JB4D64X, 10JB4D65X,
10JB4D66X, 10JB4D67X,
10JB4D68X, 10JB4D69X,
10JB4D70X, 10JB4D71X,
10JB4D72X, 10JB4D73X,
10JB4D74X, 10JB4D75X,
10JB4D76X, 10JB4D77X,
10JB4D78X, 10JZ4A01X,
10JZ4A02X, 10JZ4A03X,
10JZ4A04X, 10JZ4A05X,
10JZ4A06X, 10JZ4A07X,
10JZ4A08X, 10JZ4A11X,
10JZ4A12X, 10JZ4A13X,
10JZ4A14X, 10JZ4A15X,
10JZ4A16X, 10JZ4A17X,
10JZ4A18X, 10JZ4A19X,
10JZ4A20X, 10JZ4A21X,
10JZ4A23X, 10JZ4A24X,
10JZ4A25X, 10JZ4A26X,
10JZ4A27X, 10JZ4A28X,
10JZ4A29X, 10JZ4A30X,
10JZ4A32X, 10JZ4A33X,
10JZ4A34X, 10JZ4A35X,
10JZ4A36X, 10JZ4A37X,
10JZ4A38X, 10JZ4A39X,
10JZ4A40X, 10JZ4A41X,
10JZ4A42X, 10JZ4A43X,
10JZ4A44X, 10JZ4A45X,
10JZ4A46X, 10JZ4A47X,
10JZ4A48X, 10JZ4A49X,
10JZ4A50X, 10JZ4A51X,
10JZ4A52X, 10JZ4A53X,
10JZ4A54X, 10JZ4A55X,
10JZ4A56X, 10JZ4A57X,
10JZ4A58X, 10JZ4A59X,
10JZ4A60X, 10JZ4A61X,
10JZ4A62X, 10JZ4A63X,
10JZ4A64X, 10JZ4A65X,
10JZ4A66X, 10JZ4A67X,
10JZ4A68X, 10JZ4A69X,
10JZ4A70X, 10JZ4A71X,
10JZ4A72X, 10JZ4A74X,
10JZ4A75X, 10JZ4A76X,
10JZ4A77X, 10JZ4A78X,
10JZ4A79X, 10JZ4A80X,
10JZ4A81X, 10JZ4A82X,
10JZ4A83X, 10JZ4A84X,
10JZ4A85X, 10JZ4A86X,
10JZ4A87X, 10JZ4A88X,
10JZ4A89X, 10JZ4A90X,
10JZ4A91X, 10JZ4A92X,
10JZ4A93X, 10JZ4A94X,
10JZ4A95X, 10JZ4A96X,
10JZ4A97X, 10JZ4A98X,
10JZ4A99X, 10JZ4B01X, 10JZ4B02X,
10JZ4B03X, 10JZ4B04X, 10JZ4B06X,
10JZ4B07X, 10JZ4B08X, 10JZ4B09X,
10JZ4B10X, 10JZ4B11X, 10JZ4B12X,
10JZ4B13X, 10JZ4B14X, 10JZ4B15X,
10JZ4B16X, 10JZ4B17X, 10JZ4B18X,
10JZ4B19X, 10JZ4B21X, 10JZ4B22X,
10JZ4B23X, 10JZ4B24X, 10JZ4B25X,
10JZ4B26X, 10JZ4B29X, 10JZ4B30X,
10JZ4B31X, 10JZ4B32X, 10JZ4B33X,
10JZ4B34X, 10JZ4B35X, 10JZ4B36X,
10JZ4B37X, 10JZ4B38X, 10JZ4B39X,
10JZ4B40X, 10JZ4B42X, 10JZ4B43X,
10JZ4B44X, 10JZ4B45X, 10JZ4B47X,
10JZ4B48X, 10JZ4B49X, 10JZ4B50X,
10JZ4B51X, 10JZ4B52X, 10JZ4B53X,
10JZ4B54X, 10JZ4B56X, 10JZ4B57X,
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10JZ4B58X, 10JZ4B59X, 10JZ4B60X,
10JZ4B61X, 10JZ4B62X, 10JZ4B63X,
10JZ4B64X, 10JZ4B65X, 10JZ4B66X,
10JZ4B67X, 10JZ4B68X, 10JZ4B69X,
10JZ4B70X, 10JZ4B71X, 10JZ4B72X,
10JZ4B73X, 10JZ4B74X, 10JZ4B75X,
10JZ4B76X, 10JZ4B77X, 10JZ4B78X,
10JZ4B79X, 10JZ4B80X, 10JZ4B81X,
10JZ4B82X, 10JZ4B83X, 10JZ4B84X,
10JZ4B85X, 10JZ4B86X, 10JZ4B87X,
10JZ4B88X, 10JZ4B89X, 10JZ4B90X,
10JZ4B91X, 10JZ4B93X, 10JZ4B94X,
10JZ4B95X, 10JZ4B96X, 10JZ4B97X,
10JZ4B98X, 10JZ4B99X, 10JZ4C01X,
10JZ4C02X, 10JZ4C04X, 10JZ4C05X,
10JZ4C07X, 10JZ4C08X, 10JZ4C09X,
10JZ4C10X, 10JZ4C11X, 10JZ4C12X,
10JZ4C13X, 10JZ4C14X, 10JZ4C15X,
10JZ4C16X, 10JZ4C17X, 10JZ4C18X,
10JZ4C19X, 10JZ4C20X, 10JZ4C21X,
10JZ4C22X, 10JZ4C23X, 10JZ4C24X,
10JZ4C25X, 10JZ4C26X, 10JZ4C27X,
10JZ4C28X, 10JZ4C29X, 10JZ4C30X,
10JZ4C31X, 10JZ4C32X,
10KA4A01X, 10KA4A02X,
10KA4A03X, 10KA4A04X,
10KA4A05X, 10KA4A06X,
10KA4A07X, 10KA4A08X,
10KA4A09X, 10KA4A10X,
10KA4A11X, 10KA4A12X,
10KA4A13X, 10KA4A14X,
10KA4A15X, 10KA4A16X,
10KA4A17X, 10KA4A18X,
10KA4A19X, 10KA4A21X,
10KA4A22X, 10KA4A23X,
10KA4A24X, 10KA4A25X,
10KA4A26X, 10KA4A27X,
10KA4A28X, 10KA4A29X,
10KA4A30X, 10KA4A31X,
10KA4A32X, 10KA4A33X,
10KA4A34X, 10KA4A35X,
10KA4A36X, 10KA4A37X,
10KA4A38X, 10KA4A39X,
10KA4A40X, 10KA4A41X,
10KA4A42X, 10KA4A43X,
10KA4A44X, 10KA4A45X,
10KA4A46X, 10KA4A47X,
10KA4A48X, 10KA4A49X,
10KA4A50X, 10KA4A51X,
10KA4A52X, 10KA4A53X,
10KA4A54X, 10KA4A55X,
10KA4A56X, 10KA4A57X,
10KA4A59X, 10KA4A61X,
10KA4A62X, 10KA4A63X,
10KA4A64X, 10KA4A65X,
10KB4A01X, 10KB4A02X,
10KB4A03X, 10KB4A04X,
10KB4A05X, 10KB4A06X,
10KB4A07X, 10KB4A08X,
10KB4A09X, 10KB4A10X,
10KB4A11X, 10KB4A12X,
10KB4A13X, 10KB4A14X,
10KB4A15X, 10KB4A16X,
10KB4A17X, 10KB4A18X,
10KB4A19X, 10KB4A20X,
10KB4A21X, 10KB4A22X,
10KB4A23X, 10KB4A24X,
10KB4A25X, 10KB4A26X,
10KB4A27X, 10KB4A28X,
10KB4A29X, 10KB4A30X,
10KB4A31X, 10KB4A32X,
10KB4A33X, 10KB4A34X,
10KB4A35X, 10KB4A36X,
10KB4A37X, 10KB4A38X,
10KB4A39X, 10KB4A40X,
10KB4A41X, 10KB4A42X,
10KB4A44X, 10KB4A45X,
10KB4A46X, 10KB4A47X,
10KB4A49X, 10KB4A50X,
10KB4A51X, 10KB4A52X,
10KB4A53X, 10KB4A54X,
10KB4A55X, 10KB4A56X,
10KB4A57X, 10KB4A58X,
10KB4A59X, 10KB4A60X,
10KB4A61X, 10KB4A62X,
10KB4A63X, 10KB4A64X,
10KB4A65X, 10KB4A66X,
10KB4A67X, 10KB4A69X,
10KB4A70X, 10KB4A71X,
10KB4A72X, 10KB4A73X,
10KB4A74X, 10KB4A75X,
10KB4A76X, 10KB4A77X,
10KB4A78X, 10KB4A79X,
10KB4A80X, 10KB4A81X,
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10KB4A82X, 10KB4A84X,
10KB4A86X, 10KB4A87X,
10KB4A88X, 10KB4A89X,
10KB4A90X, 10KB4A91X,
10KB4A93X, 10KB4A94X,
10KB4A95X, 10KB4A96X,
10KB4A97X, 10KB4A99X,
10KB4B18X, 10KB4B19X,
10KB4B21X, 10KB4B22X,
10KB4B23X, 10KB4B24X,
10KB4B25X, 10KB4B26X,
10KB4B27X, 10KB4B28X,
10KB4B29X, 10KB4B30X,
10KB4B31X, 10KB4B32X,
10KB4B33X, 10KB4B34X,
10KB4B35X, 10KB4B36X,
10KB4B37X, 10KB4B38X,
10KB4B39X, 10KB4B40X,
10KB4B41X, 10KB4B42X,
10KB4B43X, 10KB4B44X,
10KB4B45X, 10KB4B46X,
10KB4B47X, 10KB4B48X,
10KB4B49X, 10KB4B50X,
10KB4B51X, 10KB4B52X,
10KB4B53X, 10KB4B54X,
10KB4B55X, 10KB4B56X,
10KB4B57X, 10KB4B58X,
10KB4B59X, 10KB4B60X,
10KB4B61X, 10KB4B62X,
10KB4B63X, 10KB4B64X,
10KB4B66X, 10KB4B67X,
10KB4B68X, 10KB4B69X,
10KB4B70X, 10KB4B71X,
10KB4B72X, 10KB4B73X,
10KB4B74X, 10KB4B75X,
10KB4B76X, 10KC4A00X,
10KC4A01X, 10KC4A02X,
10KC4A03X, 10KC4A04X,
10KC4A06X, 10KC4A07X,
10KC4A08X, 10KC4A09X,
10KC4A10X, 10KC4A11X,
10KC4A12X, 10KC4A13X,
10KC4A14X, 10KC4A15X,
10KC4A16X, 10KC4A17X,
10KC4A18X, 10KC4A19X,
10KC4A20X, 10KC4A21X,
10KC4A22X, 10KC4A23X,
10KC4A24X, 10KC4A25X,
10KC4A26X, 10KC4A27X,
10KC4A28X, 10KC4A29X,
10KC4A30X, 10KC4A31X,
10KC4A32X, 10KC4A33X,
10KC4A34X, 10KC4A35X,
10KC4A36X, 10KC4A37X,
10KC4A38X, 10KC4A39X,
10KC4A40X, 10KC4A41X,
10KC4A42X, 10KC4A43X,
10KC4A44X, 10KC4A45X,
10KC4A46X, 10KC4A47X,
10KC4A48X, 10KC4A49X,
10KC4A50X, 10KC4A51X,
10KC4A52X, 10KC4A53X,
10KC4A54X, 10KC4A55X,
10KC4A56X, 10KC4A57X,
10KC4A58X, 10KC4A59X,
10KC4A60X, 10KC4A61X,
10KC4A62X, 10KC4A63X,
10KC4A64X, 10KC4A65X,
10KC4A66X, 10KC4A67X,
10KC4A68X, 10KC4A70X,
10KC4A71X, 10KC4A72X,
10KC4A73X, 10KC4A74X,
10KC4A75X, 10KC4A76X,
10KC4A77X, 10KC4A78X,
10KC4A79X, 10KC4A80X,
10KC4A81X, 10KC4A82X,
10KC4A83X, 10KC4A84X,
10KC4A85X, 10KC4A86X,
10KC4A87X, 10KC4A88X,
10KC4A89X, 10KC4A90X,
10KC4A91X, 10KC4A92X,
10KC4A93X, 10KC4A94X,
10KC4A95X, 10KC4A96X,
10KC4A97X, 10KC4A98X,
10KC4A99X, 10KC4B00X,
10KC4B01X, 10KC4B02X,
10KC4B03X, 10KC4B04X,
10KC4B05X, 10KC4B06X,
10KC4B07X, 10KC4B08X,
10KC4B09X, 10KC4B10X,
10KC4B12X, 10KC4B13X,
10KC4B14X, 10KC4B15X,
10KC4B16X, 10KC4B17X,
10KC4B18X, 10KC4B19X,
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10KC4B20X, 10KC4B21X,
10KC4B22X, 10KC4B23X,
10KC4B24X, 10KC4B25X,
10KC4B26X, 10KC4B27X,
10KC4B28X, 10KC4B29X,
10KC4B31X, 10KC4B32X,
10KC4B33X, 10KC4B35X,
10KC4B36X, 10KC4B37X,
10KC4B39X, 10KC4B40X,
10KC4B41X, 10KC4B42X,
10KC4B43X, 10KC4B44X,
10KC4B45X, 10KC4B46X,
10KC4B47X, 10KC4B48X,
10KC4B49X, 10KC4B50X,
10KC4B51X, 10KC4B52X,
10KC4B53X, 10KC4B54X,
10KC4B55X, 10KC4B56X,
10KC4B57X, 10KC4B58X,
10KC4B59X, 10KC4B60X,
10KC4B61X, 10KC4B62X,
10KC4B63X, 10KC4B64X,
10KC4B65X, 10KC4B66X,
10KC4B67X, 10KC4B68X,
10KC4B69X, 10KC4B70X,
10KC4B71X, 10KC4B72X,
10KC4B73X, 10KC4B74X,
10KC4B75X, 10KC4B76X,
10KC4B77X, 10KC4B78X,
10KC4B79X, 10KC4B80X,
10KC4B81X, 10KC4B82X,
10KC4B83X, 10KC4B84X,
10KC4B85X, 10KC4B86X,
10KC4B87X, 10KC4B88X,
10KC4B89X, 10KC4B90X,
10KC4B91X, 10KC4B92X,
10KC4B93X, 10KC4B94X,
10KC4B95X, 10KC4B96X,
10KC4B97X, 10KC4B98X,
10KC4B99X, 10KC4C00X,
10KC4C01X, 10KC4C02X,
10KC4C03X, 10KC4C05X,
10KC4C06X, 10KC4C07X,
10KC4C08X, 10KC4C09X,
10KC4C11X, 10KC4C12X,
10KC4C13X, 10KC4C14X,
10KC4C16X, 10KC4C17X,
10KC4C18X, 10KC4C19X,
10KC4C21X, 10KC4C22X,
10KC4C23X, 10KC4C24X,
10KZ4A01X, 10KZ4A02X,
10KZ4A03X, 10KZ4A04X,
10KZ4A05X, 10KZ4A06X,
10KZ4A07X, 10KZ4A08X,
10KZ4A09X, 10KZ4A10X,
10KZ4A11X, 10KZ4A12X,
10KZ4A13X, 10KZ4A14X,
10KZ4A15X, 10KZ4A16X,
10KZ4A17X, 10KZ4A18X,
10KZ4A19X, 10KZ4A20X,
10KZ4A21X, 10KZ4A22X,
10KZ4A23X, 10KZ4A24X,
10KZ4A25X, 10KZ4A26X,
10KZ4A27X, 10KZ4A28X,
10KZ4A29X, 10KZ4A30X,
10KZ4A31X, 10KZ4A32X,
10KZ4A33X, 10KZ4A34X,
10KZ4A35X, 10KZ4A36X,
10KZ4A38X, 10KZ4A39X,
10KZ4A40X, 10KZ4A41X,
10KZ4A42X, 10KZ4A43X,
10KZ4A45X, 10LA4A71X,
10LA4A72X, 10LA4A73X,
10LA4A74X, 10LA4A75X,
10LA4A76X, 10LA4A78X,
10LA4A79X, 10LA4A80X,
10LA4A81X, 10LA4A82X,
10LA4A83X, 10LA4A84X,
10LA4A85X, 10LA4A86X,
10LA4A87X, 10LA4A88X,
10LA4A89X, 10LA4A90X,
10LA4A91X, 10LA4A92X,
10LA4A93X, 10LA4A94X,
10LA4A95X, 10LA4A96X,
10LA4A97X, 10LA4A98X,
10LA4A99X, 10LA4B01X,
10LA4B02X, 10LA4B04X,
10LA4B05X, 10LA4B06X,
10LA4B07X, 10LA4B08X,
10LA4B09X, 10LA4B10X,
10LA4B11X, 10LA4B12X,
10LA4B13X, 10LA4B14X,
10LA4B15X, 10LA4B16X,
10LA4B17X, 10LA4B18X,
10LA4B19X, 10LA4B20X,
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10LA4B21X, 10LA4B22X,
10LA4B23X, 10LA4B24X,
10LB4A01X, 10LB4A02X,
10LB4A03X, 10LB4A04X,
10LB4A05X, 10LB4A06X,
10LB4A07X, 10LB4A09X,
10LB4A10X, 10LB4A11X,
10LB4A12X, 10LB4A13X,
10LB4A14X, 10LB4A15X,
10LB4A16X, 10LB4A17X,
10LB4A18X, 10LB4A19X,
10LB4A20X, 10LB4A22X,
10LB4A23X, 10LB4A24X,
10LB4A26X, 10LB4A27X,
10LB4A28X, 10LB4A29X,
10LB4A31X, 10LB4A32X,
10LB4A33X, 10LB4A34X,
10LB4A35X, 10LB4A36X,
10LB4A37X, 10LB4A38X,
10LB4A39X, 10LB4A40X,
10LB4A42X, 10LB4A43X,
10LB4A44X, 10LB4A45X,
10LB4A46X, 10LB4A47X,
10LB4A48X, 10LB4A49X,
10LB4A50X, 10LB4A51X,
10LB4A52X, 10LB4A53X,
10LB4A54X, 10LB4A55X,
10LB4A56X, 10LB4A57X,
10LB4A58X, 10LB4A59X,
10LB4A60X, 10LB4A61X,
10LB4A62X, 10LB4A63X,
10LB4A64X, 10LB4A66X,
10LB4A67X, 10LB4A68X,
10LB4A69X, 10LB4A71X,
10LB4A73X, 10LB4A74X,
10LB4A75X, 10LB4A76X,
10LB4A78X, 10LB4A79X,
10LB4A80X, 10LB4A81X,
10LB4A82X, 10LB4A83X,
10LB4A84X, 10LB4A85X,
10LB4A86X, 10LB4A87X,
10LB4A88X, 10LB4A89X,
10LB4A91X, 10LB4A92X,
10LB4A93X, 10LB4A94X,
10LB4A95X, 10LB4A96X,
10LB4A98X, 10LB4A99X,
10LC4A00X, 10LC4A01X,
10LC4A02X, 10LC4A03X,
10LC4A04X, 10LC4A05X,
10LC4A06X, 10LC4A07X,
10LC4A08X, 10LC4A09X,
10LC4A10X, 10LC4A11X,
10LC4A13X, 10LC4A14X,
10LC4A17X, 10LC4A19X,
10LC4A21X, 10LC4A23X,
10LC4A25X, 10LC4A26X,
10LC4A27X, 10LC4A28X,
10LC4A29X, 10LC4A30X,
10LC4A31X, 10LC4A32X,
10LC4A33X, 10LC4A34X,
10LC4A35X, 10LC4A36X,
10LC4A37X, 10LC4A41X,
10LC4A42X, 10LC4A43X,
10LC4A44X, 10LC4A45X,
10LC4A46X, 10LC4A47X,
10LC4A48X, 10LC4A49X,
10LC4A50X, 10LC4A51X,
10LC4A52X, 10LC4A53X,
10LC4A54X, 10LC4A55X,
10LC4A56X, 10LC4A58X,
10LC4A59X, 10LC4A60X,
10LC4A61X, 10LC4A62X,
10LC4A63X, 10LC4A64X,
10LC4A65X, 10LC4A66X,
10LC4A67X, 10LC4A68X,
10LC4A69X, 10LC4A70X,
10LC4A71X, 10LC4A73X,
10LC4A74X, 10LC4A75X,
10LC4A76X, 10LC4A77X,
10LC4A78X, 10LC4A79X,
10LC4A80X, 10LC4A81X,
10LC4A82X, 10LC4A83X,
10LC4A84X, 10LC4A85X,
10LC4A86X, 10LC4A87X,
10LC4A88X, 10LC4A89X,
10LC4A90X, 10LC4A91X,
10LC4A92X, 10LC4A93X,
10LC4A95X, 10LC4A96X,
10LC4A97X, 10LC4A98X,
10LC4A99X, 10LC4B00X,
10LC4B01X, 10LC4B02X,
10LC4B04X, 10LC4B05X,
10LC4B06X, 10LC4B07X,
10LC4B08X, 10LC4B09X,
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10LC4B10X, 10LC4B11X,
10LC4B12X, 10LC4B13X,
10LC4B14X, 10LC4B15X,
10LC4B17X, 10LC4B18X,
10LC4B19X, 10LZ4A37X,
10LZ4A38X, 10LZ4A39X,
10LZ4A40X, 10LZ4A41X,
10LZ4A42X, 10LZ4A43X,
10LZ4A44X, 10LZ4A45X,
10LZ4A46X, 10LZ4A48X,
10LZ4A49X, 10LZ4A50X,
10LZ4A51X, 10LZ4A52X,
10LZ4A53X, 10LZ4A54X,
10LZ4A55X, 10LZ4A56X,
10LZ4A57X, 10LZ4A58X,
10LZ4A59X, 10LZ4A60X,
10LZ4A61X, 10LZ4A62X,
10LZ4A63X, 10LZ4A64X,
10LZ4A65X, 10LZ4A66X,
10LZ4A67X, 10LZ4A68X,
10LZ4A69X, 10LZ4A70X,
10LZ4A72X, 10LZ4A73X,
10LZ4A74X, 10LZ4A75X,
10LZ4A76X, 10LZ4A77X,
10LZ4A78X, 10LZ4A80X,
10LZ4A81X, 10LZ4A82X,
10LZ4A83X, 10LZ4A84X,
10LZ4A85X, 10LZ4A86X,
10LZ4A87X, 10LZ4A88X,
10LZ4A89X, 10LZ4A90X,
10LZ4A91X, 10LZ4A92X,
10LZ4A93X, 10LZ4A94X,
10LZ4A95X, 2MA00002X,
2MA00004X, 2MA00006X,
2MA00009X, 2MA00010X,
2MA00012X, 2MA00014X,
2MA00020X, 2MA00028X,
2MA00029X, 2MA00039X,
2MA00041X, 2MA00042X,
2MA00043X, 2MA00051X,
2MA00057X, 2MA00059X,
2MA00076X, 2MA00088X,
2MA00089X, 2MA00091X,
2MA00095X, 2MA00101X,
2MA00103X, 2MA00110X,
2MA00111X, 2MA00113X,
2MA00120X, 2MA00137X,
2MA00142X, 2MA00151X,
2MA00152X, 2MA00153X,
2MA00154X, 2MA00155X,
2MA00158X, 2MA00159X,
2MA00160X, 2MA00163X,
2MA00165X, 2MA00168X,
2MA00172X, 2MA00173X,
2MA00175X, 2MA00176X,
2MA00177X, 2MA00185X,
2MA00188X, 2MA00196X,
2MA00201X, 2MA00203X,
2MA00205X, 2MA00206X,
2MA00218X, 2MA00223X,
2MA00224X, 2MA00230X,
2MA00260X, 2MA00274X,
2MA00277X, 2MA00278X,
2MA00285X, 2MA00291X


Prometra (Clinical)
Programmable Pumps


01827 Not listed 10ET4A02, 10ET4A06, 10ET4A07,
10ET4A20, 10ET4A21, 10ET4A46,
10IT4A16, 10IT4A21, 10IT4A22,
36AR4A01, 36AR4A02, 36AR4A03,
36AR4A04, 36AR4A05, 36AR4A06,
36AR4A07, 36AR4A08, 36AR4A09,
36AR4A10, 36AR4A11, 36AR4A12,
36AR4A13, 36AR4A14, 36AR4A15,
36AR4A16, 36AR4A17, 36AR4A18,
36AR4A19, 36AR4A20, 36AR4A21,
36AR4A22, 36AR4A23, 36AR4A24,
36AR4A27, 36AR4A29, 36AR4A30,
36AR4A31, 36AR4A32, 36AR4A33,
36AR4A34, 36AR4A35, 36AR4A37,
36BS4A08, 36BS4A17, 36BS4A18,
36ES4A03, 36ES4A07, 36ES4A08,
36ES4A14, 36ES4A15, 36ES4A17,
36ES4A18, 36ES4A19, 36ES4A20,
36ES4A22, 36ES4A28, 36ES4A33,
36FR4A01, 36FR4A08, 36FR4A09,
36FR4A12, 36FR4A13, 36FR4A16,
36FR4A19, 36FR4A22, 36FR4A24,
36HS4A01, 36HS4A02, 36HS4A04,
36HS4A07, 36HS4A10, 36HS4A14,
36HS4A20, 36HS4A21, 36HS4A22,
36HS4A23, 36HS4A25, 36HS4A26,
36HS4A27, 36HS4A29, 36HS4A34,
36HS4A39, 36HS4A42, 36HS4A43,


www.ecri.org . Printed from Health Devices Alerts on Thursday, June 13, 2019 Page 38


©2019 ECRI Institute
5200 Butler Pike, Plymouth Meeting, PA 19462-1298, USA
May be reproduced by subscribing institution for internal distribution only.







36HS4A46, 36HS4A51, 36HS4A53,
36HS4A54, 36HS4A55, 36HS4A61,
36JN4A03, 36JN4A04, 36JN4A06,
36JN4A07, 36JN4A08, 36JN4A09,
36JN4A10, 36JN4A11, 36JN4A12,
36JN4A13, 36JN4A14, 36JN4A15,
36JN4A16, 36JN4A17, 36JN4A18,
36JN4A19, 36JN4A21, 36JN4A22,
36JN4A23, 36JN4A25, 36JN4A26,
36JN4A27, 36JN4A28, 36JN4A29,
36JN4A30, 36JN4A31, 36JN4A32,
36JN4A33, 36JN4A35, 36JN4A37,
36JN4A39, 36KN4A01, 36KN4A02,
36KN4A03, 36KN4A04, 36KN4A05,
36KN4A06, 36KN4A07, 36KN4A08,
36KN4A09, 36KN4A10, 36KN4A11,
36KN4A12, 36KN4A13, 36KN4A15,
36KN4A16, 36KN4A17, 36KN4A18,
36KN4A19, 36KN4A20, 36KN4A21,
36KN4A22, 36KN4A23, 36KN4A24,
36KN4A25, 36KN4A26, 36KN4A27,
36KN4A28, 36KN4A29, 36KN4A30,
36KN4A31, 36KN4A32, 36KN4A33,
36KN4A34, 36KN4A35, 36KN4A36,
36KN4A38, 36KN4A40, 36KN4A41,
36KN4A42, 36KN4A43, 36KN4A44,
36KN4A45


Geographic Regions: U.S.


Manufacturer(s): Flowonix Medical Inc500 International Dr Suite 200, Mt Olive, NJ 07828, United States  


Suggested Distribution: Clinical/Biomedical Engineering, Critical Care, Emergency/Outpatient Services, Nursing, OR/Surgery, Diagnostic
Imaging, Information Technology, Pain Clinic, Materials Management


Problem:
FDA's Center for Devices and Radiological Health (CDRH) states that the above pumps may shut down unexpectedly if Error 115, an alarm associated
with a watchdog timer timeout, is triggered. There has been an increase of Error 115 occurrences because of a software defect caused by a healthcare
provider using a Clinician Programmer, software version 2.00.29, to program a bridge or demand bolus while the pump is set to either a periodic flow or
multiple rates flow mode. The firm states that the pump stop following "Error Code 115" will occur only after the bridge or demand bolus is complete,
which could take up to 72 hours. In addition, in the event of any cause of an "Error Code 115," the pump sounds a one-beep alarm and then shuts down.
This behavior differs from that listed in the instructions for use (IFU), which states that the pump will sound three long (half-second) beeps every 30
minutes for all critical errors. Because it is unlikely that the patient will notice the single beep, the delay in the patient becoming aware that the pump has
stopped delivering therapy may be significant, which may delay resumption of drug therapy. FDA's CDRH also states that the manufacturer initiated a
recall by Urgent Recall Notice letter on March 21, 2019.
 


Action Needed:
Identify any affected product in your inventory and any patients implanted with affected product. If you have affected product, verify that you have
received the Urgent Recall Notice letter from Flowonix. Flowonix recommends that you discontinue use of the periodic flow or multiple rates flow mode
functions in combination with a bridge or demand bolus using the above Clinician Programmers with software version 2.00.29. The error occurs only
when these functions are used together. If a bridge or demand bolus is needed, convert the patient to constant flow ode, then program the bridge or
demand bolus as needed (IFU PL-11803-04, page 30). Once the bolus is complete, revisit the patient or have him/her return to your clinic for
programming back into their original flow mode.
For Further Information:
Flowonix technical solutions department
Tel.: (855) 356-9665 
Website: Click here


�References:
● United States. Food and Drug Administration. Center for Devices and Radiological Health. Medical device recalls. Event ID: 82586.


Flowonix Medical Inc [online]. 2018 Jun 3 [cited 2019 Jun 4]. Available from Internet: Click here .


Comments:


● This alert is a living document and may be updated when ECRI Institute receives additional information.


Source(s):


● 2019 Jun 4. FDA CDRH Database. Class II. Z-1712-2019; Z-1713/1716-2019 Download
● 2019 Jun 11. Manufacturer. The manufacturer confirmed the information in the source material.
● 2019 Jun 12. FDA Enforcement Report. Class II. Z-1712-2019; Z-1713/1716-2019
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https://www.accessdata.fda.gov/scripts/cdrh/cfdocs/cfRES/res.cfm?start_search=1&amp;event_id=82586

https://www.accessdata.fda.gov/scripts/cdrh/cfdocs/cfRES/res.cfm?start_search=1&amp;event_id=82586

http://www.ecri.org/sites/alertscontent/Lists/SourceDocuments/Attachments/194439/20190321FlowonixPrometraPumpsProgrammersCDRH.pdf



(A32813) Flowonix-Prometra Programmable Pumps.pdf




, 


® ZIMMER BIOMET 


June 4, 2019 


To: 


Subject: 


Risk Managers and Surgeons 


URGENT MEDICAL DEVICE RECALL 


Affected Product: Ultra-Drive® Hose/Drape Assembly and Ultra-Drive® Irrigation Tubing Assembly 


.Item _/ :io.:~s~:fi~fi~~-.\- I . ,,'., 


·,- NUfuber.·- .·. , 
'. :.~ .-


-, .:::'.: , 


Ultra-Drive® 221437 


423833 Hose/Drape 216550 
Assembly 213612 


217761 


216489 


Ultra-Drive® 219913 
423834 Irrigation Tubing 220935 


Assembly 219661 


217370 


216611 


' \,/\,, .,,·'··-·_,-,- __ ,'.·.L•,,_j:;'c_:_',,.:-·-
;-Lot-Number.i.'- ·_, ._.-
·:·:•·' c',J'.-:'i'.,'.:<- ·-,'!." · '· • -·:· .. '·c:.·:': 


219825 218921 


211324 214994 


212877 212670 


215048 212966 
215524 212622 


212928 215445 


214669 218667 


211172 217767 


212076 214005 


212488 214118 


217766 


214545 


211638 


210002 


210867 
215329 
215623 


217556 


214546 


219305 


Ultra-Drive® 


Tubing 


,y,, 
: . ' 


,·' ':',, 
•:/' :J, 


216610 216610 


214315 213350 


211237 211325 
210848 209586 


210566 214051 


210972 210488 


214499 214995 


214255 214822 


Zimmer Biomet is conducting a medical device recall for the Ultra-Drive® Hose/Drape Assembly and 
Ultra-Drive® Irrigation Tubing Assembly due to insufficient data to support the labeled shelf life of 10 
years. 
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® ZIMMER BIOMET 


Describe immediate health 
consequences (injuries or 
illness) that may result from 
use of or exposure to the 
product issue. 


Describe long range health 
consequences (injuries or 
illness) that may result from 
use of or exposure to the 
product issue. 


Most Probable 


None 


Most Probable 


None 


Highest Severity 


Extension of Surgery< 30 
minutes while another tubing 
set is obtained or alternative 
method is used 


Highest Severity 


Infection, surgical interventions 
(Biologic Response) 


Our records indicate that you may have received one or more of the affected products. The affected units 
were distributed between September 2009 and March 2018. 


Risk Manager Responsibilities: 


1. Review this notification and ensure that affected personnel are aware of the contents. 


2. If you have affected product at your facility, assist your Zimmer Biomet sales representative and 
quarantine all affected product. Your Zimmer Biomet sales representative will remove the affected 
product from your facility. 


3. Complete Attachment 1 - Certificate of Acknowledgement and send to 
CorporateQuality.PostMarket@zimmerbiomet.com. This form must be returned even if you do not 
have affected products at your facility. 


4. Retain a copy of the acknowledgement form with your recall records in the event of a compliance 
audit of your facility's documentation. 


5. If you have further questions or concerns after reviewing this notice, please call customer service at 
574-371-3071 between 8:00 am and 5:00pm EST, Monday through Friday. Calls received outside of 
call center operating hours will receive a voicemail prompt or be transferred to an on-call 
representative in the event of an emergency. Alternatively, your questions may be emailed to 
Corporate0ua1ity.PostMarket@zimmerbiomet.com. 


Surgeon Responsibilities: 


1. Review this notification for awareness of the contents. 
2. There are no specific patient monitoring instructions related to this recall that are recommended 


beyond your existing follow-up schedule. 
3. Complete Attachment 1 - Certificate of Acknowledgement and send to 


CorporateQua1ity.PostMarket@zimmerbiomet.com. 
4. Retain a copy of the acknowledgement form with your recall records in the event of a compliance 


audit of your facility's documentation. 
5. If you have further questions or concerns after reviewing this notice, please call customer service at 


574-371-3071 between 8:00 am and 5:00pm EST, Monday through Friday. Calls received outside of 
call center operating hours will receive a voicemail prompt or be transferred to an on-call 
representative in the event of an emergency. Alternatively, your questions may be emailed to 
CorporateQuality.PostMarket@zimmerbiomet.com. 
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® ZIMMER BIOMET 


Other Information 
This medical device recall was reported to the U.S. Food and Drug Administration and will be reported to 
other Competent Authorities, Notified Bodies, and Regulatory Authorities as required. 


• Med Watch Reporting: Adverse reactions or quality problems experienced with the use of this 
product may be reported to the FDA's Med Watch Adverse Event Reporting program either online, 
by mail, or by fax. 


• Online: www.fda.gov/medwatch/report.htm 
• Mail: Use postage paid, pre-addressed form FDA 3500, available at: 


www.fda.gov/MedWatch/getforms.htm 
• Fax: 1-800-FDA-0178 


Under 21 CFR 803, manufacturers are also required to report any serious injuries where a product has 
contributed or may have contributed to the event. Please keep Zimmer Biomet informed of any adverse 
events associated with this product or any other Zimmer Biomet product by emailing 
product.experience@zimmerbiomet.com. 


Please be aware that the names of user facilities notified are routinely provided to the Competent 
Authorities for audit purposes. 


The undersigned confirms that this notice has been delivered to the appropriate Regulatory Agencies. 


Thank you for your assistance. We regret any inconvenience caused by this recall. 


Sincerely, 


Kevin W. Escapule 
Post Market Surveillance & Regulatory Compliance Director 
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® ZIMMER BIOMET 


ATTACHMENT 1 
Certificate of Acknowledgement 


IMMEDIATE RESPONSE REQUIRED - TIME SENSITIVE ACTION NEEDED 


Affected Product: Ultra-Drive® Hose/Drape Assembly and Ultra-Drive® Irrigation Tubing Assembly 


Field Action Reference: ZFA 2018-00634 


Please check one as applicable: 


D Hospital Facility D Surgeon 


Do you have affected product in your facility? 
(Hospital Facility Only: Please mark the appropriate response.) 


D Yes, we currently have one or more affected items in our facility. 


D No, we currently have no affected items in our facility. 


By signing below, I acknowledge that the required actions have been taken in accordance with this recall 
notice. 


Printed Name: ___________ Signature: ____________ _ 


Title: ___________ Telephone: ( ) __ -___ Date: __ / __ / __ 


Facility Name: 


Facility Address: __________________________ _ 


City: ______________ State: ____ ZIP: ________ _ 


Note: This form must be returned to Zimmer Biomet before this action is closed for your account. It is 
important that you complete this form and email a copy to 
CorporateQuality.PostMarket@zimmerbiomet.com or fax to 574-373-3589. 
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MedicalDevice Manufacturer Authorized Representative 

/Distributer 

Affected Yes/NoLink

ORTHO BioVue® 

System 

Cassettes    ,

Ortho-Clinical 

Diagnostics

Samir Photographic Supplies Co. 

Ltd.

https://ncmdr.sfda.gov.s

a/Secure/CA/CaViewRec

Tri-Level Cardiac 

Control

Randox Laboratories 

Ltd.

Bio Standards https://ncmdr.sfda.gov.s

VIP 

Radioimmunoassa

y Kits

DIAsource 

Immunoassays..

ABDULLA FOUAD HOLDING 

COMPANY

#

Non-active implantable devices

Biomet Oxford 

Partial Knee 

Phase 3 / Domed 

Lateral Femoral 

Drill Guide    .

Zimmer, INC…. Medical Regulations Gate https://ncmdr.sfda.gov.s

a/Secure/CA/CaViewRec

all.aspx?caid=2&rid=14

421

Lineum 4.35mm x 

28mm Translation 

Screw    ,

Zimmer, INC…. Medical Regulations Gate https://ncmdr.sfda.gov.s

a/Secure/CA/CaViewRec

UNI-Graft K DV 

Vascular 

Prostheses

Aesculap… ProMedEx#

Reusable devices

DA8K-10-14453 

British standard 

power cord           .

Shenzhen Mindray 

Biomedical Electronics 

Co., Ltd..

International Medical Supplies 

Company

https://ncmdr.sfda.gov.s

a/Secure/CA/CaViewRec

DA8K-10-14453 

British standard 

power cord    ,

Shenzhen Mindray Salehiya Trading Est. https://ncmdr.sfda.gov.s

a/Secure/CA/CaViewRec

Sterile Nail 

Nipper     ,

Centurion Medical 

Products

Bio Standards https://ncmdr.sfda.gov.s

Single-use devices

AXIUS Blower 

Mister

Getinge Disinfection 

AB

Gulf Medical Co.#

JELCO 

Hypodermic 

Needle-Pro 

EDGE      ,

Smiths Medical 

International Limited

almadar medical Est. https://ncmdr.sfda.gov.s

a/Secure/CA/CaViewRec

all.aspx?caid=2&rid=14

NxStage PureFlow 

B Solution      ,

NxStage Medical, Inc. REDWAN MEDICAL SERVICES https://ncmdr.sfda.gov.s

Pleur Evac Teleflex Medical. Arabian Trade House Est.https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=8&rid=14427

Page 4 of 5

https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=14402
https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=14424
https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=2&rid=14421
https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=2&rid=14414
https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=14417
https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=4&rid=14415
https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=2&rid=14412
https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=2&rid=14405
https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=2&rid=14404
https://ncmdr.sfda.gov.sa/Secure/CA/CaViewRecall.aspx?caid=8&rid=14427



[High Priority ] - A32842 : DIAsource—VIP Radioimmunoassay Kits: �May Generate Low CPM Values For Calibrators and Kit Controls, Potentially
Resulting in Unexpected Flat Calibration Curves and Loss of Discrimination Between Calibrators


[High Priority ] - A32842 : DIAsource—VIP Radioimmunoassay Kits: �May Generate Low CPM Values
For Calibrators and Kit Controls, Potentially Resulting in Unexpected Flat Calibration Curves and
Loss of Discrimination Between Calibrators
Medical Device Ongoing Action
Published: Tuesday, June 11, 2019
Last Updated: Wednesday, June 12, 2019


UMDNS Terms:
•  IVD Test Reagent/Kits, Immunoassay, Neuroendocrine Hormone, Vasoactive Intestinal Peptide [19925]


Product Identifier:
[Consumable]


Product DIAsource ImmunoAssays SA
Catalog No. Lot No. Expiration Date


Vasoactive Intestinal Polypeptide (VIP)
Radioimmunoassay (RIA) Kits


RB311, RB311RUO 191601 2019 Jun 28


Geographic Regions: Australia, Austria, France, Germany, Italy, Portugal, Spain, Sweden, Switzerland, The Netherlands, U.K.


Manufacturer(s): DIAsource ImmunoAssays SA Rue du Bosquet 2, 1348 Louvain-La-Neuve, Belgium 


Suggested Distribution: Clinical Laboratory/Pathology, Materials Management


Problem:
�In a June 4, 2019, Urgent Field Safety Notice letter posted by the U.K. Medicines and Healthcare Product Regulatory Agency (MHRA), DIAsource
states that it has received reports that low CPM values measured for the calibrators and kit controls generated with the above kits may lead to an
unexpected flat calibration curve and a loss of discrimination between the calibrators. The values of the above kit controls may fall out of the acceptable
ranges defined by DIAsource, leading to invalid assays. DIAsource also states that results generated with the above lots do not meet the performances
expected in the instructions for use (IFU); however, there is no risk of patient misdiagnosis related to this problem. DIAsource further states that tracer lot
19D08 may be causing this problem. As indicated in the IFU, "In order to enable the laboratory to completely monitor the consistent performance of the
assay, the following important factors should be checked: 1.The found concentrations of the controls should be within the limits given on the labels of the
vials". 


Action Needed:
�Identify any affected kits in your inventory. If you have affected kits, verify that you have received the June 4, 2019, Urgent Field Safety Notice letter
and Reply Form from DIAsource. Complete the Reply Form, and return it to DIAsource using the instructions on the form. Discontinue use of any
unopened VIP RIA boxes from lot 191601 until DIAsource provides replacement tracers for on-site device modification. Discard the tracer lot 19D08
from the above kits, and use the remaining reagents only in combination with the replacement tracer from DIAsource. DIAsource states that no follow-up
of patients or review of patients' previous results is necessary; the runs that have achieved correct kit controls values can be validated and the patient
samples can be released. Inform all relevant personnel at your facility of the information in the letter, and forward a copy of the letter to any facility to
which you have further distributed affected product.
For Further Information:
Valerie Preudhomme, DIAsource
Tel.: 32 (10) 849923
E-mail: Valerie.Preudhomme@diasource.be
Website: Click here


�References:


Great Britain. Medicines and Healthcare Products Regulatory Agency. DIAsource: VIP RIA (vasoactive intestinal polypeptide) [online].
London: Department of Health; 2019 Jun 10 [cited 2019 Jun 11]. (Field safety notice; reference no. 2019/006/005/291/008). Available from
Internet: Click here .


Comments:


● �This alert is a living document and may be updated when ECRI Institute receives additional information.


Source(s):


● 2019 Jun 11. MHRA FSN. 2019/006/005/291/008 Download
● 2019 Jun 11. MHRA FSN. CAPA30680 (includes reply form) Download
● 2019 Jun 12. Manufacturer. The manufacturer has confirmed the information provided in the source material.
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http://www.diasource-diagnostics.com/en/Contact
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http://www.ecri.org/sites/alertscontent/Lists/SourceDocuments/Attachments/194408/20190610DIAsourceVIPRIAMHRACP.pdf

http://www.ecri.org/sites/alertscontent/Lists/SourceDocuments/Attachments/194409/20190604DIAsourceVIPRIAMHRA.pdf
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[High Priority ] - A32841 : Aesculap—UNI-Graft K DV Vascular Prostheses: May Be Counterfeit


[High Priority ] - A32841 : Aesculap—UNI-Graft K DV Vascular Prostheses: May Be Counterfeit
Medical Device Ongoing Action
Published: Thursday, June 13, 2019


UMDNS Terms:
•  Stent/Grafts, Vascular  [18585]


Product Identifier:
[Consumable]


Product Aesculap AG
Article No. Lot No.


12 mm/15 cm UNI-Graft K DV Vascular
Prostheses


1101129 2173540157


Geographic Regions: (Impact in additional regions has not been identified or ruled out at the time of this posting), U.K.


Manufacturer(s): Aesculap AGAm Aesculap-Platz, D-78532 Tuttlingen, Germany


Suggested Distribution: Cardiology/Cardiac Catheterization Laboratory, OR/Surgery, Materials Management


Problem:
In a June 6, 2019, Safety Information letter posted by the U.K. Medicines and Healthcare Products Regulatory Agency (MHRA), Aesculap states that the
above grafts may be counterfeit. Aesculap states that because Aesculap may not be the manufacturer of the above grafts, it can make no statements
regarding performance characteristics, mechanical properties, biocompatibility, and sterility. The manufacturer has not confirmed the information
provided in the source material.
 


Action Needed:
Identify any affected product in your inventory. If you have affected product, verify that you have received the June 6, 2019, Safety Information letter,
Feedback Form, and Product Recall return form from Aesculap. The firm recommends that you inspect affected product before use to determine whether
the product has been delivered in double-sterile packaging in cartons of one piece each. Counterfeit products are single packed. For an illustration of
original and counterfeit packaging, see Figure 1 in the letter . Do not use grafts that are not correctly packed and labeled as indicated above. If you wish
to return affected product, return it, along with the Product Recall return form, to Aesculap, ATTN: LRP Siegfried Schwarz, at the address above. If you
destroy affected product, complete the Product Recall return form and return it to Aesculap using the information on the form. If you do not have affected
product, complete the Feedback Form and return it to Aesculap using the information on the form. Notify all relevant personnel at your facility of the
information in the letter, and forward a copy of the letter to any facility to which you have further distributed affected product.
 
For Further Information:
Michael Kohlhoff, B Braun
Tel.: 49 (30) 589897114
E-mail: michael.kohlhoff@bbraun.com
Website: Click here


References:
● Great Britain. Medicines and Healthcare Products Regulatory Agency. Aesculap AG: UNI-Graft® K DV (12 mm/15 cm) [online]. London:


Department of Health; 2019 Jun 10 [cited 2019 Jun 10]. (Field safety notice; reference no. 2019/006/006/701/019). Available from Internet: 
Click here .
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● This alert is a living document and may be updated when ECRI Institute receives additional information.
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● 2019 Jun 10. MHRA FSN. 2019/006/006/701/019 Download
● 2019 Jun 10. MHRA FSN. Aesculap letter (includes reply form) Download


www.ecri.org . Printed from Health Devices Alerts on Sunday, June 16, 2019 Page 1


©2019 ECRI Institute
5200 Butler Pike, Plymouth Meeting, PA 19462-1298, USA
May be reproduced by subscribing institution for internal distribution only.



http://www.ecri.org/sites/alertscontent/Lists/SourceDocuments/Attachments/194283/20190606AesculapUNIGraftVascularGraftsMHRA.pdf?option=80F0607

mailto:michael.kohlhoff@bbraun.com

https://www.aesculapusa.com/contact-us

https://www.gov.uk/drug-device-alerts/field-safety-notice-03-to-07-june-2019?utm_source=d8647239-40c1-4ba3-ba91-e18cf422898c&amp;utm_medium=email&amp;utm_campaign=govuk-notifications&amp;utm_content=immediate

https://www.gov.uk/drug-device-alerts/field-safety-notice-03-to-07-june-2019?utm_source=d8647239-40c1-4ba3-ba91-e18cf422898c&amp;utm_medium=email&amp;utm_campaign=govuk-notifications&amp;utm_content=immediate

http://www.ecri.org/sites/alertscontent/Lists/SourceDocuments/Attachments/194282/20190610AesculapUNIGraftVascularGraftsMHRA.pdf

http://www.ecri.org/sites/alertscontent/Lists/SourceDocuments/Attachments/194283/20190606AesculapUNIGraftVascularGraftsMHRA.pdf



(A32841) Aesculap-UNI-Graft K DV Vascular Prostheses.pdf




GETlnGE ~< 


June 6, 2019 VIA FEDEX 


URGENT MEDICAL DEVICE RECALL EXPANSION - REMOVAL 
AXIUS Blower/Mister 


Product Code/REF Number: CB-1000 


Affected Lot Numbers: 96255605,96255607,96255608,96255609,96255611 


Expanded Affected Lot 96255614,96255615,96255616,96255617,96255618, 
Numbers: 96255619,96255620,96255621,96255622,96255623 


Distribution Dates: September 10, 2018 to March 12, 2019 


PLEASE FORWARD THIS INFORMATION TO ALL CURRENT AND POTENTIAL 
AXIUS BLOWER MISTER USERS WITHIN YOUR HOSPITAL I FACILITY. 


IF YOU HAVE FURTHER DISTRIBUTED ANY OF THE AFFECTED PRODUCTS, 
FORWARD THIS INFORMATION TO THE RECEPIENT. 


Dear Risk Manager, 


On January 24, 2019 Maquet/Getinge issued an Urgent Medical Device Recall - Removal 
notification for a voluntary recall involving five lot numbers of the AXIUS Blower Mister. 
You may or may not have previously received the notification regarding the Axius Blower 
Mister due to failure of the device to emit carbon dioxide (C02) that may result in a 
procedural delay during off-pump coronary artery bypass (OPCAB). 


Maquet/Getinge continually monitors performance of the AXIUS Blower Mister and has 
recently detected additional lots which may potentially be affected by the issue identified, 
and therefore Maquet/Getinge has expanded the scope of the recall to include these 
additional ten lot numbers. 


The Axius Blower Mister permits both an adjustable flow of gas and a mist of saline 
intended to clear ari anastomic site for improved visibility. 


Identification of the issue: 


Maquet/Getinge has received complaints for the Axius Blower Mister with some of the 
affected lot numbers listed above. The Axius Blower Mister was reported to have had no 
C02 flow, i.e. these devices did not output a mist, which is an indication that carbon dioxide 
(C02) did not flow through the device. 
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It is important to note, there have been no adverse events reported resulting in serious 
illness or injuries caused by the AXIUS Blower Mister issue. 


Investigation by Maquet/Getinge has identified the cause to be due to a supplier 
manufacturing issue that may result in the affected lot numbers listed above of the AXIUS 
Blower Mister not to perform as intended. Maquet/Getinge is currently working with the 
supplier and has already implemented corrective measures. 


Please stop using the affected lot numbers of the Axius Blower Mister listed above and 
follow the actions to be taken in this notification. 


Actions to be taken: 


Our records indicate that you have received the Axius Blower Mister having the lot numbers 
that are potentially affected by this expanded recall. Please refer to the complete list of 
affected lots on Page 1 of this letter. 


Please examine your inventory immediately to determine if you have any of the affected 
Axius Blower Mister with the product codes and lot numbers listed on Page 1 of this letter. 
If you do have affected product, please follow the instructions below. 


Should you have un-used affected product you are eligible for either a replacement or credit. 
If you are returning a full pack of 5 each, replacement of that full pack will be issued. For 
returns of incomplete packs, 4 each or less, a credit will be issued. Please contact Getinge 
Customer Service at 1-888-627-8383 (press option 2, then option 4) to request a return 
authorization (RMA) and shipping instructions to return any affected product. Pack the 
product to be returned with the appropriate return documents and, using the shipping 
instructions provided, arrange for pickup with the designated delivery service provider. 


Please also enter the lot numbers, quantity and RMA number provided by Customer Service 
in the spaces provided on the Medical Device Recall Expansion - Removal Response Form 
on Page 4 of this letter, if you are returning products to Maquet/Getinge. 


Please complete and sign the attached MEDICAL DEVICE RECALL EXPANSION -
REMOVAL RESPONSE FORM (page 4) to acknowledge that you have received this 
notification . Return the completed form to Maquet/Getinge by e-mailing a scanned copy to 
blowermister@getinge.com or by faxing the form to 1-800-915-0124. 


This voluntary expanded recall only affects the product lots listed on page 1; no other 
products are affected by this voluntary expanded recall. 


If you are a distributor who has shipped any affected products to customers, please 
forward this document to their attention for appropriate action. 


Adverse reactions or quality problems experienced with the use of this product may be 
reported to the FDA's MedWatch Adverse Event Reporting program either online, by regular 
mail or by fax using the following: 
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• Online: https://www.accessdata.fda.gov/scripts/medwatch/ 
• Regular mail: Download form https://www.fda.gov/safety/reporting-serious


problems-fda/forms-reporting-fda or call 1-800-332-1088 to request a reporting form, 
then complete and return to the address on the pre-addressed form 


• Fax: 1-800-FDA-0178 


We apologize for any inconvenience this expanded recall may cause. If you have any 
questions, please contact your Getinge representative or call the Getinge Customer Support 
at 1-888-627-8383 (press option 2, then option 4), Monday through Friday from 6:00 a.m. 
and 5:00 p.m. PST. 


This recall is being made with the knowledge of the U.S. Food and Drug Administration. 


Sincerely, 


~ 
Allison Jean Kaplan 
Specialist II, Regulatory Affairs and Field Action Compliance 
USA Shared Services 
GETINGE 
45 Barbour Pond Drive 
Wayne, NJ 07470 USA 
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June 6, 2019 


URGENT: MEDICAL DEVICE RECALL EXPANSION - REMOVAL 
RESPONSE FORM 
AXIUS Blower-Mister 


FAX BACK TO: 1-800-915-0124 or EMAIL TO: blowermister@aetinae.com 


PRODUCT CATALOG NUMBER CB-1000 
96255605,96255607,96255608,96255609,96255611, 


AFFECTED LOT NUMBERS 96255614,96255615,96255616,96255617,96255618, 
96255619,96255620,96255621,96255622,96255623 


MANUFACTURING DATES September 10, 2018 to March 12, 2019 


156410 
SOUTH GEORGIA MEDICAL CENTER 
2501 N PATTERSON ST 
VALDOSTA, GA 31602 


If all affected product has been used or consumed please check this box: D 
Please provide required information and signature below and return this form to Getinge even if 
you do not have affected product. 


If you have any un-used affected product for return, please indicate the information required in the table 
below. Please contact Getinge Customer Service to request return authorization and shipping 
instructions. Getinge Customer Service can be reached at 1-888-627-8383 (press option 2, then option 4) 
Monday through Friday from 6:00 a.m. and 5:00 p.m. PST. 


Affected Lot Number: Quantity Being Returned: Getinge Returned RMA #: 


ACKNOWLEDGMENT (Please provide required information and signature below.): 
By signing this form, I acknowledge that I have read and understand this Medical Device 
Recall Expansion - Removal Notice for the AXIUS Blower Mister. I ensure that all users 
of the AXIUS Blower Mister at this facility have been notified accordingly. 


Signature: ________________ Date: _________ _ 


Name: Phone: ------------
Tit I e: Department: ____________ _ 


Hospital Name: __________________________ _ 


Address, City and State:-----------------------


Return the completed form by FAX to 1-800-915-0124 or by EMAIL to 
blowermister@qetinge .com 
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MedicalDevice Manufacturer Authorized Representative 

/Distributer 

Affected Yes/NoLink

The Disposable 

Fleece Drape 

F/GA419/GD417/

GD421

Aesculap Gulf Medical Co. https://ncmdr.sfda.gov.s

a/Secure/CA/CaViewRec

all.aspx?caid=6&rid=14
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